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ABSTRACT 
 
The main original contribution in this thesis is the novel application of microwave open-
ended coaxial probes in the characterisation of the electrical properties of normal and 
cancer tissues, and their use for cancer therapy. 
In terms of the cancer diagnosis part, this thesis shows the design, analysis and 
realization of new open-ended microwave sensors with a needle aperture to assess their 
sensitivity and usefulness for microwave characterizations of materials. These needle-
type sensors are capable of penetrating easily into semi-solid and multilayered material. 
This is very important in cancer diagnosis since they permit non-destructive 
measurement, with the advantage of using them as medical needles that have higher 
sensitivity at low frequencies than the usual flat aperture probes. Moreover, the sensors 
have been developed to measure properties of normal and cancer tissues for early cancer 
detection applications. 
In terms of the cancer treatment part, a novel non-thermal microwave irradiation 
technique has been adapted and developed for complete annihilation of cancer cells with 
a limited peak temperature of 42°C and short treatment time of 5 minutes. 
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1 
 
 INTRODUCTION & THESIS SUMMARY CHAPTER 1
This thesis focuses on microwave sensor technologies in cancer diagnostic and 
therapeutic applications. The contributions are intended to provide innovative solutions 
in this highly exciting and evolving field, where microwave-based sensor systems 
provide value through complementing and replacing existing technologies or even 
enabling novel sensing solutions. 
A new study arising from this research is based on a needle-type microwave coaxial 
sensor as a diagnostic device that is certified, analysed, and ready to be used to 
investigate suspected cases of cancer in real environments, which achieves high 
resolution at a low microwave frequency range of 0.1 to 3 GHz.  
Another new comprehensive study from this research, based on a novel microwave 
sensor technique is developed that has been proved to be successful in treating 
cancerous cells utilising microwave irradiation without a strong thermal effect. This 
technique shows a proof of concept non-thermal microwave treatment with unique 
features in terms of pulsing and frequency. Various experimental results are outlined, 
including investigation of the non-thermal mechanisms of interaction of actively grown 
cancer tissues with high power pulsed microwave irradiation.  
The current efforts in our development, and prototyping, are fully analysed in both 
diagnosis and therapy systems, which include underlying sensor principles, microwave 
technologies and infrastructure, as well as hardware and validation procedures. 
 Sensing of cancerous and normal tissues 1.1
In the last decades, a great number of researchers have contributed to the study of the 
interactions between biological matter and electromagnetic fields. Many investigated 
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the dielectric properties of living matter. Some others analysed the differences between 
a cancerous agglomerate of cells and normal tissues. Huge steps have been made and 
many techniques have been developed, including experimental methods and simulations 
to derive the properties of these tissues. 
 Microwave non-destructive techniques (NDT) 1.2
Microwave non-destructive techniques have a long history dating since the early 1950’s 
[1]. Microwave signals penetrate inside dielectric (i.e. electrically insulating, or low 
loss) media easily. The depth of penetration is dictated by the loss factor of the 
dielectric material (i.e. its ability to absorb microwave energy) and the frequency of 
operation. Measurements can be conducted via a contact or non-contact fashion, while 
operating on one side of a material or using its both sides (reflection or transmission 
techniques, respectively). Microwave NDT techniques are sensitive to geometrical and 
dimensional variations of a medium or the presence of defects within the medium. 
Polarization properties of microwave signals can be used to increase measurement 
sensitivity to defects of a certain orientation, such as cracks or surface scratches on solid 
samples [2]. It is not necessarily true that because microwave signals have wavelengths 
in the centimeter range, the resolution obtained using these signals cannot be better than 
a large fraction of the operating wavelength. Microwave NDT techniques have shown 
measurement resolutions of a few microns at 10 GHz (i.e. wavelength of 3 cm in free 
space). If resolution, in a given application, is considered to be the smallest spatial 
distance between two defects so that they can be individually detected, then near-field 
microwave and millimeter wave techniques have provided resolutions of better than a 
tenth of a wavelength. It has also been shown that an increase in frequency does not 
necessarily render better measurement resolution in all cases. Also, at around 12 GHz 
fatigue cracks on metal surfaces with widths in the range of a few microns have been 
detected [2]. In addition, spatial resolution is a function of the microwave sensor used 
(e.g. open-ended coaxial lines, open-ended waveguides, cavity resonators, etc.) [2]. 
Taking the example of an open-ended coaxial probe, since a coaxial transmission line is 
a TEM structure, its cross sectional dimensions are not wavelength limited so its spatial 
resolution as a probe is limited only by its miniaturisation, most importantly the radius 
of curvature of its central conductor. 
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 Advantages of NDT 1.2.1
Microwave techniques are based on the interaction of radiated electromagnetic energy 
with material media. However, there are other techniques that utilize the same principle 
as microwaves for NDT purposes such as, optical frequencies (including infrared and 
ultraviolet), X-rays, and gamma rays; all of these can be classes as “electromagnetic” 
NDT. It is obvious that, although the underlying principles of basic materials 
interactions are the same, the scope of the possible applications, the equipment and 
technology used, and the associated costs and implications for the patient in healthcare 
applications, may be quite different. 
In a majority of microwave NDT applications where detection is the primary objective, 
there is very little, if any need for complicated post signal processing. Capability of 
providing real-time information makes these techniques suitable for online medical 
applications [2]. The operator need not be a microwave expert to conduct microwave 
NDT measurements once a system has become operational. Since the required operating 
power for most NDT applications (excluding microwave heating sources) are in the few 
milliwatts range, and the majority of these techniques are conducted in near-field with a 
high degree of frequency selectivity, they do not cause any Electromagnetic interference 
(EMI) and neither are they affected by EMI. There are no environmental hazards 
associated with these techniques. Furthermore, microwave signals do not penetrate 
conductors thicker than a few microns, that can be used to contain high power 
microwave fields. One of the most attractive aspects of microwave NDT techniques is 
the availability of many different probes/sensors. Some of these may render better 
results than others for a specific application. In addition, optimization of system 
parameters for obtaining more sensitive results makes microwave NDT techniques very 
powerful. 
Once the underlying theoretical foundations of the interaction of microwaves with a 
given medium is understood and modelled, one may develop an electromagnetic model 
to predict the outcome of a measurement in order to optimize it for obtaining the highest 
possible measurement sensitivity 
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 Thesis scope 1.3
The accurate contrast measurement between cancer and normal tissue is still 
challenging in cancer diagnosis. Although many techniques for cancer sensors have 
been presented, there are several problems that still need to be solved. The work in this 
thesis addresses some of these problems in microwave cancer sensor design. The 
problems addressed can be summarized as: resolution, size, cost, simplicity, real time 
measurements.  
The proposed sensors in this research are suitable to characterize material and cancer 
tissues in both diagnosis and treatment applications. Then, on the basis of previous 
works in this field, and the same sensors are applied as a simple and quick technique to 
both diagnose and treat cancerous tissue. 
 Thesis outline 1.4
In the following chapters, some aspects of the dielectric properties of cancerous and 
normal tissues are discussed and some new developments and measurements are 
presented. 
Chapter 2 – This starts with a review of existing microwave techniques for 
characterizing the dielectric permittivity of the material to find out the most accurate 
and suitable method for the application interest of this research. This is followed by 
focussed discussion on the open-ended coaxial probe technique and a review of the 
literature has been carried out to adequately understand the theoretical models to aid its 
analysis. 
Chapter 3 – This describes the novel coaxial needle sensors, with ellipsoidal apertures, 
which have been developed for characterizing materials at microwave frequencies, with 
focus on enhancing the sensitivity at lower microwave frequencies (0.1 to 3 GHz). The 
theory of the open-ended coaxial sensor perturbation and its analytical and numerical 
analysis by using FEM are concisely presented. Then, the probe design and its 
feasibility analysis are described. Experimental set-up and methods are highlighted. 
Simulated and experimental results are presented and discussed, with conclusions. 
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Chapter 4 – This reviews the existing microwave cancer diagnosis techniques, 
followed by a discussion of the new non-invasive technology with high spatial 
resolution at low frequency based on complex permittivity measurement of normal and 
cancerous tissues using needle-type coaxial probes. The new data are compared with the 
theoretical model, and with data from the literature.  
Chapter 5 – A novel cancer treatment has been developed to identify a new means of 
destroying cancerous tissue through the use of non-thermal microwave radiation, with 
the following features: 
• Minimally invasive, reduced trauma, reduced treatment times. 
• Utilisation of modern microwave equipment and control to deliver high 
power, high frequency and pulsed signals with temperature control. 
The key concept is to distinguish between heating effects and radiation effects in 
contributing towards cell necrosis. A comprehensive review of currently microwave 
cancer treatment techniques is given, that assesses the various treatment options of 
cancer, with a particular focus on ablation methods. Then, a comparison of ablation 
techniques is conducted, considering the advantages of each. A number of models using 
COMSOL Multiphysics software are presented for open-ended probes, analysing their 
ability to deliver power.  
Chapter 6 – The experimental setup utilised to generate both the high-power pulsed 
and continuous wave microwave radiation is explored in detail. A LabVIEW 
programme has been written to control, measure and record of a range of parameters 
including temperature, reflection coefficient S11 and dissipated power. This will be 
helpful for on-line analysis of irradiation during cancer treatment.  
Chapter 7 – Numerous experiments and comprehensive data tables, microscopic 
images results on both live cancer cells in suspensions and in tissues by applying the 
non-thermal microwave irradiation technique are presented, a topic which has not been 
discussed before in the literature. Continued research and development of the technique 
are presented, aimed for providing tools for better management of those factors 
important for treatment efficiency.   
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Chapter 8 – Finally, this chapter draws together all of the general conclusions of the 
techniques and data presented in chapters 3-7, together with some suggestions and 
recommendations for future research.  
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 MICROWAVE MEASUREMENT CHAPTER 2
TECHNIQUES 
In this chapter, the methods of measuring dielectric mechanisms at microwave 
frequencies are outlined and a justification of the use of a broadband open-ended 
coaxial probe is presented.  
Measurement of material properties at microwave frequencies has existed for a very 
long time, dating as far back as the 1940's with numerous methods that are generally 
divided into resonant and non-resonant techniques. The particular measurement 
methods used in cancer detection and treatment sector are described here with their 
principles and limitations. 
 Resonant techniques 2.1
Resonant techniques involve a shifting in the resonant frequency and the change in 
absorption characteristics of a tuned resonator, due to the insertion of a sample of 
material. This is achieved by reflecting EM waves within a structure and attempting to 
measure the phase velocity and decay through shifts in wavelength (hence frequency) 
and the power at resonance. Examples of structures used include resonant cavities (by 
the cavity perturbation technique), dielectric and microstrip type ring resonators [3]. 
 Limitations of resonant techniques 2.1.1
The problem which is common to all resonant seuqinhcet is that measurements are all 
conducted at one resonant frequency of the structure (or, in a smaller number of cases, 
8 
 
at a small number of discrete harmonic frequencies). The dielectric properties of 
samples containing water have a large dependence on frequency, generally modelled 
using the Debye model (explained in chapter 4), and also very high losses in the 
microwave spectrum, which may be troublesome with a resonator that is centre 
frequency dependent. This is due to the limited number of measurement points across 
the resonant bandwidth in the frequency domain. Also, though their sensitivity of 
resonant methods may be high, high permittivity materials, especially with high loss, 
are actually harder to measure since the principle of operation involves dampening a 
resonator, and lossy materials may destroy the initial resonance. Therefore high 
sensitivity is only attained with small sample volumes. On other hand, non-resonant 
methods using the coaxial probe, coplanar waveguide and transmission lines in general 
are capable of providing continuous measurements over a wide frequency spectrum, but 
have a much lower sensitivity. 
 Non-resonant techniques 2.2
A non-resonant technique can measure over a broad range of frequencies, which is a 
primarily important aspect for this research. The operation principle for these methods 
is to categorize the material by sending a wave into a structure and determining the 
reflection and/or transmission coefficients that are caused by changes in characteristics 
impedance and wave velocity [4]. These give information about the interaction of the 
EM fields with the material, and allow broadband determination of complex relative 
permittivity and permeability. A one port measurement of reflection from a structure 
such as an open-ended coaxial probe allows only the measurement of complex 
permittivity, since there are only two measurement variables, namely, the amplitude and 
phase of S11. These methods involve building the sample into a transmission line or 
reflection structure by either placing the sample within a region of high field density, 
terminating a line with the sample, or building a microwave structure out of the sample 
itself. Among various non-resonant techniques, some of the most popular and most 
important methods for dielectric measurements are briefly discussed here. However, the 
open-ended coaxial line has been chosen for use in this research, owing to its flexibility 
and applicability as a needle type probe for tissue studies. 
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 Transmission line method (Waveguide) 2.2.1
This is another common method in which a material sample is put inside the centre of 
enclosed transmission line, as shown in Figure 2.1. Both reflection and transmission 
coefficients are measured. It has higher accuracy and more sensitivity than the coaxial 
line but, if based on a waveguide sample cell, it has a narrower frequency range than for 
a coaxial probe [5]. Sample preparation is relatively difficult, and thus more time 
consuming, because the sample must cover entire cross-section area of the line, with no 
air gaps that completely gives inaccurate measurements; therefore, it must be in slab 
(for rectangular waveguide) or annular geometry (for circular waveguide) [6]. 
 
 
Figure 2.1: Transmission Line (Waveguide) Method [6]. 
 Free space method 2.2.2
This technique is non-contacting and non-destructive, typically used at higher 
frequency, although it can be used with low frequency but it has a practical sample size 
limitation. In the free-space technique the large, flat samples of homogeneous (i.e. 
uniform without irregularities) solid material are required to measure the dielectric 
characteristics. The material is placed between two horn antennas to focus microwave 
energy on it, for measurement of S parameters  in conjunction with vector network 
analyzer [7]. The advantage of using the free-space measurement technique is to get 
reflection and transmission coefficients with no physical contact to sample, which is 
best for thin flat materials [8], as illustrated in Figure 2.2. 
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Figure 2.2: Free Space Measurement Method [9]. 
 Coaxial probe method 2.2.3
Open-ended coaxial sensors have found a prominent place in a wide realm of material 
characterization and applications. This is the one of the most convenient and frequently 
used techniques to measure lossy materials (e.g. biological tissues) at high frequencies. 
Commonly it is known as the coaxial probe, coaxial-line probe or  open-ended coaxial 
line method [10]. It is a simple, broadband (TEM) transmission line which, with a 
vector network analyzer (VNA) used to measure complex reflection coefficient S11. 
There is no lower frequency range for the method and the upper frequency range is 
determined by the generation of non-TEM coaxial modes. For example, when using 
SMA or 3.5 mm connectors, the upper cut-off frequencies are about 18 and 26.5 GHz, 
respectively. The aperture (i.e. the open end of the coaxial) of the coaxial probe is used 
to sense the reflected signal (phase and magnitude) from the target material. For flat 
surfaces, the probe touches the sample and for liquids it is immersed into sample, as 
presented in Figure 2.3. It is a very simple method and permits dielectric measurements 
over broad frequency range. 
 
 
Figure 2.3: Coaxial Probe Method [11]. 
 
Liquids 
Solids 
Semisolids 
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The large and shape-specific samples requirement within waveguide approaches is 
eliminated in the coplanar and coaxial probe methods [12]; where for the coaxial probe 
the sample size needs only be a few times the aperture diameter. Although large 
bandwidths can be measured using a flat aperture open-ended probe, these 
measurements require intimate sample contact and are thus used mostly for liquids or 
soft samples [13].  
Cancer and normal cells which are analysed in chapters 4 of this thesis, for example, 
have been characterized here using the open-ended coaxial probe approach from 0.1 to 3 
GHz to obtain both real and imaginary parts of the complex dielectric permittivity.  In 
addition, the same approach has been used at discrete frequencies of 2.2 GHz and 5.8 
GHz to treat cancer cells.  
In 1992, Yansheng and Fadhel [14] introduced different open-ended elliptical apertures, 
so called needle-type coaxial probes [15], for measurement of microwave permittivity 
of methanol and demonstrated increased sensitivity in the low microwave frequency 
range from 2 to 4 GHz as shown in Figure 2.4. The reason for examining this probe in 
more detail in this thesis is to improve the sensitivity (and resolution) of measurements 
and to facilitate in vivo measurements of biological tissues. This study was shown that 
open-ended elliptical coaxial probes (bevelled probes) can be successfully used in 
wideband dielectric constant measurements with the advantages of increasing sensitivity 
and can easily be applied to gels and living tissues, and in general for biological 
applications both for measurements and microwave radiation treatment [16]. 
 
 
Figure 2.4: Fabrication of coaxial probe with elliptic aperture. (a) Coaxial open end with a bevel angle 
and (b) bevel section view of a coaxial line. Modified from [14]. 
The key advantages of the needle (i.e. bevelled) aperture probe over the standard (flat) 
aperture probe are: 
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1- As the bevel angle increases (i.e. sensing area increases), the measurement 
sensitivity increases. It is found that in the case φ = 45° , an improvement of 40% 
may be achieved in comparison with the standard probe, and 90% in the case φ 
=60
°
. 
2- The bevel probe is suitable for in vivo measurements of biological tissues. The 
permittivity of tissues in vivo is often different from that in vitro [17].The 
needle-like probe shape makes it easier to insert it into living tissues. 
 The choice of microwave techniques for this research 2.3
In general, the choice of technique depends on many factors such as the frequency of 
interest (𝑓), the expected value of complex permittivity (𝜀𝑟
∗), the required measurement 
accuracy, the material properties (i.e., homogeneous, isotropic), the material form (i.e., 
liquid, powder, solid, film), sample size restrictions, destructive or non-destructive, 
contacting or non-contacting and temperature.  
The information presented in the previous section was considered when choosing the 
optimum technique that is appropriate for the aims of this thesis. In many cases it is 
possible to use modelling prior to measurements to provide the optimum performance.  
In this thesis, emphasis on using open-ended coaxial probe technique for measurements 
of the dielectric properties of cancer and normal tissues is presented. Our focus on them 
arises from their current importance in medical applications. The main merits of the 
developed probe technique are ease of use and fabrication simplicity. Additionally, for 
an open-ended coaxial probe, one can simply inject into human tissues. High sensitivity 
is paramount in this research since it is to be used in the diagnosis of cancer tissues, to 
see if microwaves can achieve high contrast between cancerous and healthy tissue. This 
thesis will also try and make the most of the open-ended coaxial probe by evaluating its 
potential using a myriad of different aperture geometries.  
Two recent comprehensive publications on RF and microwave dielectric measurements 
can be recommended as a general background. They are the Good Practice Guide [18] 
and a report that deals specifically with lossy liquids [19]. A recent review in [20] is 
also recommended. An introduction to the theory of dielectric relaxation and its 
measurement is provided by [21]. 
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 Flat open-ended coaxial sensor theory 2.4
As seen in Figure 2.5, the coaxial probe has electrical field lines both inside the probe 
and a fringing field at its end. The probe is nothing more than a center conductor 
surrounded by a dielectric material and an outer conductor, basically an open-ended 
coaxial line. 
 
Figure 2.5: Electric field lines for an open-ended coaxial probe [22]. 
When a signal is transmitted to the probe’s end, the sample is seen as a load. The 
fringing field interacts with the sample, where it displaces the ions and charge carriers. 
This energy causes a reflection coefficient at the aperture plane, Γ(ω,ε), that is measured 
as S11 by a vector network analyser (VNA) at the measurement calibration plane. 
Γ(ω,ε) is a complex value, dependent on the permittivity of the sample and the angular 
frequency at which the reflection was measured. With Γ(ω,ε) known, the characteristic 
admittance of the load may be calculated by (2.1). 
 
𝑌𝐿(𝜔, 𝜀) = 𝑌𝑂
1 − Γ(𝜔, 𝜀)
1 + Γ(𝜔, 𝜀)
 (2.1) 
where Yo is the probe’s characteristic admittance. With YL(ω,ε) calculated, permittivity 
may be found from the equation (2.2) by using an appropriate iterative process [23]. 
This is most easily done using a computer. 
 𝑌𝐿(𝜔, 𝜀) = 𝑗𝜔𝐶1 + 𝑗𝐴𝜔
3𝜀2 + 𝐵𝜔4𝜀2.5 (2.2) 
where A and B are the constants dependent on the frequency and dimensions of the 
aperture.  
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The principal method of measuring permittivity is with an Agilent Dielectric Probe Kit 
[24] as seen in Figure 2.6. The kit consists of an open-ended coaxial probe, calibrating 
standards, and a computer interface. A calibrated probe needs to be in full contact with 
the sample; no air may exist between the sample and the probe to obtain accurate 
permittivity values. Once the measurement is triggered, (2.1) and (2.2) are used to 
calculate permittivity. 
 
 
Figure 2.6: The Agilent High Temperature Dielectric Probe [24]. 
The probe is usually fixed into a broader flange, so that its capacitance is easier to 
model and to ensure the repeatability of sample loading [3, 25]. The fields at the probe 
end fringe into the sample and change as they come into contact with the material [11]. 
This method assumes the sample to be non-magnetic, isotropic and homogenous and to 
have a flat surface (i.e. 𝜑 = 0°) if it is a solid. Also the sample must be thick enough, 
“semi-infinite”, much larger than the diameter of the aperture of the open-ended coaxial 
line, because this method assumes that interactions of the electromagnetic field with the 
non-contacting boundaries of the sample are not sensed by the probe. The open-ended 
coaxial probe has been studied, analysed, and used by many authors [26-28] for 
microwave permittivity measurements with its tip immersed or contact in the sample 
under test [25]. 
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 Effect of flange 2.4.1
Improvements for complex permittivity measurement are achieved with short, open-
ended coaxial probes by adding a finite conducting flange at the probe’s aperture and by 
utilizing a more accurate aperture formulation [29]. A comparison of the measured 
permittivity by using two kinds of open-ended coaxial probe (i.e. a probe without a 
flange and a probe with flange) has shown that a conductor flange with a diameter of 
about 10 times the outer diameter of the probe significantly improves the performance 
of the probe because the flange model more closely represents the model of an infinite 
ground plane. The two probes described by (2.3) for the probe without flange and (2.4) 
for the probe with flange [29]. 
 
 
Figure 2.7: Two types of open-ended coaxial probes. (a) Probe without flange and (b) probe with flange.  
 
𝑌𝐿 =
𝑗2𝜔𝐼1
[ln(𝑏 𝑎⁄ )]2
𝜖 −
𝑗𝜔3𝜇0𝐼2
[ln 𝑏 𝑎⁄ ]2
𝜖2 +
𝜋𝜔4𝜇0
3 2⁄
12
[
𝑏2 − 𝑎2
ln(𝑏 𝑎⁄ )
]
2
𝜖5 2⁄  (2.3) 
 𝑌𝐿 = 𝜖𝑟 + 𝜁𝜖𝑟
2 (2.4) 
where 𝜔 is the operating angular frequency and a and b are the inner and outer radii of 
the coaxial probe, respectively. 𝐼1 and 𝐼2 are integration constants dependent on the 
geometry of the probe’s aperture. In 1999, David et al. developed a stain less steel open-
ended coaxial probe to measure the complex permittivity of solid dielectric materials at 
elevated temperatures up to 1000℃ and over a broad frequency range [30]. 
In biological applications, open-ended coaxial lines have been used as sensors for in 
vivo and in vitro measurements of the dielectric properties of biological substances [25, 
26, 31, 32]. In several biomedical applications, it is necessary to know the dielectric 
properties of specific human tissues at microwave frequencies, particularly for 
hyperthermia treatments. These biological tissues are essentially constituted of water, 
free ions like Na+, K+, Ca++, Cl
-
, and great variety of proteins. This composition 
makes the dielectric properties of the tissues similar to those of saline solutions [33]. 
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These kinds of solutions are characterized by a large dielectric loss factor at low 
frequencies (less than 3 GHz) owing to ionic conductivity [34]. 
In the last few years, there has been a growing interest toward the development of 
methodologies for non-invasive electromagnetic diagnostics based on dielectric 
spectroscopy, particularly operating in the microwave frequency bands. Dielectric 
spectroscopy has been used for a number of quality control purposes; for example, 
measurements of the complex dielectric permittivity, 𝜀∗(𝑓), have been used for [35]. A 
non-destructive broad-band permittivity measurement method used open-ended coaxial 
lines as impedance sensors which were terminated by a semi-infinite medium.  
The commonly used technique to obtain the complex dielectric permittivity (𝜀∗) 
consists of measuring the complex reflection coefficient (𝛤∗) using a network analyser, 
with phase calibrated to the aperture plane. Afterwards, the complex permittivity (𝜀∗) is 
obtained through a model that gives the complex admittance of the probe’s tip as a 
function of the dielectric permittivity of the surrounding medium, which is considered 
semi-infinite. 
A certain number of these models exist in the literature. Comparative experimental 
studies are available in the open literature to assess the precision of these models, when 
measurements are made on high loss media such as saline solutions or biological 
tissues. One of the main goals of this research is to fabricate needle type, open ended 
coaxial probes with different end angles and assess the robustness in sensitivity of each 
probe for low and high loss materials, use a range of frequencies. Consequently, a 
judicious choice of the kind of open-ended coaxial probe can be made when 
measurements of biological tissues are required for diagnostic and treatment purposes. 
 Modelling of the open-ended coaxial probe 2.5
Four models have been considered for open ended coaxial probe: the capacitive model 
[26] and [27], the antenna model [36], the virtual line model [37], and the rational 
function model [38-40]. 
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 Capacitive model 2.5.1
The equivalent circuit of this model consists of two capacitances connected in parallel. 
The first one, 𝐶(𝜀𝑟), is related to the dielectric properties of the sample while the other, 
𝐶𝑓 , is the fringe field capacitance independent of these properties. When a dielectric 
sample with complex relative permittivity is connected to the probe, the equivalent 
capacitance will be changed and therefore the reflection coefficient is given by (2.5): 
 
𝑆11
∗ = 𝑆11𝑒
𝑗𝜑 =
1 − 𝑗𝑤𝑍0[𝐶(𝜀𝑟) + 𝐶𝑓]
1 + 𝑗𝑤𝑍0[𝐶(𝜀𝑟) + 𝐶𝑓]
 (2.5) 
where 𝐶(𝜀𝑟) = 𝜀𝐶0, 𝐶0 is the capacitance of the air-filled parallel plate capacitor, 𝜔 is 
the measurement angular frequency (𝜔 = 2𝜋𝑓 ) and 𝑍0 is the characteristic impedance 
of coaxial line. The complex relative permittivity is given by (2.6): 
 
𝜀𝑟 =
1 − 𝑆11
∗
𝑗𝜔𝑍0𝐶0(1 + 𝑆11
∗ )
−
𝐶𝑓
𝐶0
 (2.6) 
The parameters 𝐶𝑓 and 𝐶0 must be obtained to calculate 𝜀𝑟. Calibration of the open-
ended probe with a standard sample with known dielectric permittivity at the aperture 
plane can be used to derive 𝐶𝑓 and 𝐶0 [3, 34]. 
 Radiation model or antenna model 2.5.2
The coaxial probe is considered as a radiation source [3]. The equivalent circuit consists 
of two capacitors (𝐶1, 𝜀𝑟𝐶2) and a conductance (𝐺) , all these elements being connected 
in parallel. The capacitance 𝐶1 is independent of the sample and results from the fringe 
field inside the air-filled coaxial line. The capacitance 𝜀𝑟𝐶2 is due to presence of the 
sample and is dependent on the permittivity of the material under test. The conductance 
𝐺 is the radiation conductance and representing the power radiated from the end of the 
line [3, 25, 41]. The normalized admittance is given by (2.7): 
 𝑌
𝑌0
= 𝑗𝜔𝐶1𝑍0 + 𝑗𝜔𝜀𝑟𝐶2 + 𝑍0𝐺(𝜔, 𝜀𝑟) (2.7) 
where 𝑌0 and 𝑍0 are the characteristic admittance and impedance of the line 
respectively, 𝜀𝑟 is the complex permittivity and 𝜔 the angular frequency. For an 
electrically small antenna it is found that [31, 42]: 
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𝐺(𝜔, 𝜀𝑟) = 𝜀𝑟
5
2⁄ 𝐺(𝜔, 𝜀0) (2.8) 
 𝑌
𝑌0
= 𝑗𝜔𝐶1𝑍0 + 𝑗𝜔𝜀𝑟𝐶2 + 𝜀𝑟
5
2⁄ 𝐺(𝜔, 𝜀0) (2.9) 
The admittance can be expressed as (2.10): 
 𝑌
𝑌0
= 𝐾1 + 𝐾2𝜀𝑟 + 𝐾3𝜀𝑟
5
2⁄  (2.10) 
The factors 𝐾1, 𝐾2 and 𝐾3 are all complex and they can be obtained by using three 
known media in the calibration procedure. A more accurate model is [32]. 
 𝑌
𝑌0
= 𝐾1 + 𝐾2𝜀𝑟 + 𝐾3𝜀𝑟
2 + 𝐾4𝜀𝑟
5
2⁄  (2.11) 
where the frequency dependence of 𝐶1 has been considered. Another approximation is 
[43]: 
 𝑌
𝑌0
= 𝐾1𝜀𝑟 + 𝐾2𝜀𝑟
2 + 𝐾3𝜀𝑟
5
2⁄  (2.12) 
Using quasi-static analysis, an approximation for very low frequency is [43]: 
 𝑌
𝑌0
= 𝐾1𝜀𝑟 + 𝐾2𝜀𝑟
2 (2.13) 
For all models, determination of parameters 𝐾𝑖 is achieved by the calibration procedure. 
 Virtual line model 2.5.3
The sample of the material under test where the probe is terminated can be modelled as 
a virtual part of the transmission line. The transmission line consists of a part of 
physical line with length 𝐷 and a part of visual line with length 𝐿, which models the 
material under test [3, 37] 
The complex permittivity of the sample related to the measured 𝑆11𝑚 is: 
 
𝜀𝑑 =
−𝑗𝑐√𝜀𝑡
2𝜋𝑓𝐿
1 − 𝑆11𝑚𝑒
2𝑗𝛽𝑡𝐷
1 + 𝑆11𝑚𝑒2𝑗𝛽𝑡𝐷
 cot (
2𝜋𝑓𝐿√𝜀𝑡
𝑐
) (2.14) 
where 𝑓 is the measurement frequency and 𝑐 is the light speed, 𝑆11𝑚 is the complex 
reflection coefficient measured at the reference plane before the physical line (at the 
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analyzer port), 𝛽𝑡 is the propagation constant in the coaxial cable feedling the aperture 
and 𝜀𝑡 is the permittivity of the material inside the physical coaxial line. 
The values 𝐷 and 𝐿 can be found by calibration using two well-known dielectric 
calibration materials such as deionized water and air. 
 Rational function model 2.5.4
In the rational function model, the coaxial probe is immersed in the material under test. 
The energy storage in the near-field region, the evanescent mode of the probe and the 
radiation effects have to be considered [3, 38, 40]. The admittance of the probe is given 
by (2.15): 
 𝑌
𝑌0
=
∑ ∑ 𝑎𝑛𝑝(√𝜀𝑟)
𝑝(𝑗𝜔𝑎)𝑛8𝑝=1
4
𝑛=1
1 + ∑ ∑ 𝛽𝑚𝑞(√𝜀𝑟)𝑞(𝑗𝜔𝑎)𝑚
8
𝑞=1
4
𝑚=1
 (2.15) 
𝑌 is the admittance at the end of the coaxial probe, 𝑌0 is the characteristic admittance of 
the coaxial probe, 𝜀𝑟 is the complex relative permittivity of the sample of the 
material, 𝑎𝑛𝑝 and 𝛽𝑚𝑞 are the coefficients of the model, and 𝑎 is the inner diameter of 
the coaxial probe.  
To obtain the complex permittivity of the sample from measured complex admittance 
values referred at the end of the probe the inverse problem has to be solved [38]. 
 
∑ (𝑏𝑖 − 𝑌𝑐𝑖)(√𝜀𝑟)
𝑖
= 0 
8
𝑖=0
 (2.16) 
 
𝑏𝑝 = ∑ 𝑎𝑚𝑝(𝑗𝜔𝑎)
𝑚 (𝑝 = 1,2…8) 
4
𝑚=1
 (2.17) 
 𝑏0 = 0 (2.18) 
 
𝑐𝑞 = ∑ 𝛽𝑚𝑞(𝑗𝜔𝑎)
𝑚 (𝑞 = 1,2…8)
8
𝑚=1
 (2.19) 
 
𝑐0 = 1 + ∑ 𝛽𝑚0(𝑗𝜔𝑎)
𝑚
8
𝑚=1
 (2.20) 
In this model, there is no need for calibration parameters and the model parameters 𝑎𝑛𝑝 
and 𝛽𝑚𝑞 have been established and optimized [34]. 
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The virtual line model provides the best results for measurements of permittivity, while 
the results obtained with the antenna model are also accurate except at low frequencies 
[34]. In practice, the capacitive model is the easiest to use and has presents good results 
in the literature. 
 Errors and calibration 2.6
Measurements using network analyzers may have three kinds of errors, systematic, 
random and drift. Random errors are unpredictable and they can be removed by making 
several measurements and taking the average values. Drift errors are due to the change 
of working conditions and require a stable environment in terms of temperature and 
humidity to be eliminated. Systematic errors mainly include directivity, match, cross 
talk and frequency response. All these errors are due to imperfections in the 
measurement systems and most of them do not vary with time. They can be 
characterized through a calibration procedure and mathematically removed during the 
process of measurement. 
Calibration is a process which computes the systematic errors from measurements on 
known reference standards. When subsequent measurements are made, the effects of 
systematic errors are mathematically eliminated. There are two kinds of error 
corrections that can be made, response and vector corrections. Response calibration is 
simple to perform but corrects only a few of the systematic error terms. Vector-error 
calibration can account for all major sources of systematic errors, but needs more 
calibration standards and also requires that the network analyzer can measure both 
phase data and magnitude [3]. With further calibrations, drift errors can be removed. 
Once the network analyzer is calibrated the drift, stability, and repeatability errors will 
degrade the system performance and notice wrong measurement with known materials 
for example air. This usually means that the system will need to be recalibrated at some 
interval depending on the system usage, environment and required accuracy. Further 
information on RF and microwave measurements, on coaxial line and waveguide, and 
on metrological terms such as S-parameters in the frequency domain etc. can be found 
in [18] and in texts such as [44].  
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 NEEDLE-TYPE MICROWAVE COAXIAL CHAPTER 3
SENSOR FOR DIELECTRIC CHARACTERIZATION 
 General introduction 3.1
Arising from the need for the measurement of dielectric contrast between the relative 
permittivity of cancer tissues and normal tissues at microwave frequencies, novel 
needle-type microwave coaxial sensors have been developed for characterizing material 
properties, of healthy and cancerous tissues in particular. This study focuses on the 
modelling of the sensors in order to optimise their design in terms of the angle, 
operating frequency, and feasibility. The performance of the sensors was initially 
simulated and verified in EMPro (Electromagnetic Professional) software and then 
experiments on some liquids and tissue samples were taken. Significant contrasts 
between various samples have been registered both in the simulations and experiments, 
with good agreement between them. It is hoped to use these sensors to detect tissue 
lesions as cancerous or non-cancerous, benign or malignant, within a non-destructive, 
real-time system that will reduce the need for excision and biopsy.  
The technique is based on measured reflection coefficients using a vector network 
analyser, in which the operating frequency and probe aperture geometry depend on the 
dielectric properties of sample under test. An open-ended coaxial cable with different 
cut angles is adopted for the design of the sensors (i.e., φ = 0°, φ = 22.5°, φ = 45° , 
φ = 67.5°and φ = 80° degrees). These sensors are practically easy to fabricate and to 
use, making them suitable for use on humans. Several types of samples are tested to 
verify sensor performance over the frequency range 0.1 to 3 GHz. Flat aperture probes 
cannot penetrate tissue when made from semi-rigid cables, unlike that for the needle 
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probe. A major electrical difference between the two structures is that the needle-type 
sensor has a much larger sensing region, which is ellipsoidal. The radiated energy 
density is greatest near the aperture and decreases monotonically in the radial direction. 
Therefore, as with the open-ended coaxial probe, materials closer to the aperture have 
more impact on the sensed reflection values.  
This chapter presents a new technique of predicting the reflection coefficient of a 
microwave sensor for different samples using the finite element method (FEM). 
Comparison results between measured and calculated reflection coefficient were found 
to be in good agreement, with magnitude and phase errors of less than 5%.  
Among several methods, microwave sensors have now found wide use in many 
applications based on the use of contrast in dielectric properties between different 
materials. This gives assurance of early detection and the practical usefulness of the 
developed system. Whereas flat aperture coaxial sensors are not capable of penetrating 
easily into semi-solid and multilayered material (i.e. a stratified medium), elliptical 
aperture sensors developed recently permit non-destructive measurement of such 
materials, with the advantage of using them as medical needles that have higher 
sensitivity at low frequencies than the flat aperture probes. 
To achieve high accuracy and sensitivity at lower microwave frequencies (for example, 
the 0.1 to 3 GHz range used here), the aperture of the sensors should have a large 
sensing area. The use of a sharp needle maximizes this sensing area whilst keeping the 
diameter of the coaxial cable small. The large sensing area means that the sample 
covering factor will be high (i.e., a high fraction of the electric field energy will be 
exposed to the sample), so the sensor will be more sensitive to the presence of the 
sample. High sensing area can be accomplished using needle-type apertures with high 
cut angles (φ), but this also necessitates large sample size.  
A previous study by Yansheng [15] involved different open-ended elliptical apertures 
for measurement of microwave permittivity of methanol and demonstrated increased 
sensitivity in the low microwave frequency range 2 to 4 GHz. However, the precise and 
complete investigation of the effects of the apertures’ angles and sensing areas on 
microwave permittivity measurement does not appear to have been published elsewhere 
to date. A systematic study for the case of different open-ended elliptical aperture 
coaxial lines with low range frequencies and various permittivity is presented here, with 
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the aim of achieving greater sensitivity for measurement in the 0.1 to 3 GHz range. A 
different elliptical aperture model of the open-ended coaxial probes is designed that 
have been used to relate the coaxial line end impedance to the complex permittivity of 
the material under test for calculating the reflection coefficient. The properties of an 
elliptical aperture coaxial probe are investigated with a numerical modelling technique 
based on finite element method in radio and microwave frequencies. The method has 
been implemented in EMPro software [45] for a three-dimensional geometry. 
 Principles, theory and simulation 3.2
An open-ended of probe is immersed into the material to be tested. Then, the waves 
scattered from the sensor aperture would penetrate into the target sample which entirely 
covers the aperture area of probe. The electromagnetic field distribution in the vicinity 
of the aperture is determined theoretically, on the basis of aperture theory and boundary 
matching of the field components which are results of the solution to a boundary value 
problem. A solution of the scattering from the flat open end of a coaxial line in contact 
with a lossy dielectric was presented by Mosig et al.[46]. The formal analysis solution 
of the boundary-value problem was introduced by King et al [47] for the case of an 
elliptic coaxial line filled with isotropic dielectric material. The dielectric properties of 
the material determine the measured quantities such as complex reflection coefficient at 
the aperture. A theoretical study was carried out, considering the electromagnetic field 
near the aperture. Imposing the continuity of the tangential field components yields a 
dyadic Green’s equation, which is solved by numerical techniques. One obtains in this 
way, generally with the help of a computer, a relationship linking the reflection 
coefficient with the material permittivity. This approach was first applied to rectangular 
waveguide probes [48] [49] [50] and then to azimuthally independent modes in circular 
waveguide [46]. 
 Analytical analysis 3.2.1
The optimization of the performance of open-ended coaxial microwave sensor requires 
the knowledge of the propagation characteristics and field distributions and their 
dependence on the fabrication parameters. In terms of the flat open-ended aperture, the 
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coaxial sensor is assumed to be uniform along its longitudinal 𝑧 axis. The 
electromagnetic fields at the frequency 𝜔 and with time dependence have the form: 
 ℋ(𝑥, 𝑦, 𝑧, 𝑡) = 𝐻(𝑥, 𝑦)𝑒𝑗(𝜔𝑡−𝛽𝑧) (3.1) 
 ℰ(𝑥, 𝑦, 𝑧, 𝑡) = 𝐸(𝑥, 𝑦)𝑒𝑗(𝜔𝑡−𝛽𝑧) (3.2) 
where, 𝛽 is the propagation constant in the positive 𝑧 direction.  
In the material, electromagnetic fields are radiated, due to both the dominant 𝑇𝐸𝑀 
mode and the higher order 𝑇𝑀 modes within the plane of the aperture. We assume that 
the coaxial line is excited in its principal transverse electromagnetic (TEM) mode. At 
higher frequencies, TM modes are propagated with a cut-off frequency determined by 
the inner and outer radii of the coaxial line. These TM modes are allowed by the field 
boundary conditions and are comprised of Bessel and Neumann functions, the latter 
allowed since the axis is not included in the field region. In the frequency range up to 3 
GHz, higher order modes are strongly evanescent (i.e. well below their cut-off 
frequencies). However, they will be excited at discontinuities in the coaxial line (e.g. at 
the open circuit termination), and so are included in some of the coaxial aperture models 
[51]. 
At first, the radiation from an open-ended elliptical aperture coaxial line, as primarily 
used in this research, is examined. The cross section of this coaxial line is shown in 
Figure 3.1. The semi-major and semi-minor axes of the ellipses which characterize the 
dimensions of the outer and inner conductors of the coaxial line are  𝑎1, 𝑎𝑜, 𝑏1 and, 
𝑏𝑜 respectively. The radiated magnetic field of the outside space region is related to the 
tangential electric field of the aperture 𝐸𝜌(𝜌
′, 𝜙′) as follows [52]: 
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Figure 3.1: Cross section of the elliptic coaxial line. 
 
𝑑𝐻 =
𝑖
2𝜋𝜔𝜇𝑜
 𝐸𝜌(𝜌
′, 𝜙′)(𝛻𝛻.+𝑘2)
𝑒𝑗𝑘𝑟
𝑟
(𝑖𝜌′ × 𝑖𝑧)𝜌
′𝑑𝜌′𝑑𝜙′ (3.3) 
where 
 𝑟 = [𝜌2 + 𝜌′2 − 2𝜌𝜌′ 𝑐𝑜𝑠(𝜙 − 𝜙′) + 𝑧2]1 2⁄ , 𝑘 =
2𝜋
𝜆0
√𝜀𝜇 (3.4) 
and (𝜌′, 𝜙′) are the transverse coordinates of the source point within the aperture, and 𝑟 
is the distance from source to observer. 𝑖𝜌′ × 𝑖𝑧 = −𝑖𝜙′ , the resulting unit vector has 
components in 𝜌 and 𝜙 directions in the unprimed coordinates. 𝐸𝜌(𝜌
′, 𝜙′) = 𝐸𝜌(𝜌
′) , is 
taken to be the principal mode of the coaxial line, and exhibits no variations in the 𝜙′ 
direction [47] [52]. The operator (𝛻𝛻. ) involves differentiations with respect to 
unprimed coordinates. Thus (3.3) can be integrated with respect to 𝜙′, the resulting 
expression having only a 𝜙 component, and is independent of 𝜙. The operator ∇=
𝑖𝜙 𝜕 𝜕𝜙⁄  is zero, and the term proportional to (𝛻𝛻. ) is consequently zero. The magnetic 
field of the free space region is therefore related to 𝐸𝜌(𝜌
′) as: 
 
𝐻𝜙(𝜌, 𝑧) =
𝑘2
2𝜋𝑖𝜔𝜇𝑜
 ∫ 𝐸𝜌(𝜌
′)
𝑏
𝑎
𝜌′𝑑𝜌′ ∫
𝑒𝑗𝑘𝑟
𝑟
2𝜋
0
cos𝜓 𝑑𝜓 (3.5) 
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where  𝜓 = 𝜙 − 𝜙′ , a and b are the radius of inner conductor and the outer conductor 
respectively. The last integral can be expressed in terms of Bessel functions [53] and 
evaluating the ϕ integral gives: 
 𝐻𝜙(𝜌, 𝑧)
= −𝑖𝜔𝜀0  ∫𝐸𝜌(𝜌
′)
𝑏
𝑎
𝜌′𝑑𝜌′. ∫
𝑒𝑥𝑝[−(𝜁2 − 𝑘2)1 2⁄ |𝑧|]𝐽1(𝜁𝜌) 𝐽1(𝜁𝜌
′) 𝜁𝑑𝜁
(𝜁2 − 𝑘2)1 2⁄
 
∞
0
 
(3.6) 
where 𝑎𝑟𝑔(𝜁2 − 𝑘2)1 2⁄ = 0 and −𝜋 2⁄  for 𝜁 > 𝑘 and 𝜁 < 𝑘, respectively. The 
𝜙 symmetrical magnetic fields of the coaxial line are expressed as [54]: 
 
𝐻𝜙(𝜌, 𝑧) =
𝐴0
𝜌
(𝑒𝑖𝑘𝑖𝑧 − 𝑅0𝑒
𝑖𝑘𝑖𝑧) + ∑ 𝐴𝑛𝑅𝑛(𝜌)𝑒𝑥𝑝(𝛾𝑛𝑧)
∞
𝑛=1
 (3.7) 
or 
 
𝐻𝜙(𝜌, 𝑧) = 𝐴0𝐻𝜑0(𝑒
𝑖𝑘𝑖𝑧 − 𝑅0𝑒
𝑖𝑘𝑖𝑧) + ∑ 𝐴𝑛𝑅𝑛(𝜌)𝑒𝑥𝑝(𝛾𝑛𝑧) 
∞
𝑛=1
 (3.8) 
where 𝐻𝜙0 denotes the magnetic field of the principal mode with 𝐴0 as its coefficient, 
and 𝐴𝑛𝑅𝑛(𝜌) describes the fields of higher order modes at the probe aperture. The 
propagation factor of mode 𝑛 is given by: 
 𝛾𝑛 = 𝑖(𝑘𝑖
2 − 𝜆𝑛
2)1 2⁄ , 𝑅𝑒 𝛾𝑛 ≤ 0 (3.9) 
where 𝑘𝑖 = 𝜔(𝜇0𝜀𝑖)
1 2⁄ , and 𝑅0 is the reflection coefficient of the principal (𝑇𝐸𝑀) 
mode. The radial function 𝑅𝑛(𝜌) is defined by: 
 𝑅𝑛(𝜌) = 𝑁𝑛[𝐽1(𝜆𝑛𝜌)𝑌𝑜(𝜆𝑛𝑎) − 𝐽0(𝜆𝑛𝑎)𝑌1(𝜆𝑛𝜌)] (3.10) 
where 𝐽𝑚(𝑥) is the Bessel function of the first kind and 𝑌𝑚(𝑥) is the Bessel function of 
the second kind of order 𝑚. The eigenvalues 𝜆𝑛 are computed from [55]: 
 𝑌𝑜(𝜆𝑛𝑎) 𝐽0(𝜆𝑛𝑏) = 𝐽0(𝜆𝑛𝑎) − 𝑌0(𝜆𝑛𝑏) (3.11) 
and the normalizing factor 𝑁𝑛 is defined by: 
 
𝑁𝑛
−1 =
(2)1 2⁄
𝜋𝜆𝑛
[
𝐽0
2(𝜆𝑛𝑎)
𝐽0
2(𝜆𝑛𝑏)
− 1]
1 2⁄
 (3.12) 
The radial electric field component 𝐸𝜌 is computed from (3.7):  
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𝑖𝜔𝜀𝐸𝜌(𝜌, 𝑧) =
𝜕
𝜕𝑧
𝐻𝜙(𝜌, 𝑧) (3.13) 
The amplitudes 𝐴𝑛 are related to the aperture field at  𝑧 = 0; 𝐸𝜌(𝜌, 0) = 𝐸𝜌(𝜌). 
Multiplying 𝐸𝜌(𝜌, 0), as computed from (3.13), with 𝑅𝑛(𝜌)𝜌𝑑𝜌 and integrating from 
𝜌 = 𝑎 to 𝑏 gives: 
 
𝐴𝑛 =
𝑖𝜔𝜀𝑡 ∫ 𝐸𝜌(𝜌)𝑅𝑛(𝜌)𝜌𝑑𝜌
𝑏
𝑎
𝜆𝑛
 (3.14) 
Multiplying 𝐸𝜌(𝜌, 0) with 𝑑𝜌 and integrating from 𝜌 = 𝑎 𝑡𝑜 𝑏 gives: 
 
𝐴0 =
𝜔𝜀𝑡
𝑘𝑖
∫ 𝐸𝜌0(𝜌)𝑑𝜌
𝑏
𝑎
[1 + 𝑅0] log(𝑏 𝑎⁄ )
 (3.15) 
In our measurements, very small sensors are utilized and the dimensions of the probes 
are generally much smaller than the wavelength. Therefore, all the higher order TM 
modes in the calculation may be neglected in order to simplify the problem [56]. Then, 
the electric field 𝐸𝜌0 is taken to be the principal mode of the coaxial line and hence all 
terms containing 𝐴𝑛 are equal to zero. It should be remarked also that the effect of the 
higher modes may be calculated by using the method, similar to that mentioned in [55], 
although the computation will be very complicated. The calculation was simplified by 
King et al. [47], however, is too lengthy to go into here. The propagation factors (3.9) 
will be equal to [55]: 
 𝛾0 = 𝑗𝛽0 = 𝑗√𝜀𝑐(𝜔 𝑐0⁄ ) 𝑛 = 0 (𝑝𝑟𝑜𝑝𝑎𝑔𝑎𝑡𝑒𝑑) (3.16) 
 𝛾𝑛 = 𝛼𝑛 = √𝜆𝑛2 − 𝜀𝑐(𝜔 𝑐0⁄ )2 𝑛 > 0 (𝑒𝑣𝑎𝑛𝑒𝑠𝑐𝑒𝑛𝑡) (3.17) 
The principle mode is TEM here, which is always propagated, onto which will be 
superposed TM modes at higher frequencies, as their cut-off frequencies allow as given 
below from references [47] [57].  
 
𝐻𝜑0(𝜌, 𝜙) ∼
𝐴
√𝑐𝑜𝑠ℎ2𝑢 − 𝑐𝑜𝑠2𝑣
=
𝐴
√𝜌2 − 𝜙2
 (3.18) 
 
𝐸𝜌0(𝜌, 𝜙)~𝐻𝜙0(𝜌, 𝜙)√
𝜇𝑡
𝜀𝑡
 (3.19) 
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where cosh 𝑢 = 𝜌 and cos 𝑣 = 𝜙 and 𝐴 is the amplitude of the magnetic field to be 
determined. 
When the field distribution around the probe aperture has been computed, the reflection 
coefficient is derived. This reflection coefficient originates from transmission-line 
theory and is defined in terms of a transmitted and reflected electric field which is 
formulated in terms of complex-valued, frequency dependent matrices. The device dealt 
with here is one port device.  
In terms of an elliptical aperture, in practice, the fabrication of an elliptic coaxial line is 
quite intricate, and a simple method to obtain the elliptic configuration such a needle is 
to bevel the open-end of a circular coaxial line [58] [59], as shown in Figure 3.1. The 
resulting aperture may be considered as a transition from circular to elliptic and the 
radiation aperture becomes elliptic as well. Although the cross-section of the open-
ended circular coaxial probe with bevel angle φ is elliptic, the inner and outer ellipses 
of the aperture of the probe do not coincide simultaneously with the commonly used 
elliptic coordinates [57]. To simplify the calculation, an assumption is made to lightly 
deform the outer ellipse so as to make it coincide with the elliptic coordinates [57] of 
the inner ellipse. The equal area principle, used to make the areas of the ellipses before 
and after deformation equal to each other, is used, i.e.: 
 𝑎2𝑏2 = 𝑎1𝑏1 = 𝑎1
2 cos𝜑 (3.20) 
where a1, b1, and a2 , b2 , are the major and minor semi-axis of the outer ellipse before 
and after deformation, respectively. For elliptic coordinates, from [57] it was found that: 
 𝐶2 = 𝑎2
2 − 𝑏2
2 = 𝑎0
2 − 𝑏0
2 = 𝑎0
2𝑠𝑖𝑛2𝜑 (3.21) 
Therefore, 
 𝐶 = 𝑎0 sin𝜑 (3.22) 
Equations (3.20) and (3.22) are solved for a2, and they give: 
 
𝑎2 = √
𝐶2 + √𝐶4 + 4𝑎1
4𝑐𝑜𝑠2𝜑
2
 (3.23) 
and so  b2 then can be found easily. 
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3.2.1.1 Experimental considerations for coaxial sensor and sample 
The dimensions of the coaxial line and the upper operation frequency are selected to 
permit propagation of the dominant 𝑇𝐸𝑀 mode only. As a result, only this mode can be 
used to excite the line and carry out the measurements. The discontinuity appearing at 
the plane of the aperture (i.e. 𝑧 = 𝐿 specified for the mathematical derivation) excites a 
reflected 𝑇𝐸𝑀 wave, which propagates back along the line, and a number of higher 
order modes, which are all evanescent as a result of the line dimensions and, therefore, 
decay rapidly along the line. The incident 𝑇𝐸𝑀 mode has no angular variation of the 
fields as previously mentioned (i.e. it is independent of 𝜙); the line and aperture are 
completely axially symmetrical for the flat aperture sensor. As a result, the higher order 
modes excited at the discontinuity can only be 𝑇𝑀 modes. In terms of the dimensions of 
object tested, they must be sufficiently large for the field to have decayed to negligible 
amplitude on the far sides, as in practice, fields decay fairly rapidly in the material away 
from the aperture according to transmission-line theory. 
 Numerical analysis 3.2.2
As the range of guiding structures becomes more complicated, the need for numerical 
analysis becomes greater and more demanding. The main objective of a numerical 
method is to solve a Partial Differential Equation (PDE) or Integral Equation on a 
discrete set of points of the solution domain, called discretisation. Unfortunately, the 
analytical solutions are not accurate owing to the assumption of homogeneity in those 
formulations, such as the use of an approximated approach to solve the singularity point 
in the equations [51] [60]. Several computational techniques have been developed to 
solve electromagnetic related problems not amenable to analytical or exact solutions. 
The most common techniques include the finite element method (FEM), the method of 
moment (MoM), and the finite difference time domain (FDTD). FEM is particularly 
advantageous for electromagnetic field problems, because of its applicability to 
waveguides with complex and arbitrary shape and material discontinuity, arbitrary 
refractive index profile, and even anisotropy [61] [62]. Recently, the finite element 
method has become a powerful tool throughout engineering applications for its 
flexibility and versatility, being used in complicated geometries, heat transfer, fluid 
flow, semiconductor, and electromagnetic problems where analytical solutions cannot 
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be obtained. Gabriel [63] showed that the finite element technique is well suited to the 
study of the fringing fields of coaxial probes. For the above reasons, the FEM method 
was chosen to analyse the electromagnetic field distribution around the sensor aperture 
by using EMPro simulator.  
3.2.2.1 Finite element formulation 
Finite element formulations are usually established via a variational or a Galerkin 
(method of moments or weighted residuals) approach. The latter is more flexible but 
when it is possible, it is advantageous to take a variational approach, especially when 
one global parameter (like propagation constant) is required [64].  
The two-dimensional scalar FEM was introduced by Gajda [65] to solve Laplace’s 
equation indirectly in the rotationally symmetric region of air-filled open-ended coaxial 
line. In addition, the capacitance expression obtained from scalar FEM is only satisfied 
at lower frequency. The vector FEM in High Frequency Structure Simulator (HFSS) 
was used by [66] to investigate the commercial coaxial probe but restricted to reflection 
properties of air. In this thesis, the application of FEM in Electromagnetic Professional 
simulator (EMPro) was extended to the determination of reflection coefficient of air and 
different samples by using flat and different needle-type open-ended probes. 
3.2.2.1.1 Finite element analysis of open-ended coaxial probe 
An open-ended coaxial probe consists of inner and outer conductors, with radii 𝑎 and 𝑏, 
respectively as shown in Figure 3.1. For any TM or TE wave, the partial difference 
equation (PDE) formulation is given by:  
 
∇⃗  × (
1
𝜀
∇⃗ × ?⃗? ) − 𝑘𝑜
2 𝜇 𝐻⃗⃗  ⃗= 0 (3.24) 
 
∇ × (
1
𝜇𝑟
∇ × 𝐸(𝑥, 𝑦, 𝑧)) − 𝑘𝑜
2𝜀𝐸 = 0 (3.25) 
where 𝜀 = 𝜀𝑂𝜀𝑟 is the permittivity of material. For open coaxial line, magnitude field ?⃗?  
is a function of 𝜌 and 𝑧, but independent of 𝜙, thus: 
 
−
𝜕
𝜕𝜌
(
1
𝜀 𝜌
𝜕
𝜕𝜌
(𝜌𝐻𝜙)) −
1
𝜀
𝜕2
𝜕𝑧2
𝐻𝜙 − 𝜇 𝑘𝑜
2𝐻𝜙 = 0  (3.26) 
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The first order of differential argument in (3.26) can be represented by electric field 
components [51]: 
 
−𝑗𝜔𝐸𝑧 = −
1
𝜀 𝜌
𝜌
𝜕𝜌
(𝜌𝐻𝜙) (3.27) 
 
−𝑗𝜔𝐸𝜌 = −
1
𝜀 
𝜕
𝜕𝑧
(𝐻𝜙) (3.28) 
To avoid singularities at the axis (𝜌 = 0) of rotation, a dependent variable 𝑈 has been 
inserted, defined as the angular component of the magnetic field divided by the radial 
space coordinate 𝜌. 
 
𝑈 =
𝐻𝜙
𝜌
 (3.29) 
Substituting this into (3.26) leads to: 
 
−
𝜕
𝜕𝜌
(
𝜌
𝜀
𝜕𝑈
𝜕𝜌
+
2𝑈
𝜀
) −
𝜌
𝜀
𝜕2𝑈
𝜕𝑧2
− 𝜌𝜇𝑘𝑜
2𝑈 = 0 (3.30) 
The potential 𝑘 th, is approximated by  trial function 𝑈(𝑘) with constant coefficients in 
each element of the discretization process, such that [67] [68] : 
 
𝑈(𝑘) = ∑𝑈𝑗
(𝑘)𝛼𝑗
𝑁
𝑗=1
 (3.31) 
where 𝑈𝑗
(𝑘)
 are the potentials at vertex 𝑗, which remain to be determined, 𝛼𝑗 are the real-
valued linear interpolation functions (as shape functions of coordinates  𝜌 and 𝑧). 
𝑁 represents the number of nodes, which is defining the 𝑘th element. 
Using the weighted residual techniques, the (3.31) is substituted into the governing 
equation (3.30), whereby multiplying the result by αi and integrating over the area of 
the element, gives: 
 
∑𝑈𝑗
(𝑘) ∬[−
𝜕
𝜕𝜌
(
𝜌
𝜀
𝜕𝛼𝑗
𝜕𝜌
+
2𝛼𝑗
𝜀
) −
𝜌
𝜀
𝜕2𝛼𝑗
𝜕𝑧2
− 𝜌𝜇𝑘𝑜
2𝛼𝑗] 𝛼𝑖𝑑𝜌𝑑𝑧 = 0
.
(𝑘)
𝑁
𝑗=1
 (3.32) 
Equation (3.32) was simplified to yield from [68]: 
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= ∮𝑗𝜔𝐸𝑡𝑎𝑛
(𝑘)𝛼𝑖𝑑𝑙
.
(𝑘)
 (3.33) 
where 𝑙 is the path of integration, that follows the perimeter of 𝑘𝑡ℎ element in a counter 
clockwise direction. The fields were integrated to get an average for the whole sensor 
boundary; therefore, the field needs to be multiplied by 2𝜋𝜌 while integrating. Finally, 
Galerkin’s principle for nodal finite elements is implemented in FEM for transformation 
of (3.33) to equivalent systems of algebraic equations.  
3.2.2.1.2 Boundary conditions 
The azimuthal magnetic field in a coaxial line is assumed to be that of a 𝑇𝐸𝑀 wave, 
 
𝐻𝜙 =
1
𝜌
𝑒−𝑗𝑘𝑜𝑧 (3.34) 
Equation (3.34) is applied to the excitation boundary of the coaxial line with the phase 
factor, 𝑒−𝑗𝑘𝑜𝑧 assumed equal to 1. One of the open-ended coaxial probes used in this 
thesis has an inner radius, a = 0.255 mm and an outer radius, 𝑏 =  0.84 mm. The inner 
of the coaxial line is made of copper, surrounded by PTFE or Teflon (𝜀𝑟 = 2.05) as a 
dielectric, while the external medium of the coaxial aperture probe is air (𝜀𝑟 = 1) or a 
lossy material. All conductors of coaxial probe are assumed perfect electric conductor 
(PEC). Consequently, the continuity boundary conditions for tangential component of 
the electric field are applied and imposed at a border of conductors. 
 ?̂?  ×  ?⃗? = 0 (3.35) 
At the outer boundary, the continuity boundary condition (PEC) sets the tangential 
component of the electric field, 𝐸𝑧 to zero. Generally, the low reflecting or so-called 
radiation boundary is based on the difference between the total field and the field of the 
incident wave. For coaxial antenna or radiator, the relationship between ?⃗?  and ?⃗?  at the 
scattering region is expressed as [68]: 
 
?⃗? =
?̂?𝑧 × ?⃗? 
𝜂
 (3.36) 
The unit vector ?̂?𝑧 points in the direction of propagation, while 𝜂 is the complex 
intrinsic impedance of the medium.  
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𝜂 = √
𝑗𝜔𝜇
𝜎 + 𝑗𝜔𝜀
 (3.37) 
where σ is conductivity of the medium. Hence (3.36) becomes: 
 ?̂?𝑧 × √𝜀?⃗? = −2√𝜇𝐻𝑜𝑧 + √𝜇𝐻𝑧 (3.38) 
 ≈ −√𝜇𝐻𝜙 (3.39) 
where 𝐸𝑡𝑎𝑛 = ?̂?𝑧 × ?⃗?  and  𝜎 = 0  for the lossless material. Substituting (3.29) into 
(3.39), yields: 
 
𝐸𝜌−𝑡𝑎𝑛 = −(√𝜇 𝜀⁄ )𝜌
𝐻𝜙
𝜌
   (3.40) 
 = −(√𝜇 𝜀⁄ )𝜌𝑈  (3.41) 
Subsequently, the trial function (3.31) is substituted for 𝑈 and the integral on right-hand 
side of (3.33) is written as: 
 
∮𝐸𝑡𝑎𝑛
(𝑘)𝛼𝑖𝑑𝑙 = − ∮[(√𝜇 𝜀⁄ )
(𝑘)
∑𝑈𝑗
(𝑘)𝛼𝑗
𝑁
𝑗=1
] 𝛼𝑖𝑑𝑙
.
(𝑘)
.
(𝑘)
 (3.42) 
 
= −∑𝑈𝑗
(𝑘) ∮𝛼𝑗 [(√𝜇 𝜀⁄ )
(𝑘)
] 𝛼𝑖𝑑𝑙
.
(𝑘)
𝑁
𝑗=1
 (3.43) 
The axial symmetry boundary condition is along the z-axis. At the symmetry axis, the 
tangential part of the magnetic field may vanish and the meridional fields must satisfy 
the conditions. 
 𝐸𝜌 = 0 (3.44) 
 𝜕𝐸𝑧
𝜕𝜌
= 0 (3.45) 
An electromagnetic wave having its direction of propagation along the coaxial cable is 
introduced, imposing port type boundary conditions on the one end of the cylinder that 
models the coaxial probe. On the input port an excitation wave is imposed having an 
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incident power of 1mW, for example, for diagnosis part. In order to compute the 
scattering parameters the following relations in terms of power have been used: 
 
 
𝑆11 = √
𝑃𝑜𝑤𝑒𝑟 𝑟𝑒𝑓𝑙𝑒𝑐𝑡𝑒𝑑
𝑃𝑜𝑤𝑒𝑟 𝑖𝑛𝑐𝑖𝑑𝑒𝑛𝑡
 (3.46) 
The magnetic field, 𝐻𝜙 at each radius point on the excitation boundary can be written in 
terms of reflection coefficient, S11 
 𝐻𝜙 = 𝐻𝜙_𝑖𝑛(1 − 𝑆11) (3.47) 
 
=
1
𝜌
(1 − S11) (3.48) 
where 𝐻𝜙_𝑖𝑛 is the incident magnetic field on the excitation boundary. From (3.47), the 
reflection coefficient, Γ ( or 𝑆11 ) can be deduced as : 
 
𝑆11 =
𝐻𝜙_𝑖𝑛 − 𝐻𝜙
𝐻𝜙_𝑖𝑛
 (3.49) 
The aperture reflection coefficient, S11𝐴 at 𝑧 = 𝑙 plane (aperture probe) with respect to 
S11 at 𝑧 = 0  (excitation plane) is defined as: 
 S11𝐴 = S11𝑒
2 𝑗𝑘𝑐𝑙 (3.50) 
where 𝑘𝑐 is the propagation constant of the coaxial probe. 𝑙 is equal to 20 mm as 
illustrated in Figure 3.19. 
3.2.2.1.3 FEM Simulator of EMPro 
EMPro is a generic finite element method solver based on custom partial differential 
equations (PDE). The FEM Simulator within EMPro provides a complete solution for 
electromagnetic simulation of arbitrarily-shaped and passive three-dimensional 
structures. The basic solving procedure in EMPro includes geometric modelling, 
physical modelling, mesh generation, FEM matrix assembly, matrix solving and post 
processing. A mesh is a pattern of tetrahedra that is applied to a design in order to 
discretize the design into small elements as in Figure 3.2. The basic mesh needs refining 
particularly in the regions of high field gradient. Thereafter, the mesh generator works 
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out the numbering and coordinates of each node and the geometry of each element for 
the given order. A simulation setting up by specifying the parameters of a frequency 
plan, such as the frequency range of the simulation, the sweep type (i.e. Adaptive, 
Logarithmic, Linear or Single sweep), and in addition, selection of the solution method 
(i.e. direct or iterative method). When the setup is complete, the simulation can be run. 
The simulation process uses the mesh pattern, and the electric fields in the design are 
calculated. S-parameters are then computed based on the electric fields. If the adaptive 
frequency sample sweep type is chosen, fast and accurate simulation is generated, based 
on a rational fit model. The following wave equation is solved by EMPro to calculate 
the full 3D field solution [45]: 
 
∇ × (
1
𝜇𝑟
∇ × 𝐸(𝑥, 𝑦, 𝑧)) − 𝑘𝑜
2𝜀𝑟𝑐𝐸 = 0 (3.51) 
where 𝜇𝑟 is the complex relative permeability, 𝜀𝑟𝑐 is the complex relative permittivity, 
𝐸(𝑥, 𝑦, 𝑧) is a complex vector representing an oscillating electric field and  𝑘𝑜 is the free 
space phase constant (𝑘𝑜
2 = 𝜔2𝜇𝑜𝜀𝑜).  
The geometry of the measurement system is symmetrical with respect to the centre axis 
of the probe. For excitation, a wave with unit amplitude at broadband frequencies 
(0.1 to 3 GHz) is applied between the inner- and outer-conductor of the probe. The 
incident wave which propagates to the probe surface was made by exciting 𝐸𝜌and 𝐻𝜙 on 
the line of length  𝐿 = 20 𝑚𝑚. 
The three dimensional electromagnetic structures of the open-ended flat and elliptical-
aperture coaxial probe shown in Figure 3.2 are considered. The results computed by 
EMPro software are illustrated in the next section for different materials. 
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3.2.2.1.4 Simulation performance 
The EMPro runtime is essentially dependent on the refined mesh number, in addition to 
computer resources. The simulation was implemented using EMPro (2013.07) on a PC 
with a 3.50 GHz Intel(R) Core ™ i7-3770K, 4 Cores, 8 Logical processors. Different 
configurations were simulated using EMPro software in advance of probe fabrication. 
The main objective of these simulations was to find an optimum set of conditions for 
each probe which could be used in the performance analysis of the probes with 
unknown permittivity values. Previously, many sensor types based on the reflection 
coefficient have been fabricated, which are highly sensitive to the presence of the 
dielectric properties of the high-permittivity liquids or human tissue [26, 69]. However, 
these sensors have limited accuracy, particularly with low permittivity values [70]. For 
example, a flanged coaxial probe with larger dimensions radiating into a material was 
presented in [71]. This was used for achieving high sensitivity to measure materials 
with a low dielectric constant at low microwave frequencies, since no distinction can be 
made between the phase and amplitude characteristics of the reflection coefficient for 
different values of the dielectric constant with probes of small dimensions. It is thus 
𝜑 = 0° 
𝜑 = 80° 
 
Figure 3.2: A pattern of tetrahedral mesh of probe aperture. 
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clearly proven that a probe with larger dimensions drastically improves measurement 
accuracy for low permittivity materials at frequencies up to 1.5 GHz. 
3.2.2.1.5 Electromagnetic field distribution around the aperture 
 
 
 
 
 
 
 
 
 
 
 
 
 
Results are given in Figure 3.3 (a) and Figure 3.3 (b) using EMPro. Figure 3.3 (a) shows 
the simulated electric field map in the aperture plane of an open-ended, flat (φ=0°) 
coaxial probe. The same technique was used to generate the same plots for different 
elliptical apertures, an example of which is shown in Figure 3.3 (b). The field 
distribution around the probe surface has been computed to derive the reflection 
coefficient. The electric fields concentrate on the edge of the inner conductor. Judging 
from the probe structure, field concentration at the outer edge of the inner conductor is 
high, so mesh cells should be made finer in this region to compute the field distribution 
accurately; for example, 12401 and 15575 tetrahedra are needed for flat and needle-type 
aperture probes, respectively, as illustrated in Figure 3.2. The fringe fields of the probe 
aperture are perturbed by the introduction of small material samples. The dielectric 
samples are placed in front of the aperture, a region of high electric field. This generally 
leads to an increased phase and reduced magnitude of the reflection coefficient that can 
be related to the complex relative permittivity of the material under test. Figure 3.4 
shows schematically the changes in complex reflection coefficient when it is terminated 
with a lossy sample, which covers the aperture with no gap (in this case water as an 
(a) 
+3 
0 
1.378e
0 
4.104e+3 V/m 1.378e+4 V/m 
0 0 
(b) 
Figure 3.3: Electric field distribution around the probe aperture, 
at 0.1 GHz, a) φ = 0°, b) φ = 80° with air sample. 𝐚 =
𝟎.𝟐𝟓𝟓 𝐦𝐦,𝐛 = 𝟎.𝟖𝟒 𝐦𝐦, 𝐚𝐧𝐝 𝐥 = 𝟐𝟎 𝐦𝐦. 
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illustration). 
 
 
Figure 3.4: Typical response of power reflection of open-ended coaxial sensor with and without sample 
(in this case, a water), 0.1 - 3 GHz. 
3.2.2.1.6 The analysis of probes with lossless and lossy media 
In order to study the performance of the sensors and test their sensitivity at low 
microwave frequencies, simulation of various probe aperture shapes with known 
permittivity was analysed. Each probe was modelled over a variety of frequencies, 
while the sample permittivity, 𝜀𝑚 , was varied from 1 to 100 in each case to simulate the 
range of dielectric parameters that could be encountered by the frequency. A lossless 
medium is one whose dielectric constant is purely real. 
In Figure 3.5 the medium in contact with the probe was assumed to have a real 
permittivity (𝜀′ = 𝑐𝑜𝑛𝑠𝑡𝑎𝑛𝑡, 𝜀′′ = 0) . The reflection coefficient plotted as a function 
of 𝜀′ is illustrated for different probe apertures at 0.1 and 1 GHz. From the results of 
both frequencies, the values obtained for the magnitude and phase of the reflection 
coefficient with varying real permittivity validate the theory for the open-ended coaxial 
probe outlined in the previous section. As a result of increasing the cut angle of the 
aperture, (i.e. an increased sensing area), subsequently, the sensitivity noticeably 
becomes enhanced, as indicated in Table 3-1 and Table 3-2. In order to set a value of εm 
for the sensitivity test, examination of the results in Figure 3.5 suggests εm should be 
greater than or equal to 3.  
  Air 
Water 
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Figure 3.5: Simulated reflection coefficient of different probe aperture models with real permittivity 
sample, a) the magnitude, b) the phase at 0.1 and 1 GHz. 
The sensitivity is higher at higher frequency 𝑓 owing to a greater value of  
𝑑|𝑆11|
𝑑𝑓
 as 
shown in Table 3-1 and Table 3-2 when frequency increases by ratio of 10. 
Table 3-1 Relative sensitivity (%) of probes at 0.1GHz to 𝝋 = 𝟎° in case of real permittivity. 
0.1GHz 
𝜺𝒎 
𝝋 = 𝟐𝟐. 𝟓° 𝝋 = 𝟒𝟓° 𝝋 = 𝟔𝟕. 𝟓° 𝝋 = 𝟖𝟎° 
|𝑺𝟏𝟏| 
% 
𝑷𝒉𝒂𝒔𝒆 
% 
|𝑺𝟏𝟏| 
% 
𝑷𝒉𝒂𝒔𝒆 
% 
|𝑺𝟏𝟏| 
% 
𝑷𝒉𝒂𝒔𝒆 
% 
|𝑺𝟏𝟏| 
% 
𝑷𝒉𝒂𝒔𝒆 
% 
3 0.000028 0.02 0.000062 0.02 0.000215 0.75 0.000544 2.07 
10 0.000089 0.09 0.00016 0.8 0.00061 3.86 0.0017 11.23 
50 0.00022 0.27 0.000535 4.17 0.00114 16.5 0.0036 48.24 
100 0.00033 0.4 0.000646 6.98 0.0017 26.55 0.00599 78.86 
 
 
 
(a) (b) 
40 
 
Table 3-2 Relative sensitivity (%) of probes at 1GHz to 𝝋 = 𝟎° in case of real permittivity. 
1GHz 
𝛆𝐦 
𝜑 = 22.5° 𝜑 = 45° 𝜑 = 67.5° 𝜑 = 80° 
|𝑺𝟏𝟏| 
% 
𝑷𝒉𝒂𝒔𝒆 
% 
|𝑺𝟏𝟏| 
% 
𝑷𝒉𝒂𝒔𝒆 
% 
|𝑺𝟏𝟏| 
% 
𝑷𝒉𝒂𝒔𝒆 
% 
|𝑺𝟏𝟏| 
% 
𝑷𝒉𝒂𝒔𝒆 
% 
3 0.00063 0.04 0.0032 0.3 0.02 0.92 0.03 3.38 
10 0.00414 0.11 0.01 1.1 0.03 3.82 0.07 12.75 
50 0.01 0.33 0.02 4.23 0.09 15.32 0.24 45.44 
100 0.015 0.49 0.04 6.33 0.15 21.76 0.33 56.87 
 
3.2.2.1.7 Probes sensitivity examination by the EMPro 
A three-dimensional geometry of the bevelled coaxial probes was implemented in 
EMPro for detailed examination of the ability to distinguish the contrast of dielectric 
properties between different layers. The sensitivity test as a function of microwave 
frequency, cut angle of probe aperture and permittivity is accomplished numerically.  
- As a function of aperture cut angle φ, sample permittivity 
The results of Figure 3.6 (a) and (b) were obtained by simulations using φ = 0° and φ = 
80° probes. There is an obvious greater contrast in │S11│ with dielectric constant when 
using the φ = 80° probe. The contrast with air is distinct even for materials with low 
dielectric constants such as hexane (εr = 1.89), as illustrated in Figure 3.6 (b). 
Additionally, Figure 3.7, Figure 3.8, and Figure 3.9 show the effects of aperture angle, 
frequency and lossless medium on sensitivity measurements as the sensor is inserted 
and move forward from air to material (i.e. two layers), and 0 mm distance is the 
interface region between the two layers as illustrated in Figure 3.10. 
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Figure 3.6: (a) Simulated comparison of the amplitude of the reflection coefficient for 𝝋 =
𝟎°𝒂𝒏𝒅 𝟖𝟎°with several values of the dielectric constant. (b) Simulated comparison of the |S11| for air and 
hexane. 
 
 
Figure 3.7: Simulated reflection coefficient of probe aperture  𝝋 = 𝟎° & 𝟖𝟎° models with distance 
through two layers with 𝜺′ = 𝟏 𝒂𝒏𝒅 𝟑, a) the magnitude, b) the phase at 0.1 GHz. 
 
 
Figure 3.8: Simulated reflection coefficient of needle probes with aperture angles 𝜑 = 0° and 22.5°, 
plotted as a function of distance between two layers with ε′ = 1 and 10, a) the magnitude, b) the phase at 
3 GHz. 
(a) (b) 
(b) (a) 
 𝝋 = 𝟎° 
 𝝋 = 𝟖𝟎° 
 
 𝜺𝒓 = 𝟐. 𝟏 
 𝜺𝒓 = 𝟑 
 𝜺𝒓 = 𝟒 
 𝜺𝒓 = 𝟓 
 
 Air 
 Hexane 
 
 𝝋 = 𝟖𝟎° 
 𝝋 = 𝟎° 
 
(a) (b) 
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Figure 3.9: Simulated reflection coefficient with distance through two layers with 𝜺′ = 𝟏, 𝒂𝒏𝒅 𝜺′ =
𝟑, 𝟏𝟎, 𝟏𝟎𝟎, a) the magnitude, b) the phase at 3 GHz. 
 
 
 
 
 
 
 
 
A solution of the scattering from the open end of a coaxial line in contact with a lossy 
dielectric was presented by Mosig et al. [55]. In case of lossy media (𝜀′′ ≠ 0). If the 
electric field 𝐸 is expressed as the gradient of a scalar potential ∇𝜙: 
 𝐸 = −∇𝜙 (3.52) 
then for the case of a harmonic field, Ampère's Law will be: 
 ∇ × 𝐻 = −(𝜎 + 𝑗𝜀 ∗ 𝜔) ∇𝜙 (3.53) 
Here 𝐻 is the magnetic field, 𝜎 the conductivity, 𝜀 the permittivity and 𝜔 is the angular 
frequency. Taking the divergence of the above equation gives: 
 (𝜎 + 𝑗𝜀𝜔) ∇2𝜙 = 0 (3.54) 
(a) (b) 
Air 𝜀𝑟 > 1 
Distance=0mm 
Figure 3.10: Diagram describes the two layers with interface region that presents 0mm distance. 
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(a) (b) 
𝝋 = 0° 
 
𝝋
  
which can be solved using finite element techniques to define the electric field 
penetration. In Figure 3.11 the medium in contact with the probe was assumed to be 
lossy with 𝜀′ = 76.7 and 𝜀′′ = 11.18. 
 
Figure 3.11: Simulated reflection coefficient of probe aperture with  𝝋 = 𝟎° with distance through two 
layers with 𝜺′ = 𝟏 𝒂𝒏𝒅  𝜺∗ = 𝟕𝟔. 𝟕𝟐𝟕𝟑 − 𝒊𝟏𝟏. 𝟏𝟖𝟔𝟗, a) the magnitude, b) the phase at 3 GHz. 
 Human tissue phantom 
 
 
 
 
 
 
 
 
Figure 3.13: Simulated phase of reflection coefficient for probe aperture with 𝛗 = 𝟎° with distance 
through two layers with 𝐩𝐡𝐚𝐧𝐭𝐨𝐦 𝐨𝐟 𝐟𝐚𝐭 𝐚𝐧𝐝  𝐦𝐮𝐬𝐜𝐥𝐞 𝐡𝐮𝐦𝐚𝐧 𝐭𝐢𝐬𝐬𝐮𝐞𝐬, a) at 0.1 and 1 GHz, b) at 0.3 
and 3 GHz. 
(a) (b) 
𝝋 = 0° 
 
Figure 3.12: Simulated magnitude of reflection coefficient for probe aperture 
with φ = 0° with distance through two layers with fat and  muscle tissues, at 
0.1, 0.3, 1, and 3 GHz. 
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Figure 3.15: Simulated phase of reflection coefficient of probe aperture  φ = 22.5° models with distance 
through two layers with phantom of fat and  muscle human tissues, a) at 0.1 and 1 GHz, b) at 0.3 & 3 
GHz. 
 
Figure 3.16: Simulated reflection coefficient of probe aperture  φ = 80° models with distance through 
two layers with phantom of fat and  muscle human tissues , a) the magnitude, b) the phase at 0.1 and 1 
GHz. 
(a) (b) 
𝝋
  
𝝋
  
(b) (a) 
𝝋
  
𝝋
  
𝝋
  
Figure 3.14: Simulated magnitude of reflection coefficient of probe 
aperture φ = 22.5° models with distance through two layers 
with fat and  muscle tissues, at 0.1, 0.3, 1 and 3 GHz. 
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Figure 3.17: The Simulated magnitude reflection coefficient of probe aperture φ = 0°, φ = 22.5° and 
φ = 80° models with distance through two layers with phantom of fat and  muscle human tissues , a) 
0.1GHz, b) 1 GHz. 
 
Figure 3.18: The Simulated phase reflection coefficient of probe aperture 𝛗 = 𝟎°,𝛗 = 𝟐𝟐. 𝟓° and 
𝛗 = 𝟖𝟎° models with distance through two layers with 𝐩𝐡𝐚𝐧𝐭𝐨𝐦 𝐨𝐟 𝐟𝐚𝐭 𝐚𝐧𝐝  𝐦𝐮𝐬𝐜𝐥𝐞 𝐡𝐮𝐦𝐚𝐧 𝐭𝐢𝐬𝐬𝐮𝐞𝐬 
, a) 0.1GHz, b) 1 GHz. 
Table 3-3 Relative sensitivity percentage of 𝝋 = 𝟎°,  at 0.3, 1, and 3GHz. 
𝛗 = 𝟎°, 𝒇 = 𝟎. 𝟏 𝑮𝑯𝒛 𝒂𝒔 𝒓𝒆𝒇𝒆𝒓𝒆𝒏𝒄𝒆 
𝒇(𝑮𝑯𝒛) 
𝑓 = 0.3𝐺𝐻𝑧 𝑓 = 1𝐺𝐻𝑧 𝑓 = 3𝐺𝐻𝑧 
|𝑺𝟏𝟏|  
% 
𝑷𝒉𝒂𝒔𝒆 
 % 
|𝑺𝟏𝟏| 
 % 
𝑷𝒉𝒂𝒔𝒆  
% 
|𝑺𝟏𝟏|  
% 
𝑷𝒉𝒂𝒔𝒆 
 % 
Fat 0.13 198.28 0.71 887.69 4.06 2838.74 
Muscle 0.92 190.41 2.92 846.66 12.21 2629.01 
 
Table 3-4 Sensitivity percentage of 𝝋 = 𝟐𝟐. 𝟓°,  at 0.3, 1, and 3GHz.  
𝛗 = 𝟐𝟐. 𝟓°, 𝒇 = 𝟎. 𝟏 𝑮𝑯𝒛 𝒂𝒔 𝒓𝒆𝒇𝒆𝒓𝒆𝒏𝒄𝒆 
𝒇(𝑮𝑯𝒛) 𝑓 = 0.3𝐺𝐻𝑧 𝑓 = 1𝐺𝐻𝑧 𝑓 = 3𝐺𝐻𝑧 
|𝑺𝟏𝟏|  
% 
𝑷𝒉𝒂𝒔𝒆  
% 
|𝑺𝟏𝟏|  
% 
𝑷𝒉𝒂𝒔𝒆  
% 
|𝑺𝟏𝟏|  
% 
𝑷𝒉𝒂𝒔𝒆 
 % 
Fat 0.17 198.22 0.72 887.5 4.19 2839.83 
Muscle 1.08 189.28 2.99 845.03 12.33 2615.32 
(a) (b) 
(a) (b) 
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Table 3-5 Sensitivity percentage of 𝝋 = 𝟖𝟎°,  at 1GHz. 
 
 
 
 
 
 
 Experiment 3.3
 Probe design and feasibility analysis 3.3.1
In this method, the sample is placed against an aperture of the sensor and its reflection 
coefficient is simply measured. The complex permittivity of the material is then 
calculated using an equivalent admittance model of the coaxial sensor [72]. The 
schematic diagram of the needle-type open ended coaxial sensors used in the 
experiments is shown in Figure 3.19. Critical studies of open ended coaxial sensor have 
been discussed by Grant [69] . However, his paper did not thoroughly discuss the 
electric field distribution inside the coaxial line. 
- Configuration and dimensions coaxial sensor 
In this thesis, an open-ended coaxial probe has been constructed from a semirigid 50 Ω 
coaxial cable (RG405), which is available commercially, and fabricated to measure the 
reflection coefficient. Figure 3.20 shows the side sectional view of the fabricated 
coaxial probes. The aperture of coaxial probe has an inner diameter 2a = 0.51 mm, 
dielectric (Teflon) diameter 2b = 1.68 mm and outer conductor diameter 2.21 mm. The 
side sectional view shows the cut angle 𝜑 and length 𝐿 = 20 𝑚𝑚 semi-rigid coaxial 
cable equipped with a female-type SMA plug connector. The permittivity of the cable 
section was taken to be 2.05. Typically, the coaxial cable was machined flat and 
polished to form an open surface end. Then, four different elliptical cut apertures with 
22.5
o
, 45
o
, 67.5
o
 and 80
o
 degrees were fabricated to resemble the sharp end of a needle, 
as shown in Figure 3.19. 
 
𝛗 = 𝟖𝟎°, 
𝒇 = 𝟎. 𝟏 𝑮𝑯𝒛 𝒂𝒔 𝒓𝒆𝒇𝒆𝒓𝒆𝒏𝒄𝒆 
𝒇(𝑮𝑯𝒛) 
𝑓 = 1𝐺𝐻𝑧 
|𝑺𝟏𝟏|  
% 
𝑷𝒉𝒂𝒔𝒆 
 % 
Fat 2.23 881.24 
Muscle 2.06 789.43 
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Figure 3.19: Open-ended coaxial probes with different apertures. 
 
Figure 3.20: The side sectional view and front sectional view. 
 Experimental set-up 3.4
The experimental setup that was used during the research is shown in Figure 3.21 and 
Figure 3.22. It comprises five needle-type coaxial probes, with different ending angles, 
0° (flat), 22.5°, 45°, 67.5°, and 80°. An Agilent PNA-L network analyser (N5232A) 
incorporating its own scattering parameter test set with frequency range between 300 
𝑨𝑨′, z=0 
𝒛 = 𝒍 = 𝟐𝟎𝒎𝒎 
𝜑 = 80° 
Equal centre length 
𝜑 = 67.5° 𝜑 = 45
° 𝜑 = 22.5° 𝜑 = 0° 
Copper 
Copper 
PTFE 
2.21 mm 
1.68 mm 
0.51 mm 
𝑩𝑩′ 
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KHz and 20 GHz, was used for measuring both amplitude and phase of S11. A computer 
running a bespoke Labview program was used to control the measurements. The 
frequency range of the measurements was 100 MHz – 3 GHz with a 3 MHz step (1000 
points). The calibration of the network analyser was done by the standard Agilent 
85052D calibration kit using the SOLT technique to the plane of the SMA connector, as 
shown by the dashed line at the SMA connector in Figure 3.22. The measurement 
system used here to measure the reflection of various dielectric materials consisted of 
two different parts. The first part is used to measure the complex relative reflection 
coefficient of different samples with the use of probes of different aperture shapes, and 
to compare with the results obtained by simulation. 
 
 
 
Figure 3.21: Photograph of the microwave sensors. 
𝜑 = 80° 𝜑 = 67.5° 𝜑 = 45° 𝜑 = 22.5° 𝜑 = 0° 
49 
 
 
Figure 3.22: Photograph of measurement set-up connected to microwave performance network analyser 
(PNA). 
The second part aims to examine the sensitivity of each aperture to stratified layers. 
Consequently, the effects of the cut angle of the elliptical aperture have been studied 
and reported numerically and experimentally. In this measurement setup, 2 T-
LSM050A motorized stages shown in Figure 3.23, with 50 mm travel per axis, were 
utilized. The two stages can be bolted together in whatever configuration is required. In 
this research purpose, they were configured as an XZ system. Adapter plates for fixing 
the sensor and horizontal platform for a sample’s holder were machined.  The resolution 
of these stages is 0.048µm and repeatability is < 1µm, which is more than acceptable for 
our application. Both stages can be controlled simultaneously by the Labview program. 
In addition, a specific holder was customized for the measurement of a selected sample. 
The customized holder was made from a PTFE material with different sizes which were 
mounted on nylon platform. The probe has a movable platform which was mounted on a 
very precise stand, as shown in Figure 3.22. A sample was placed into a holder at the 
centre of the platform. The sample was placed on a nylon platform, and moved forward 
to the aperture of the coaxial probe by using a thumb screw, or is controlled 
automatically by the stage. The cut angle surface of the probe was used as a probe guide 
to ensure that the probe aperture was fully immersed in the sample. 
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 Reflection coefficient measurement with constant distance 
In this section, the complex reflection coefficients of water, methanol, acetone, ethanol, 
and chloroform are presented experimentally over the frequency range of 0.1 to 3 GHz 
by using the flat and different needle-type coaxial probes. Then, air measurements were 
taken for each probe and followed by the probe immersed fully in each liquid. Each 
sample was immersed and measured three separate times with standard deviations 
across the samples obtained at each measured frequency. The stimulus had a 1000 point 
linear sweep between 0.1–3 GHz, an IF Bandwidth of 1kHz, input power of 0 dBm and 
32 times averaging. Consequently, the random systematic errors associated with the 
reflection coefficient are very low. The sample was left on the probe tip to settle for 2 
minutes with averaging restarted prior to the measurement. For the careful measurement 
of the reflection coefficient of samples, it was noticed that the probe should not move at 
all during the measurement and the position of the probe also should be the same for 
different samples.  
Sample holder  
2 T-LSM050A 
motorized stages 
Microwave sensor  
 
Figure 3.23: 2 T-LSM050A motorized stages. 
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Figure 3.24 shows in sequence the relative complex reflection coefficient at the aperture 
for water, methanol, acetone, ethanol, and chloroform. Those results show a good match 
between simulated and measurement results. In each case the experiment should follow 
a systematic procedure that will enhance the reproducibility of the results. This may be 
outlined as follows: The calibration process was carried out after the network analyzer 
had an initial warm up period of approximately an hour. The measurements were 
repeated three times with three different probes which have same aperture angle, for 
each probe using the same procedures. Several runs for each probe with the same 
sample were taken to allow the deviation of results to be examined. The measurement in 
all figures incorporate a systematic error due to multiple reflections by the uncalibrated 
probe connector, the effects of which cause the measured reflection coefficient to 
oscillate about the actual value, this effect becoming more apparent at high frequencies. 
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Water 
(a) (b) 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 Reflection coefficient of two layers with distance sweep 
In order to test the relative merits of each probe, experiment and simulation distance 
sweeps of 10 µm steps were performed with air as the first layer followed by beef fat as 
the second layer, considered to have a very low permittivity. 
Methanol 
  𝝋 = 𝟖𝟎° 
 𝝋 = 𝟔𝟕. 𝟓° 
 𝝋 = 𝟒𝟓° 
 𝝋 = 𝟐𝟐. 𝟓° 
 𝝋 = 𝟎° 
Ethanol Acetone 
Chloroform 
 
Figure 3.24: Simulated (dashed line) and measured (solid line) relative complex reflection coefficients 
resulting by different probe apertures at 0.1 to 3 GHz of, a) Water, b) Methanol, c) Acetone, d) Ethanol, 
and e) Chloroform. 
(c) (d) 
(e) 
Water 
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Figure 3.25: Simulated (orange line) and measured (blue line) , a-│S11│, b- Phase at probe aperture φ 
=0°, φ =22.5°, φ =45°, and φ =80° with distance sweep through two layers of air and beef fat, at 0.1 GHz. 
(a) (b) 
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Figure 3.26: Simulated (orange line) and measured (blue line) c-│S11│, d- Phase at probe aperture φ =0°, 
φ =22.5°, φ =45°, and φ =80° with distance sweep through two layers of air and beef fat, at 1 GHz. 
(c) (d) 
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 Results and Discussion 3.5
The open end of the coaxial line was terminated by different samples with different 
values of complex permittivity and relaxation times, in line with those used in the 
simulations. Thus, the fringing field (over the sensing area ≈ 𝜋b2) [73] from the coaxial 
probe aperture was sufficiently covered by the sample. This can be applied based on the 
principle that the different signals are reflected from the terminal surface of the sample 
at the coaxial aperture. Figure 3.6 (a) suggests that |S11 | varies with the microwave 
frequency and real permittivity for all probes over frequency range 0.1 to 3 GHz. 
Furthermore, the results assure the validity of improved sensitivity for the needle-type, 
open-ended coaxial probe and have sufficient accuracy for the measurement of low 
permittivity materials such as hexane at low microwave frequencies.  
Figure 3.24 shows the comparison between relative complex reflection coefficients of 
different samples predicted by FEM with the measured data. The values of complex 
reflection coefficient given in Figure 3.24 are normalized to the free-space complex 
reflection coefficient S11air to eliminate the additional phase change due to the electrical 
length of the probe itself. There are small differences in the values of reflection 
coefficient from the simulation and measurement results, but are mainly caused by the 
measurement uncertainties of the dimensions of the sensor aperture in terms of flatness, 
some very small air bubbles in the liquid samples, the problem in the calibration of the 
tip of the probe and the relative permittivity of the material, as well as fluctuations in 
the ambient temperature. Fluctuations in the |S11| and phase were less than 5% of their 
average value.  
As the complex permittivity decreases, the relative complex reflection coefficient 
increases subsequently. The complex reflection coefficient curves obtained from the 
needle probes are very interesting for all samples. The liquid materials that were tested 
in this research have all been studied previously and their dielectric behaviour is well 
documented. Values of the Debye parameters for these solvents at an ambient 
temperature of 25 ºC were taken from [74-76]. For methanol, the sensitivity in |S11| and 
phase parts of the relative complex reflection coefficient becomes significant as the 
aperture angle and frequency increases gradually in comparison with flat probe, as 
shown in Figure 3.27. It can be seen that the flat aperture probe exhibits lower 
sensitivity to the sample permittivity than the needle aperture probes. This contrast is far 
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greater when the angle of the aperture, φ, is stepped from 0° to 80°. 
The numerical and experimental variations in the magnitude, |S11| and the phase of the 
reflection coefficient with distance sweep, moving from an air layer to beef fat layer, for 
0.1, 1, and 3GHz microwave frequencies and varying aperture angles are illustrated 
respectively in Figure 3.25 and.Figure 3.26 These findings clarify the obvious contrast 
for both |S11| and phase between the air and beef fat with comparison with the predicted 
results. As the cut angle increases the sensitivity increases dramatically for both 
magnitude and phase. The numerical results revealed that the |S11| and phase of 
reflection coefficient are assumed to be constant as long as the probe sensing area was 
totally covered by the sample. Slight fluctuations can be observed in the numerical 
modelling which were mainly caused by the variations in the mesh density within 
critical areas for the simulation, e.g. at the surface of the centre conductor. 
The measured data of |S11| are less precise than for phase when measuring low loss 
materials. It is also observed that the data for |S11| are less sensitive to the change of 
permittivity at low frequency than the phase. Obviously, |S11|, is not quite a suitable 
parameter to monitor the contrast at 0.1GHz with small cut angle based on these 
measurements. In contrast, the sensitivity in phase, with respect to permittivity, is quite 
high for all the frequencies. Therefore, it is suggested that the phase of reflection 
coefficient is the most flexible and reliable parameter at low frequency, permittivity, 
and aperture angle. In general, as probes become more needle-like, the magnitude and 
phase decrease significantly and as result the sensitivity increases since the sensing area 
increases distinctly for φ=80°. Finally, the results proclaim the success of this approach 
by showing measurements performed on liquids of known dielectric properties.  
- The modelling analysis of a probe with an internal discontinuity 
 
It is important to mention that there was a discrepancy between the experimental values 
and the FEM values that have obtained from EMPro of the reflection coefficient 
for 𝜑 = 0°. The difference is around 8% in the case of the 0.1GHz while 3GHz is 
slightly higher. This may be explained in two ways. Firstly the simulation is run under 
absolutely perfect conditions. That is, the dimensions of the probe constructed may drift 
due to the errors introduced in the manufacture by both man and machine. Secondly the 
probe measured is vulnerable to experimental wear and tear which cannot be accounted 
for in the EMPro model. This error can be influenced by scratches on the face of the 
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probe or the Teflon. However, without taking these details into account the magnitude 
and phase of the reflection coefficient calculated deviates from the experimental less 
than 8%. The discrepancy in the FEM results can be accounted for by the SMA 
connector. Also the same situation exists that was discovered in the analysis of the 
needle probes, that is there must be a small fringing effect, at the internal discontinuity 
with the fabricated probe. To calibrate the modelled probe with the fabricated one, a 
small length of 1mm was added to the original length of 20 mm of the modelling probe, 
with slightly different characteristic impedance of 51Ω to emulate the effect of a slight 
mismatch due to  the SMA connector. In addition, three probes from each probe were 
fabricated to minimize such error resulting through the fabrication process. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
Figure 3.27: Plot of the |S11| of the relative complex reflection coefficient as a function of permittivity, a- 
|S11| of open-ended probe at 0.1, 0.3, 1, and 3 GHz, b- |S11| of φ = 0°, and φ = 80°, at 0.1 GHz. Plot of the 
phase of the relative complex reflection coefficient as a function of permittivity, c- phase of open-ended 
probe at 0.1, 0.3, 1, and 3 GHz, d- phase of φ = 0°, and φ = 80° , at 0.1 GHz. 
(c) 
(d) 
(a) 
(b) 
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 BREAST CANCER DIAGNOSTIC TOOL CHAPTER 4
USING A MICROWAVE NEEDLE PROBE 
It is argued here that unless one has a sound and clear understanding of the fundamental 
steps in the interaction of microwaves with various tissues and a thorough 
understanding of how to manipulate various microwave sensors for measurements 
purposes, the so-called ‘tinkering’ with microwave sensors may not render acceptable 
results. 
The use of the microwave electromagnetic wave bands to explore material properties 
needs the understanding of materials’ dielectric and conducting properties [77]. For 
biological tissues, there is a wide spectrum of information such as relaxation processes 
and orientational polarization of the molecules, all of which contribute to the tissue’s 
complex dielectric function and its variation with frequency and temperature. 
Dielectric properties of normal and cancer tissues have been investigated using a 
needle-type microwave sensor. The objectives of this study are to investigate the 
optimum needle-type sensor as a function of contrast between normal and cancer 
tissues, and to show that microwave technology produces high sensitivity comparing 
with those produced by other technologies.  
Recently, many studies show the potential of microwaves as diagnostic tools for early 
stages of cancer disease and associated with the property contrast with normal tissues.  
In this chapter, the results of a study of the dielectric properties of various cancer and 
normal tissues as a function of microwave frequency and aperture angle were discussed. 
To perform this task, first we studied the dielectric properties of cancer tissue namely: 
breast cancer. Subsequently, the ability of microwaves to detect, and the role of 
frequency in this detection is presented.  
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 Microwave cancer diagnostic techniques 4.1
The main attractions of microwaves in the diagnosis of tumours are the innocuous 
nature of this type of energy at low levels, the relatively low cost of even complex 
microwave systems compared to the computer-assisted tomography (CAT) and 
magnetic resonance imaging (MRI), and the distinctly different permittivity of tumour 
tissue compared to normal tissue. An additional feature is the availability of a relatively 
wide range of frequencies. Thus, multi-frequency systems can be developed; as well, 
the frequency of a given system can be tailored to the application.  
A general objective of microwave diagnostic applications is to use the difference 
between the permittivity of diseased tissue and healthy host tissue to detect abnormality 
and its location. The aim has been to develop a microwave method that is competitive 
with existing diagnostic techniques, such as CAT, MRI, or mammography. In addition 
to active microwave systems to detect tumours, passive microwave radiometry has been 
explored for this purpose [78, 79]. The principle of operation relies on an increased 
tumour temperature compared with healthy breast tissue. Microwave systems offer an 
advantage over infrared methods, as they penetrate much deeper.  
In addition to radiation, another important use of microwave energy in medicine is for 
the thermal ablation of tissue. In this application, microwave energy is used to create 
localised dielectric heating (diathermy) resulting in controlled destruction of tissue; this 
will be discussed in more detail in Chapter 5.  
Microwave ablation also provides desiccation of tissue without the excessive charring 
and nerve damage associated with RF ablation. Various applications include treatment 
of large tumours or removal of unwanted tissue masses, for example liver tumours, lung 
tumours and prostate ablation. Microwaves can also be used to coagulate bleeding in 
highly vascular organs such as the liver and spleen. Finally, using microwave 
technology in medicine has provided a solution for getting information about many 
diseases, especially for detection of malignant tumours inside a human body.  
 Microwave thermography 4.1.1
Microwave thermography is a technique which allows estimation of internal body 
temperatures from measurement of the natural thermal radiation emitted by body tissues 
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[80]. This technique has a number of potentially important medical applications for the 
detection, diagnosis and treatment monitoring of diseases which produce regional or 
localised temperature changes in the body's normal temperature distribution. For 
instance, initial studies of its clinical application have included osteo-articular diseases, 
vascular disorders, diseases of the acute abdomen, and cancers in the breast, thyroid and 
brain [81], [82], [83], [84], [85]. Microwave thermography, in contrast to other 
thermographic imaging techniques, detects electromagnetic radiation which has 
penetrated medically useful distances, of the order of several centimetres, through body 
tissues, thus allowing a passive, non-invasive measurement of subcutaneous 
temperatures [86], [87]. For example, microwave thermography systems operate at 
frequencies of 3 — 3.5GHz, and allow a reasonable penetration depth (about 0.8cm in 
muscle, and about 5cm in fat), and reasonable lateral spatial resolution (about 0.7 to 
2cm near the antenna) [33].  
4.1.1.1 Microwave thermography in breast disease 
A promising application of microwave thermography is in the detection of early 
(asymptotic) breast cancer. A very large number of women develop breast cancer at 
some point throughout their lives. Despite widespread publicity about self-examination, 
it is unusual for women to present with lesions at a curable stage: most women are 
diagnosed with symptomatic breast cancer, too late to have any chance of being cured. 
The only real hope in these circumstances lies in regular screening of women at risk 
[88].  
There is clearly a need for new screening methods such as microwave thermography to 
provide aid in clinical diagnosis. Microwave thermography should be particularly useful 
when used in younger women who are more likely to have dense glandular tissue in 
which detection of lesions by mammography is difficult; and also as a preliminary 
screening method to identify high risk women who may then be given mammography. 
This would reduce the number of women exposed to X-rays and the risk associated with 
this.  
Breast cancer detection is one of the important applications of microwaves in 
biomedicine. It has been demonstrated that there exists an obvious contrast between the 
relative permittivity of malignant breast tissues and normal breast tissues at microwave 
frequencies [89] as shown in Figure 4.1. Also, Chung-Kwang Chou et al. recognized 
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that tumours have different dielectric properties that vary from those of normal tissue 
[90]. 
Several studies of the electromagnetic dielectric properties of biological tissues at 
microwave frequencies have shown that the dielectric constant contrast between 
malignant and benign breast tissues is adequate to advise microwaves as a useful 
diagnostic tool for early stage breast cancer detection [1, 91-93].  
 
Figure 4.1: The relative dielectric constant versus frequency for normal and malignant breast tissue [94]. 
Thus, in order to permit the design and predict the range and safety of a microwave 
hyperthermia treatment system, biophysical data, including high frequency relative 
permittivity and electrical conductivity, are needed. It is extremely important that values 
and ranges for normal and pathological tissues are established [95], [96], [97], [98]. 
 Microwave tomographic techniques 4.1.2
Microwave tomography is another area in which knowledge of the dielectric properties 
of tissues is essential. This is an active imaging technique for temperature or dielectric 
measurement using an inverse scattering reconstruction. The tissue region of interest is 
illuminated by a known microwave source, and the microwave field scattered by the 
tissue is measured; this potentially allows a reconstruction of the dielectric structure of 
the illuminated tissue. Equipment has been developed at 3GHz and at 2.45GHz, [99], 
[100], [101], [102]. In order to understand local field variations in the tomographic 
reconstruction, a good knowledge is needed of the microwave properties of tissues and 
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their temperature variation [100]. One possible area of expansion with tomographic 
techniques is detection of breast cancer. If carcinomas within an individual exhibit 
dielectric properties sufficiently different from normal tissues in the same individual, it 
may be possible to detect them by dielectric retrieval. Knowledge of the dielectric 
properties of breast cancers would be essential for this field of application. 
 Biological tissue structure and composition 4.2
Biological tissue is a complex mixture of water, ions, membranes, and macromolecules 
of a wide range of shapes and sizes. The main component of biological materials is 
water, accordingly; tissue electrical parameters can be divided into two groups: high 
water content, including muscle, blood, and organs; and low water content, including fat 
and bone [103, 104]. These two groups are generally referred to as the muscle or the fat 
tissue cases. The biological materials have complicated electrical response and do not 
behave like simple mixtures of components. Significant effort has been developed into 
determining the permittivity values for various tissue types. The relative dielectric 
constants of these tissues have been extensively researched, and various mathematical 
models have been developed [92].  
The mechanisms of the interaction are quite understood, the theory underpinned by 
experimental data and forming part of a well-established classical theory of bioelectrical 
phenomena. This phenomenon is seen in Figure 4.2, where the generalized curves have 
four distinct regions of decreasing dielectric constant, called α-dispersion, β-dispersion, 
δ-dispersion, and γ-dispersion [104-107]. The main aspects of the dielectric spectrum of 
a biological tissue are described as follows [1]: 
- The dielectric properties of tissues are highly frequency and temperature 
dependent. 
- The relative permittivity of a tissue may reach values of up to 106 or 107 at 
frequencies below 100 Hz. 
- It decreases at high frequencies [108] in three main steps known as the 𝛼, 𝛽 and 
𝛾 dispersions. 
- The 𝛾 dispersion, in the gigahertz region, is caused by the polarization and 
relaxation of water molecules [109]. 
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- The 𝛽 dispersion, in the hundreds of kilohertz region, is mainly caused by the 
polarization of cellular membranes which act as barriers to the flow of ions 
between the intra and extra cellular media. Other contributions to the 𝛽 
dispersion come from the polarization of protein and other organic 
macromolecules. 
- The low frequency 𝛼 dispersion, which is up to KHz, is associated with ionic 
diffusion processes at the site of the cellular membrane. 
The frequency dependence of the complex permittivity in the γ dispersion region can be 
expressed as: 
 𝜀∗(𝜔) = 𝜀∞ +
𝜀𝑠 − 𝜀∞
1 + (𝑗𝜔𝜏)1−𝛼
+
𝜎𝑖
𝑗𝜔𝜀𝑜
 (4.1) 
The previous equation is the well-known Cole-Cole expression in which 𝜀∞ is the 
permittivity at 𝜔𝜏 ≫ 1, and 𝜀𝑠 the permittivity at 𝜔𝜏 ≪ 1 and 𝛼 is a parameter 
describing some broadening of the dispersion; 𝜎𝑖 is the conductivity caused by ionic 
drift and to the lower frequency polarisation mechanisms. 𝜏 is the relaxation time. 
 
 
Figure 4.2: Dispersion regions in tissues depending on frequency [107]. 
The basic building block of all tissues is the cell, specialised for each different type of 
tissue to perform specific functions. The cell is made up of a mass of protoplasm, 
containing proteins, polysaccharides, nucleic acids and lipids, bound by a delicate 
membrane. Molecules of the protoplasm are suspended in water, known as intracellular 
water, which comprises about 75% of the mass of most living cells. The cells 
themselves are suspended in an aqueous environment, made up mainly of interstitial (or 
intercellular) water. In the human body intracellular water comprises 67% of its total 
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water content, interstitial water 25%. The remaining 8% is contained in plasma 
(extracellular water). A delicate balance exists between the constituents of these three 
types of fluid. They vary in ionic composition but plasma and interstitial may be treated 
as being 0.9% sodium chloride solution. Intracellular water has a very different ionic 
profile having a high concentration of potassium ions among others [110]. 
 Polarisation and relaxation theory 4.2.1
When tissues are subjected to high-frequency electromagnetic radiation, the polarization 
process, which is caused by the physical displacement of charge and takes time to 
develop, may exhibit a definite tendency to lag the applied field due to the extreme 
rapidity of the applied oscillation as shown in Figure 4.3This difference in phase is 
generally referred to as relaxation [111]. This relaxation process generally becomes 
apparent when the applied field gives rise to a polarisation which lags behind the field 
and which relaxes at about the same rate as the field alternates. 
 
Figure 4.3: Electric polarization in a dielectric [112]. 
When an electric field is applied on a specific material, the complete polarization effect 
can be summarized in four distinct processes as follows: 
(a)  Electronic polarization, which consists of the small displacement of the 
electrons relative to the nucleus. This process is extremely rapid, requiring on 
the order to 10
-15
 seconds to reach equilibrium.  
(b)  Atomic polarization, which entire atoms may each experience a small 
displacement with respect to each other. This is only a very small effect, 
requiring an approximately time of 10
-12
 to 10
-14
 seconds to reach equilibrium. 
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(c)  Ionic crystals may exhibit a small amount of polarisation, due to displacement 
of the lattice ions, requiring a time of about 10−12 seconds to reach equilibrium. 
(d)  The polarisation resulting from the orientation of permanent dipoles may have 
various equilibrium times to align themselves with the field depending on the 
state of the material. For small molecules of low viscosity, the time is from10
-10
 
to 10
-11  
seconds, for heavy viscous liquids it increases to about 10
-6
 seconds, and 
on the order of minutes for some solids. Since the period of a microwave 
oscillation is on the order of 10
-10
 seconds, a liquid dielectric, under the 
influence of microwave radiation, will show an appreciable effect resulting from 
permanent dipole polarization. This kind of polarization occurs at microwave 
frequency, and biological materials usually contain permanent dipoles and so 
potentially possess all three types of polarizability [113]. However, only 
orientational polarisation is important at microwave frequencies: the other 
effects occur at much higher frequencies of imposed field. Space-charge 
polarisation, which is not a dipolar effect, is also important at microwave 
frequencies, in particular at interfaces within a heterogeneous material. These 
will be discussed in more detail in the next two sections.  
 
Debye [114] developed the original theory showing the functional relationship for the 
complex dielectric constant, permanent dipole moment, and relaxation time (i.e. a 
measure of molecules and dipoles mobility) [115]. There is a relationship between 
polarization and permittivity. In the presence of an electric field, as the permittivity 
increases, the ability of the material to polarize increases accordingly. Hence, 
permittivity is a measure of the amount of dipole moment density induced by an electric 
field [116]. Therefore, it effects the reflection of the electromagnetic waves at the 
interfaces and the attenuation of wave energy within materials. 
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Figure 4.4: Debye dispersion of water at 20 °C [33]. 
 
- The permittivity of water tissue 
 
The relative permittivity data of tissues were measured by many references and fitted by 
many models. Hurt presented multiterm Debye dispersion expressions which fit the 
relative permittivity data of muscle fibres, transverse and parallel to the applied 
electrical field from 10 Hz to 100 GHz [108]. Hurt’s study showed that the permittivity 
of transverse muscle differs from that of parallel muscle only for frequencies below ≈1 
MHz. Data and interaction mechanisms have been discussed in detail by Schwan [105], 
Johnson and Guy [117], and Geddes [118]. Other references on the interaction of 
alternating electrical fields with matter are Grant et al.[119], Presman [120], Schwan 
and Foster [121], Foster et al.[122], Stuchly [123], and Schwan [124]. Also, the 
dielectric constant and conductivity of actual muscle tissue at 37 
O
C can be obtained 
from the literature [90]. 
In 1977, Schwan and Foster reviewed the Dielectric permittivity and conductivity data 
for tissue over the frequency range of 0.1-10 GHz. This study demonstrated that the 
conductivity of muscle increases quadratically with frequency above 1 GHz, which 
suggested a Debye relaxation for tissue water centred at 20 GHz at room temperature. 
First, the high frequency dielectric properties of muscle predict that the tissue water 
exhibits a Debye dipolar absorption centred at 20 GHz at room temperature, identical to 
that of pure water as shown in Figure 4.4. Second, the increase in tissue conductivity 
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above 1 GHz in muscle, skin, and liver, corresponds to a free water content of roughly 
70% of the tissue weight, comparable to the known water content of these tissues [125]. 
The most important reason of studying the biological effects of electromagnetic fields 
and measuring the physiological parameters is to extend the area of diagnosis and 
treatment in the biomedical field [111]. It is necessary to understand the dielectric 
properties of individual biological tissues. H. P. Schwan was a primary researcher 
involved in developing this understanding [126]. Today, Schwan’s work is still broadly 
cited, and his understanding of biological permittivity helped pave the way for more 
sophisticated microwave biomedical fields, such as hyperthermia treatments and 
microwave thermography, which are effective methods for treating tumours. 
 Breast cancer diagnostic tool using microwave needle probes 4.3
A new non-invasive technology utilizing microwave diagnostics with high spatial 
resolution at low frequency based on complex permittivity measurement of normal and 
cancerous tissues has been proposed using a needle-type coaxial probe (i.e. RG405 
probe, which is about the same size as one of the standard hypodermic needle sizes ). 
An associated measuring system has been tested by simulation and experiment in 
chapter 3, to be used for distinguishing normal and cancerous breast rat tissues. 
Simulation results using EMPro software are provided here and demonstrated the 
potential of microwave needle-type sensors for breast cancer diagnostics. Since the 
extracted tissues were very thin they were measured experimentally using probes of end 
angles 𝜑 = 0° and 22.5°. Dielectric properties of breast tissues were measured over the 
frequency range of 0.1 to 3 GHz. The contrast sensitivity of the reflection coefficient is 
found to increase with end angle. For example, compared with 𝜑= 0°, simulations for 
𝜑= 80°at the low frequency end (0.1 GHz) show that the magnitude increases by 13.8% 
and the phase increases by 163%.  
 Microwave imaging has been recently developed as a time domain method for cancer 
diagnostics [127]. Imaging of the cancerous region relies on a high contrast in complex 
permittivity at microwave frequencies between cancerous and normal tissue, probed 
using ultra-wide band antennas which are compact in size and have low cross 
polarization characteristics [128]. In contrast to microwave imaging techniques, 
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microwave diagnosis utilizing an open-ended coaxial probe relies on frequency domain 
measurements of complex permittivity to characterize potentially cancerous tissue. The 
development of open-ended coaxial dielectric probes during the last two decades has 
facilitated the routine measurement of high frequency (i.e. >100 MHz) tissue dielectric 
properties in the case of human [26, 129] and animal studies [31, 130].  
A flat open-ended coaxial probe technique from 0.5-30 GHz was utilized in reference 
[131] and reported noticeable differences in the conductivity and relative permittivity of 
cancerous and metastasized breast tissue relative to normal healthy breast tissue. Other 
extensive experimental tests have been done for examining the difference in complex 
permittivity between cancerous and non-cancerous breast tissue with flat open-ended 
coaxial probes [132-134]. After examining 319 samples from 196 patients over the 
range 0.5-20 GHz, the results show that large variations exist in the relative permittivity 
and conductivity when examining healthy breast tissue by itself [134]. This variation is 
due to the breast tissue non-homogeneity, since some portions contain more adipose 
tissue (low water content, low 𝜀𝑟) while other portions contain larger amounts of 
fibroconnective and glandular tissues (high water content, high 𝜀𝑟) [134]. As reported in 
[134], there is only a 10% difference in complex permittivity on average between high 
water content healthy tissue and cancerous tissue, making it almost difficult to 
distinguish between them. 
These published results were produced through the use of flat open-ended coaxial 
probes with low spatial resolution. Although these instruments are generally considered 
to be the gold standard for characterizing electromagnetic properties of tissues because 
the tools can be validated against homogeneous samples of materials with known 
dielectric properties, this method has the disadvantage of its low sensitivity at low 
frequency and permittivity. This study introduces non-invasive, small diameter needle 
coaxial probes which offer higher sensitivity for an immediately distinguishing between 
normal and cancerous tissues. In fact, relatively few studies have reported on the use of 
the technique, aside from some liquid characterization [135]. The technique proposed 
here utilizes a microwave needle-type probe where multiple measurements at low 
microwave frequency are used in making the final decision on whether or not the tissue 
under test is cancerous as presented in Figure 4.5. The electrical properties of the breast 
tissues were calculated using the measured data from the needle probes when fitted with 
the Debye model. This study presents a comprehensive study of the dielectric properties 
Sensor 
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of normal and cancerous breast tissues, with comparison of our tissue data with 
previous studies. 
 
Figure 4.5: Photograph of the microwave needle sensors injected into breast cancer sample. 
 Dielectric Properties of Tissue 4.3.1
Experimental data in the literature consistently show that the permittivity and 
conductivity of cancerous breast tissue are significantly greater than those for normal 
tissue [136, 137]. In fact, such a trend was first distinguished by Fricke and Morse [138] 
for the permittivity and by Foster and Schepps [139] for the conductivity. The 
conductivities of malignant mammary samples are typically in the range of 0.8 −
1.4 S/m, while those of normal tissue are between 0.1 −  0.2 S/m at a frequency of 100 
MHz [129], [140], [141]. In addition, Hazlewood et al. [142] summarized that 
malignant tissues present elevated relaxation times  when compared to normal tissues, 
pointing out that a significant increase in the motional freedom of water has occurred. 
The dielectric results may also relate to the observation that the water content and 
sodium concentration in tumour cells is higher than in normal cells [143]. The origins of 
this are likely to be the increased hydration associated with the rapid metabolism of 
cancer cells and the surrounding angiogenic vasculature [144], [145] and also that 
cancer cells have reduced membrane potentials [146], [147] and an altered ability to 
absorb positive ions [148].  
Several previous studies of the dielectric properties of normal and cancerous breast 
tissue have been undertaken and a comprehensive review of the individual findings is 
presented in [149]. As results, dielectric measurements may usefully complement such 
studies as those summarized here and provide new insights to develop a fast and 
accurate technique to diagnose cancer in non-invasive manner. Several studies of the 
electromagnetic dielectric properties of biological tissues at microwave frequencies 
Cancer tissue 
Holder 
Sensor 
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have shown that the dielectric constant contrast between malignant, benign and normal 
breast tissues is adequate to use microwaves as a useful diagnostic tool for early stage 
breast cancer detection as shown in Figure 4.1. For example, Chaudhary et al. [141] 
measured the dielectric properties of normal and malignant breast tissue between 3 MHz 
and 3 GHz. Joines et al. [140] measured the dielectric properties of various types of 
normal and malignant tissue from 50 to 900 MHz. Surowiec et al. [129] measured the 
relative permittivity of infiltrating breast carcinoma and the surrounding tissue at 
frequencies between 20 kHz and 100 MHz using an automatic network analyser and an 
end-of-line capacitor sensor. This study examines in detail the observed dielectric 
properties of cancerous and normal tissues at microwave frequencies. In order to put 
these into context, the properties of water and physiological saline are first discussed in 
the next section. 
 Hydration and salinity effects on biological tissue 4.3.2
The result of the interaction between the microwave electric field and biological tissues 
in general is oscillation of the itinerant polar water molecules and ions (from dissolved 
ionic salts). Therefore, the static dielectric constant and the relaxation time are reduced 
and an ionic conductance is introduced. For a pure liquid, the Debye model [114] 
describes the frequency-dependent dielectric properties, as presented in : 
 
𝜀∗ = 𝜀∞ +
𝜀𝑠 − 𝜀∞
1 + 𝜔2𝜏2
 − 𝑗 
(𝜀𝑠 − 𝜀∞)𝜔𝜏
1 + 𝜔2𝜏2
 (4.2) 
In this equation 𝜀∞ and 𝜀𝑠 are the limiting high frequency and low-frequency 
permittivity values which were calculated by Hasted [150]. In case of the biological 
tissues, introducing an ionic conductance requires the addition of an extra term on the 
right hand of the equation for 𝜀′′, so that: 
 𝜀′′ = 𝜀𝑑
′′ + 𝜀𝜎
′′ (4.3) 
where 
 𝜀𝑑
′′ =
𝜀𝑠 − 𝜀∞
1 + 𝜔2𝜏2
𝜔𝜏 , 𝜀𝜎
′′ =
𝜎
𝜀𝑜𝜔
 (4.4) 
and the subscripts ‘‘𝑑’’ and ‘‘𝜎’’ stand for contributions due to dipole rotation (e.g. 
alignment of dipolar molecules) and ionic conduction (e.g. movement of charge 
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carriers) [151], respectively; 𝜎 is the ionic conductivity in S/m of a material which is 
proportionally related to the total dielectric loss factor of materials [152], [153], 𝜔 is the 
angular frequency in rad/s, and 𝜀𝑜 is the permittivity of free space or vacuum (see ref. 
[154] for a detailed discussion of this equation).  
The ionic conductivity plays a major role at lower frequencies (e.g., <200 MHz), 
whereas both ionic conductivity and dipole rotation of free water play a combined role 
at microwave frequencies, the ionic conductivity becoming of lesser importance above 
about 3 GHz. The dielectric loss factor 𝜀𝜎
′′ due to conduction decreases with increasing 
frequency as shown in (4.4). The overall, effective ac conductivity of a biological 
material is then given by: 
 𝜎(𝑓) = 𝜎0 + 𝜔𝜀0𝜀
′′ (4.5) 
where 𝜎0 is the conductivity arising from the electric field induced motions of the 
various ions in the electrolyte. From this equation, it follows that, provided 𝜎0 is not 
dominant, the conductivity and the relative permittivity of most tissues increase with 
increasing frequency in three major steps, corresponding to the 𝛼, 𝛽, and 𝛾 dispersions 
as first fully described by Schwan [105]. the complex permittivity of 0.9% sodium 
chloride solution corresponds to the ionic strength of cellular fluid [155]. The 
permittivity of tissue in the region 108 to 109 Hz is a little less than that of a 100% 
concentration of the aqueous cellular fluids due to the presence of the non-polar 
membrane materials and other chemicals of low polarizability.  
In addition, higher than about 100 MHz, where electrical charging effects of the cell 
membranes begin to decrease rapidly with increasing frequency, the dielectric 
characteristics of tissues can be expected to reflect the properties of the inter- and intra-
cellular electrolytes and, in particular, to exhibit a dielectric dispersion associated with 
the relaxation of water dipoles [155] and [156]. For frequencies greater than around 100 
MHz, the dielectric properties of tissues are largely determined by their aqueous 
contents, together with the presence of ions and small molecules in the cellular fluids. 
As stated above, the water content and sodium concentration in tumour cells is higher 
than in normal cells [143]. To understand the essential physical and physiological 
processes that give rise to the tissue properties to be described later it will be of value to 
consider first the dielectric properties of electrolytes, which form the main constituents 
of tissue. 
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The concentration of ions in biological fluids can be large, as for example, average 
concentration (millimol/liter) of 𝑁𝑎+ (i.e. sodium) and 𝐶𝑙− (i.e. chloride) ions in 
biological fluids are 140-170 and 100-120 respectively [137]. The physical effects of 
such dissolved ions on the dielectric permittivity of biological fluids arise from more 
than just the volume effect of replacing polar water molecules by non-polar ionic 
particles. The strong local electric field about each dissolved ion has the effect of 
orientating the water molecules, thereby reducing the way they can rotate in response to 
an applied electric field.  
An initial study on the microwave heating of water and electrolyte solutions and 
determination of their dielectric properties was reported a few decades ago by Hasted 
[150]. An equation of the form of (4.6) can be used to describe the permittivity 𝜀 of 
dilute electrolytes and that (𝜀1) of the pure aqueous solvent in terms of a dielectric 
decrement 𝛿 and the concentration or molarity in moles/Kg of water as follows [150]: 
 𝜀 = 𝜀1 − 𝛿𝑐 (4.6) 
where 𝛿 is the sum of the decrements arising from the cation and anion and is given by: 
 𝛿 = 𝛿+ − 𝛿− (4.7) 
To estimate the extent to which, for example, NaCl will reduce the relative permittivity 
of pure water from 79 to 68 at room temperature [137], the accepted method of 
calculating the values of 𝜀𝑠 and 𝜏 for salt solutions was set out by Stogryn [157], who 
used equations of the form: 
 𝜀𝑠(𝑇, 𝑁) = 𝜀𝑠(𝑇, 0) 𝑎(𝑁) (4.8) 
 2𝜋𝜏(𝑇, 𝑁) = 2𝜋 𝜏(𝑇, 0) 𝑏(𝑁, 𝑇) (4.9) 
where 𝜀𝑠(𝑇, 0) is the static dielectric constant of water calculated from (4.2); τ(T, 0) is a 
function which fits the experimental data gathered on the relaxation time of water as a 
function of temperature; and 𝑁 is the normality of the solution. (For a NaC1 solution, 1 
Normal = 1 mole/litre.) The functions 𝑎 (𝑁) and 𝑏 (𝑁) are given by: 
 (𝑁) = 1.000 − 0.2551 𝑁 + 5.151 10−2𝑁2 − 6.889 10−3 𝑁3 (4.10) 
 (𝑁, 𝑇) = 0.1463 10−2 𝑁𝑇 + 1.000 − 0.04896 𝑁 − 0.02967 𝑁2
+ 5.664 10−3 𝑁3 
(4.11) 
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Experimental measurements reviewed in [150] show that any differences in 
conductivity between the different body electrolytes are mainly due to the different 
negative ions — largely 𝐶𝑙− in plasma and interstitial water, and various proteins in 
intracellular water. Then, plasma and interstitial water may be treated as 0.9% NaCl 
solutions (physiological saline). For the purposes of modelling cancer tissues as a first 
approximation, tissue can be considered to take the form of an electrolyte containing 
densely packed cells; body electrolytes are assumed to be 0.9% NaCl solutions [33]. 
Using equations (4.8) to (4.11), values for 𝜀𝑠 and 𝜏 of physiological saline (0.9%) were 
calculated at room temperature. The relaxation time 𝜏 was found to be almost identical 
to that of pure water over this range. The parameter 𝜀∞ apparently is independent of 
salinity [157]. This is to be expected, because at the highest frequencies water 
molecules cannot be made to oscillate significantly, so that the tendency for ions to 
impede the oscillation is unimportant. 
 Needle-type probe measurement system 4.3.3
Open-ended coaxial probes have been the subject of active investigation, particularly in 
medical applications. While initial studies have demonstrated the potential use of 
needle-type probes for monitoring electrical properties, the effectiveness of the 
technique has yet to be determined in vivo for clinical purposes. Technically, 
measurements of the electrical property using a conventional (flat) coaxial probe require 
flat homogeneous surfaces and the probe cannot penetrate into tissues. Hence, a needle-
shaped, open-ended probe was developed to improve the validity of this technique and 
was applied to investigate the permittivity and conductivity of normal and breast cancer 
tissues. The measurement set up comprises the same system as shown in section 3.4. 
Permittivity measurements at microwave frequencies are done using these probes as 
shown in Figure 3.21 attached to an Agilent PNA-L network analyser (N5232A). The 
dielectric data are obtained from a Labview program controls the PNA measurement, as 
shown in Figure 3.22. The data are investigated at 0.1 to 3 GHz for permittivity and 
conductivity measurements for breast tissues, and 50 MHz to 3 GHz for pure water and 
saline concentrations. Measurements at each frequency have been done three to seven 
times at each concentration with freshly prepared solutions as well as breast tissues, to 
assess standard errors. 
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 Examination of the sensing volume 4.3.4
Large variations exist in the experimental results for the relative permittivity and 
conductivity when examining healthy breast tissue and cancerous tissue samples as 
stated by [158]. This variation is due to the breast tissue non-homogeneity, whereby the 
reflected signal from the sampling volume is influenced by small-scale property 
heterogeneity. This is especially so for tissue samples, of which few are homogeneous. 
For example, non-fatty breast tissue consists of variable patterns and percentages of 
interwoven adipose and fibroglandular compositions [129] and [159], but this is rarely 
considered in detail. Hagl et al. [160] investigated the sampling volume question and 
deduced a sensing volume of 1.5 mm (in depth) by 5 mm (in width) for a 2.2 mm 
diameter open-ended coaxial probe. This approach was subsequently utilized to find a 
sensing volume of 3 mm (in depth) by 7 mm (in width) for a 3 mm diameter dielectric 
probe which was applied in two large breast tissue specimen studies [158].  
However, the experiments considered by [160] were based on homogeneous liquids in 
which probe tips were systematically moved to positions close to the base and side 
walls of a glass beaker to infer their concomitant sampling volumes. This assumes that 
the probe’s sampling volume corresponded to the minimum volume of liquid that 
existed before the first evidence of signal change occurred, sufficient to alter the 
dielectric property estimates. Unfortunately, these experiments find the minimum 
volume of a homogeneous liquid that is required to measure its dielectric properties 
precisely. However, they do not determine the probe’s sampling volume or, more 
importantly, how the probe’s signals from the said sampling volume are influenced 
when the properties are not actually homogeneous. For example, if the experiments 
performed do approximate the sampling volume of the probe, then presumably the 
resultant probe property estimates from a heterogeneous sample would represent an 
effective average of the compositional percentages of those materials contained within 
the probe’s sampling volume. These widely cited studies are often considered to be the 
definitive data on the electromagnetic properties of normal and tumour breast tissues, 
and while they do represent the largest and most systematic effort completed to date to 
probe the dielectric properties of breast surgical specimens, the results presented here 
suggest that those measurements are surface-property biased, and likely do not represent 
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the effective dielectric properties of the volume averaged tissue that could, for example, 
be recovered on a cm-scale through non-invasive microwave imaging methods [161]. 
In section 3.2.2.1.4 simulations results for needle probes are presented for a distance 
sweep across a composite, two-layer material consisting of muscle and fat tissues 
layers. Thereby, the sensitivity of each needle probe can be examined to distinguish 
between different dielectric tissues at frequencies of 0.1, 0.3, 1, and 3 GHz. The two 
layered properties are used to investigate the influence of heterogeneity on the probe’s 
dielectric property estimates when the layers are in close proximity to the tip of the 
probe. The interface line was translated to predetermined distances away from the probe 
tip to assess the degree to which the probe produced strong contrast in reflection 
coefficient, representative of the compositional averages of the dielectric properties of 
the two materials resident within a small sensing volume around the tip of the probe. 
The probe tip was moved in equal steps of 10 𝜇𝑚, and away by 2𝑚𝑚 from the interface 
line. While layered structures offer only one class of the infinite number of 
heterogeneous property distributions that could be considered, they are easily controlled 
and simplify the problem by eliminating effects from heterogeneity in the lateral 
directions. When exposed to microwaves, the high water content of malignant breast 
tumours or muscle tissues cause significantly larger microwave scattering than normal 
fatty breast tissues with low water content. A feature that can be deduced from Figure 
3.11 to Figure 3.18 is that the dielectric properties of tissues are influenced by their 
tissue water content. Muscle, for example, which in humans can have water contents 
ranging from 73 to 77.6 wt% [162], exhibits a much lower reflection as result of high 
permittivity and conductivity compared to that for fat whose water content can range 
from 5 to 20 wt%,  as illustrated in Figure 3.11 to Figure 3.18 for both magnitude and 
phase of reflection coefficient S11. 
For a probe angle 𝜑 = 0° (i.e. a flat probe), the results in Figure 3.11 to Figure 3.18 
show that the magnitude and phase of S11 are influenced proportionately by the material 
resident within the first ~ 50 to 200 microns in depth of distance from the probe tip at 
0.1 to 3 GHz, respectively. However, as the probe’s tip becomes more needle-like, the 
sensing distance increases dramatically, hence the electric field becomes non-uniformly 
distributed around the aperture. As the needle moves from fat towards muscle in 10𝜇𝑚 
steps, the probe behaves as having a much larger sensing volume in which the resultant 
reflection coefficient estimates represent a compositional average of the dielectric 
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properties of the materials within the sensing volume.  Both |𝑆11| and phase curves are 
proportional to needle angle and forming its slope.  
 Simulation results 4.4
A microwave needle coaxial probe measurement system has been simulated in EMPro 
and tested in its use for detecting normal versus cancerous breast tissues. A simulation 
of our probe on normal and cancerous breast tissues by Debye model shows its potential 
in accurate detection of the difference in complex reflection coefficient and permittivity. 
Numerical results for the all needle probes were obtained for cancerous tissue, as show 
in Figure 4.6. 
 
 
Figure 4.6: Simulated (dashed line) and measured (solid line) relative complex reflection coefficients 
resulting for different probe apertures at 0.1 to 3 GHz of rat breast cancer tissues. 
 Experimental results 4.5
The open-ended needle probe measurement system was tested on both pure water with 
different saline concentrations, normal and cancer rat breast tissues. Rat tissues were 
obtained with permission from the European Cancer Stem Cell Research Institute at the 
University of Cardiff, breast tissues were obtained via a dissection of a rat. Measured 
tissues were directly extracted from a rat just an hour before the measurement, whose 
cells remain as fresh as living ones before degeneration. Figure 4.5 shows the needle 
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 45° 
 22.5° 
 0° 
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coaxial probe injected into a breast tumour of a rat. Results for both normal and 
cancerous breast tissues were compared to the data from [129], [131], [140], [141]. 
Results for the dielectric loss of pure water with different saline concentrations are 
shown in Figure 4.7. 
A Debye model was used to convert complex 𝑆11 data into complex permittivity. Both 
normal and cancerous tissues were simulated from 0.1 to 3 GHz using complex 
permittivity values obtained from [134]. As shown in Figure 4.8 both materials were 
successfully detected, and it is possible to see a clear difference between the normal 
versus cancerous breast tissue, which is needed for the detection via dielectric 
properties.  
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Figure 4.7: Frequency dependence of dielectric loss factor (𝜺′′) of pure water and different 
saline concentrations in the frequency range 50 MHz to 3 GHz, measured by our needle 
probes. 
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 Discussion 4.6
Using this technique in vitro dielectric measurements were made on rat breast tissues. A 
large number of data were gathered on normal and tumerous breast tissues. Each data 
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set was parameterised using the Debye equation. Comparisons were made on the 
dielectric properties of breast tissues with values calculated from previous studies. 
Figure 4.9 shows the comparison of the relative complex reflection coefficient between 
the physiological saline and cancer tissues resulting from the use of different probe 
apertures over the bandwidth 0.1 to 3 GHz. It is clear that high contrast is attained 
between cancerous tissue and saline, especially so for the 𝜑 = 80° (i.e. sharp).  
 
 
Figure 4.9: Measured normal saline (dashed line) and breast cancer (solid line) relative complex reflection 
coefficients resulting by different probe apertures at 0.1 to 3 GHz. 
 
This may imply that physiological saline is not a good approximation to tissue fluid; or 
it may imply that another relaxation process is occurring in addition to the dipolar 
relaxation of saline. To characterize salinity effects in water, the dielectric constant as a 
function of frequency and salinity must be determined. This has been examined further 
by measuring saline samples of varying concentration, prepared by diluting normal 
saline with deionised water,  with dissolved NaCl of various concentrations, over the 
frequency range 50 MHz to 3 GHz and performed at room temperature 25°𝐶; the 
resulting data are illustrated in Figure 4.10. 
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Figure 4.10: Measured relative complex reflection coefficient of normal saline, using needle probes of 
varying angles, from 50 MHz to 3 GHz. 
 
The dielectric losses 𝜀′′ for normal saline at low microwave frequency was greater than 
that for pure water, which was attributed to the presence of various ions in saline water, 
as evidenced by the higher electrical conductivity of 1.5 S/m versus 5.7 × 10
−6
 S/m for 
pure water. The dielectric loss of physiological saline at 50 MHz was about 570 
greater than that for the pure water, whereas at 3 GHz, the value was only ×9.9. 
Evidently, the presence of the electrolyte in the saline solution had a larger influence at 
the lower frequencies.  
The dielectric constant of aqueous NaCl electrolytes in the range 50 MHz to 3 GHz are 
displayed in Figure 4.10. Single molecules of water can easily follow the frequency of 
the microwaves. The presence of ions in water can cause the cluster structure of water to 
be broken, such that the water molecules that solvate the ions may be rotationally more 
rigid than the remaining water molecules, thereby causing the relaxation times to 
become higher.  
The cancerous and normal rat tissues were examined by different needle probes to 
measure the complex reflection coefficient, which is illustrated in Figure 4.8. This 
experiment is included to demonstrate how the sensitivity to dielectric contrast increases 
with needle angle. The contrast sensitivity of the reflection coefficient for a probe with 
φ= 80° at 0.1GHz has increased around 14% in magnitude compared with φ= 0°. 
Twenty measurements of the dielectric properties of normal and tumorous rat breast 
tissues were made, on six samples. The relative permittivity was found to range from 18 
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to 22, the conductivity from 0.43 to 0.5 S/m, at 0.1GHz for normal tissues. In cancer 
tissues, the corresponding values were 69 to 80 for the real part of the complex 
permittivity, and from 0.86 to 0.79 S/m for the conductivity. In Table 4-1, the data 
collected on tumours and normal tissues are presented for contrast examination: this 
table includes |𝑆11| and the phase contrast at 0.1 GHz for all needle probes.  
Table 4-1 Contrast percentage of normal versus cancerous tissues with different needle probes at 0.1GHz. 
Relative Change of  
Normal Vs. Cancer  
breast tissues 
𝟎. 𝟏𝑮𝑯𝒛 |𝑺𝟏𝟏| % 𝑷𝒉𝒂𝒔𝒆 % 
𝝋 = 𝟎° 1.65 5.17 
𝝋 = 𝟐𝟐. 𝟓° 4.11 86.08 
𝝋 = 𝟒𝟓° 5.52 115.12 
𝝋 = 𝟔𝟕. 𝟓° 8.6 140.77 
𝝋 = 𝟖𝟎° 15.49 168.49 
 
From the large variation of data presented in [158], breast carcinomas are tissues with a 
large range of water contents. The dielectric properties of normal, benign and malignant 
breast tissues were further addressed in this study [158]. The measured dielectric curves 
in both the permittivity and conductivity for normal and cancerous tissues agreed well 
with literature [129], [131], [140], [141], as shown in Figure 4.11. However, the data of 
Surowiec et al. [129] at 0.1 GHz seem very much lower than the collected normal tissue 
data. Adjusting for adipose content, Lazebnik et al. [158] found only a 10% difference 
between the conductivity of normal tissue and malignant tissue, and an approximate 8% 
difference in permittivity at 5 GHz. However, adjusting for adipose and fibroconnective 
tissue, they found no statistical differences between normal glandular and malignant 
glandular tissues in the breast.  
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In general, the probe method is used to measure the dielectric parameters. However, it is 
difficult to decide on the absolute value for each material because the measurement is 
Figure 4.11: The variation of (a) the relative permittivity, 
and (b) the conductivity of normal and cancer tissues 
between 100 MHz and 3GHz measured using our needle 
probes compared with values from the literature. 
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highly sensitive. In addition, the dielectric parameters depend greatly on the temperature 
of the sample. Therefore, in comparison with data obtained by others, there are some for 
which the value of the dielectric properties may be different.  
When the saline solutions were measured, it was noticed that as the probe becomes 
more flat the dielectric constant significantly increases at low frequency, with an 
increase in the dielectric loss factor. We believe that this discrepancy was caused by a 
small interfacial air layer forming between the probe’s end and the solution. To 
investigate this idea, a very thin air layer (i.e. 50μm thick) was used in an EMPro 
simulation to cover the probe aperture in the presence of saline solution. Comparison 
results of the saline solution measurements with and without the air layer are illustrated 
in Figure 4.12 and confirm our interpretation. In practice, these effects may be negated 
by surface treatment of the Teflon spacer at the probe’s end to reduce its 
hydrophobicity. 
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Figure 4.12:The variation of, (a) the dielectric constant (𝜺′), and (b)- the 
dielectric loss factor (𝜺′′), of saline solution between 50 MHz and 3GHz for a 
𝝋 = 𝟎° probe compared with simulation and calculated values. 
(a) 
(b) 
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In summary, the capability of microwave needle probes to measure the dielectric 
properties of cancer and normal tissue in vitro was demonstrated in this chapter, with 
high dielectric contrast and sensitivity achieved, especially at low microwave 
frequencies. Simulations confirm consistency between the model and measurements. 
This method has the advantage of its non-invasive nature, especially for cancer tissue 
diagnosis. The measurements with mouse breast cancer and normal tissues demonstrate 
that cancer breast tissues have much higher water content than the healthy tissue. 
Subsequently, one would expect the magnitude of the reflection coefficient to be higher 
for normal tissue, as is observed. This is due to the dielectric relaxation of the bulk 
water in the tissue, which behaves in a similar manner to pure water. This is clearly 
evident from the results presented, and it can be concluded that probes with higher 
aperture angle result in a more sensitivity measurement than for the flat aperture probe. 
Significantly higher permittivity and conductivity values for the tumour breast tissues 
are measured compared with normal tissue. Our results are in very good agreement with 
previous studies reported in the literature, only in our case using a needle probe which 
lends itself better to a practical diagnostic device compared with a flat probe (often with 
a broad flange).  
Additionally, it was confirmed that physiological saline cannot be used to model the 
cancer tissues. Further studies of this effect would be of relevance to further 
developments of the clinical use of radiofrequency and microwave needle diagnostic 
probes. The use of a needle probe in the final decision-making process completes the 
ability of this system to accurately diagnose healthy and cancerous breast tissue. Future 
work includes real-time experimental testing of breast tissues with the needle 
microwave providing the final diagnosis. We also plan to use the same needle type 
probes for therapeutic treatment of tumours, such that the interesting possibility opens 
up of tumour detection at low powers (i.e. the 1 mW level used in our characterizations 
here), switched to much higher powers (10’s W) when tumour treatment is required. 
  
87 
 
 MICROWAVE NON-THERMAL CHAPTER 5
IRRADIATION FOR CANCER THERAPY 
In this chapter, a novel microwave sensor technique is developed that has been proved 
to be successful in treating cancerous cells utilising microwave irradiation without a 
strong thermal effect. The current efforts in the development of the technique are 
analysed, which include underlying sensor principles, microwave treatment 
technologies and infrastructure, as well as hardware, software, and validation 
procedures. This study demonstrates the beneficial uses of open-ended coaxial probes 
with microwave non-thermal high power irradiation techniques to enable penetration of 
electromagnetic energy into cancer tissue. Key features in this technique will be 
presented, such as the use of pulsing modes to prevent any rise in temperature and the 
effects of delivered power level on cells in their culture medium, and the assessment of 
sensitivity to cell states. 
To achieving this challenging aim, a literature review was conducted comparing three 
recent, alternative cancer treatments, collectively termed as “ablation”. Microwave 
ablation was found to be the most promising treatment for cancerous tumours. Much of 
the literature has emphasis on thermal ablation and consequently this effect has been 
explained, followed by further information regarding the impact of electric fields on 
cancerous tissue. Extensive simulations were carried out, from which it can be observed 
that the electric field distribution is sufficient to propagate through the entire sample 
being tested at the power levels and operational frequency being used.  
A number of probes were fabricated, which underwent a series of experimental tests to 
evaluate their performance and to test whether cell death could be achieved without any 
thermal effect by implementing a range of pulsing modes, varying between duty cycles 
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of 5 – 25%. Coaxial applicators based on open-circuit RG402 and RG405 cables were 
used to deliver microwave radiation at the proposed duty cycles to cancerous cell 
cultures and in vivo tissues. A measurement interface has been created in LabVIEW to 
control a range of parameters including temperature, reflected power, S11, and power 
dissipated. The results of the experiments show a high success in accomplishing 
complete cell death, in an applied power range from 10W to 50W with duty cycles of 5 
and 10%, at both 2.2 GHz and 5.8 GHz, with no significant temperature rise. The 
mechanism of cell death has been termed electroporation [163], in which the cell 
membrane breaks down as a result of the high content of polar molecules being agitated 
under the high applied microwave electric field. 
In order to achieve this distinction between cell death caused by thermal effects and cell 
death caused by irradiation (i.e. high electric field), cancerous cell cultures and in vivo 
tissues were provided by the European Cancer Stem Cell Research Institute at Cardiff 
University, and University Hospital of Wales (from both Heath and Llandough sites). 
These cells will be utilised with a range of experiments developed, ensuring that 
temperature rise is minimal whilst achieving cell death.  
In general, the treatment part of this thesis will be arranged in main sections as follows: 
firstly, a literature review will be conducted assessing the various treatment options of 
cancer, with a particular focus on ablation methods. Then, a comparison of ablation 
techniques will be conducted considering the advantages of each. A detailed review of 
microwave ablation will be conducted, considering the theory and a distinction between 
thermal and non-thermal effects will be attempted. Following on from this, a range of 
simulations will be conducted to assess the potential electric field generated by probe, at 
different power levels in cancerous tissue. These simulations will be created by using 
COMSOL Multiphysics to ensure that accurate outcomes will be obtained.  
In chapter 6, the equipment used to generate both the continuous and pulsed wave 
microwave radiation has been explored in detail, with each element being detailed. A 
LabVIEW programme has been created and developed that will control the 
measurement and recording a range of important parameters including temperature, 
dissipated power and 𝑆11, allowing for information to be gathered about the experiments 
being conducted. In addition, these devices will be used to conduct experiments in 
which both continuous wave and pulsed signals are used to irradiate a cancerous tissue 
sample. It is anticipated that the pulsing method will reduce the heating effect, allowing 
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for heating and non-heating effects to be distinguished by careful monitoring of 
temperature rises.  
In chapter 7, the experiments and results will be analysed using various methods, 
including high power optical microscopy to generate images before, immediately after 
and 24 hours after the experiments, allowing for comparisons to be drawn between the 
samples. Trypan blue staining was used to investigate the condition of the irradiated 
cells. Also, to expand on the investigation, a scan was conducted on 945 cell proteins 
immediately after the microwave irradiation and after a waiting period of few hours. 
Finally, the results will be discussed using available literature and theory, and the next 
steps proposed to confirm and validate the technique, via animal studies. 
 Literature Review 5.1
Cancer is a leading cause of mortality across the world with an estimated 8.2 million 
deaths being attributed to cancer in 2012. Furthermore, the rates of mortality and new 
cases of cancer are projected to increase rapidly by 2030, with an estimated 21.7 million 
new cases of cancer and 13 million deaths as a result of cancer [164]. This increasing 
rate of cancer is largely due to a growing and ageing population, which is further 
exacerbated through an increasing adoption of the ‘Western Lifestyle’, typified by a 
number of traits including poor diet, lack of physical inactivity and smoking [164].  
Breast cancer has been selected as the focus of this study. This has been done for a 
number of reasons. Firstly, it is the most common form of cancer in the UK affecting 
50,285 individuals in 2011 and posing a lifetime risk to women of one in eight [165]. In 
addition to the large numbers affected by breast cancer, it is also very prevalent in the 
elderly, with over 50s accounting for 80% of diagnoses [166]. This age group is 
particularly vulnerable to conventional treatment methods and are often unable to 
undergo these treatments. This can lead to an ‘under-treatment’ scenario in which the 
tumour may not be fully treated, leading to the affected individual being susceptible to 
further harm from the cancer. Additionally, as awareness of breast cancer is increased 
and greater numbers of women are undergoing breast cancer screening, cancers are 
being detected at earlier stages in their development, leading to smaller tumours being 
detected. The leading cause of concern in treating small tumours is termed ‘ over-
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treatment’ and can result in patients undergoing very serious procedures, surgery under 
general anaesthetic for example, for a relatively minor tumour. This can result in 
significant stress placed upon the patient, with lengthy treatment and recovery times, 
taking up considerable resources at great expense.  
Consequently, it is critically important to have a wide range of treatment methods 
available, providing the optimal treatment for individual cases. Now, commonly used 
treatment approaches include surgery, radiotherapy, chemotherapy, hormone therapy 
and biological treatment [167]. Each of these approaches has their associated 
advantages and disadvantages but, typically, all are resource-intensive and introduce a 
significant stress on the patient. On other hand, there is the scope for additional 
treatment options to be developed, in particular for smaller tumours, which are critically 
both less resource intensive and less invasive.  
 Cancer Treatment Techniques 5.1.1
The important treatment technique being considered within this research falls under the 
broad category of ablation. Ablation is defined as the removal of tissue through 
vaporisation and is currently used to treat a range of conditions such as heart 
arrhythmias and menorrhagia [168]. Recently, ablation is being stated as a method to 
treat various kinds of cancer and there are three main types within this context, which 
will be presented in the next section.  
5.1.1.1 Cryoablation Technique 
Cryoablation involves destroying tumour cells by extreme cold processing. A probe is 
injected into a tumour, through which cold gas (e.g. nitrogen) is pumped, causing the 
temperature of the surrounding tissue to decrease. Consequently, intracellular ice 
crystals will be formed by the cooling process which will eventually lead to disruption 
of the tumour cell function, causing damage to organelles within the cytoplasm.  
However, this requires a critical temperature between −19.4℃ and −40℃ to be 
reached to ensure that the cancerous tissue is successfully treated [169]. 
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5.1.1.2 Radio Frequency Ablation Technique (RFA) 
This is the most broadly used ablation method for small to midsize tumours, up to 7cm 
across [170]. The mechanism of radio frequency ablation involves inserting a thin 
needle electrode into the tumour site, upon which radio frequency (RF) (typically 450 – 
500 kHz [171]) current is applied from the electrode tip through the surrounding tissue 
to the grounding pads placed on the patient’s skin as shown in Figure 5.1. The RF 
3000® Generator as an example provides up to 2 amps of current and can provide a 
power of up to 200 watts, which is typical of currently-used systems. The level of power 
delivered is controlled by the user. The power level is set low to start and is steadily 
increased to allow for a gradual heating of the tumour volume [172]. The death of the 
tumour cells is due to the passive heating conducted by the resistive current paths that 
radiate outwards from the electrode to the surrounding tissue. This process is mainly 
limited by the thermal conductivity of the surrounding cells and, as a result, the ablation 
efficiency is poor near efficient heat sinks, such as large blood vessels. The known issue 
with this method is that its reliance on passive heating results in the ablation margin 
being higher than in other techniques, in order to guarantee the tumour is completely 
destroyed, meaning that usually a greater volume of healthy tissue is harmed. RF 
ablation can also be limited by an increase in impedance resulting from tissue boiling 
and charring, as water vaporization and char act as electrical insulators [173]. Some of 
the challenges associated with the selective heating of deep-seated tumours without 
damaging surrounding tissue are: 
 Control of heating power and spatial distribution. 
 Design and placement of temperature sensors. 
92 
 
 
 
Figure 5.1: Schematic of minimally-invasive liver tumor RF ablation procedure. The ablation catheter is 
inserted through a small incision and steered into the tumor under ultrasound imaging guidance[171] . 
5.1.1.3 Microwave Ablation (MWA) Technique 
Microwave ablation is the most relevant technique to this research. It involves 
delivering microwave radiation to the tumour at high frequency, typically at between 
900 MHz and 2.45GHz [174], [175]. Also, the range 5.8 GHz - 10 GHz can produce 
shallow energy penetration that results in very precise ablations appropriate for cancer 
treatments [176], creating localised dielectric heating (diathermy) resulting in controlled 
tumour destruction. The critical temperatures within the treatment field are found to be 
greater than 60°C for instantaneous cell death, with temperatures from 42°C to 60°C 
requiring longer treatment time period to achieve cell necrosis [177]. Strickland et al 
used variable times and power outputs ranging from 36 to 200 W in an in vivo porcine 
liver model and demonstrated ablation zones ranging from 3 to 6 cm in diameter 
produced very rapidly, i.e. within three minutes [178]. A review of the efficacy of 
microwave ablation has been carried out by Martin et al. [174], in which 100 patients 
underwent ablations for hepatic malignancies, and concluded that microwave ablation is 
an effective and safe technique for treating this cancer type. The significant finding was 
that local recurrence of the tumour at the ablated site occurred in only 2% of patients. In 
addition, the main advantages over the previously mentioned RF ablation is active 
heating against RF ablations passive heating, which provides desiccation of tissue 
without the excessive charring and nerve damage associated with RF ablation. Active 
heating allows for more consistent tumour destruction near to blood vessels that act as 
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heat sinks, for ensuring consistent tumour destruction. This active heating effect can be 
best explained through the use of Debye model shown in Figure 5.2. 
 
 
 
 
 
Figure 5.2: A diagram illustrating the impact an electric field has upon polar molecules [179]. 
Figure 5.2 illustrates a biologically important situation arises when water molecules are 
irradiated with microwaves of appropriate frequency to excite their rotational motion 
depending on the polarity of the applied electric field [180]. At high frequencies, the 
rotational kinetic energy increases, consequently, the polar water molecules cannot 
rotate at the same angular frequency as the applied microwave frequency and this leads 
to the molecules generated. These oscillations generate heat due to the frictional forces 
involved which eventually leads to the temperature of the surrounding body increasing. 
In regards to tissue, the combined effect of all the polar molecules oscillating leads to a 
temperature rise, triggering cell death through coagulative necrosis [181]. 
 Comparison of Ablation Techniques 5.1.2
All three techniques previously described create some form of heat transfer in order to 
destroy the cells of the tumour; both RF ablation (RFA) and cryoablation depend on 
passive heat transfer, whereas microwave ablation (MWA) achieves an active heat 
transfer. Active heat transfer is a significant merit over passive heat transfer due to its 
ability to overcome heat sinks, a significant problem when trying to treat uniform lesion 
area. Moreover, it has the capability to treat large tumour regions compared with a 
passive heat transfer method as shown in Figure 5.3. It can be noted that the larger 
ablation zones (arrows) at each time point in the microwave panel. The zones generated 
using microwaves were 25% larger in mean diameter, significantly more circular and 
developed faster than those achieved with RF energy [175]. Unlike RFA, MWA and its 
active heating mechanism do not rely on electrical conduction. When tissue is charred 
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(often a result of the RFA procedure) it acts as an electrical insulator, further reducing 
RFA’s ability to transfer heat, which is not relevant for MWA. However, all three 
techniques are still reported to have high degrees of success in treating small tumours 
[182] with all showing well-defined lesions. Although it should be noted that MWA 
showed the most clearly defined ablation regions with no viable tissue. A final 
important point to mention is that, in spite of all three methods being minimally 
invasive, being delivered laparoscopically (i.e. “keyhole” surgery), MA tends to be the 
best treatment option, delivering all the benefits of the alternatives whilst creating 
additional advantages due to its active heating. 
 
 
Figure 5.3: Sequential CT images obtained during RF vs MW ablation in in vivo porcine lungs. Note the 
larger ablation zones (arrows) at each time point in the microwave panel [175] 
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 Microwave Ablation – Previous Studies 5.1.3
A number of studies have been conducted that seek to exploit a range of parameters in 
order to advance the treatment. A study by Yoon et al., [183] has carried out extensive 
research into application of high frequency, low power microwave ablation. It has stated 
that at higher frequencies, 18 GHz being the most effective, there is a high degree of 
material selectivity in which the dielectric loss factor is at its peak between 10 - 24 
GHz, and it is the dielectric loss factor that dictates the level of energy dissipation 
through heat. Subsequently, as the loss factor increases the temperature in the tissue also 
increases, which can lead to lower power levels being used that increase the efficiency 
whilst lowering the collateral damage. It has reported that nude mice xenografted with 
human breast tissue treated at 18 GHz with a 1W dose of microwave radiation 
demonstrates complete cessation in tumour growth and 100% survival at day 100 [183]. 
A further study by Jones, et al., [184] has also presented that high frequency MWA is 
effective in destroying cancerous tissue. The study by Yoon, et al., [183] has performed 
the procedure at higher power levels, 50W. These higher power levels generate larger 
ablation regions, a result that is to be expected on thermal grounds, in spite of the 
apparent lack of determining the optimum frequency. Consequently, whilst it can be 
seen that frequency can have an impact on improving the efficiency of the treatment, the 
microwave power levels are also a significant factor.  
Jones, et al, [184] also raises another interesting point in that whilst the impact of 
microwave heating is a well-established and understood phenomenon, there may be 
additional effects that are impacting on the cells. Determining the precise nature of these 
changes and the fundamental biology behind them are outside the scope of this thesis. 
On the other hand, the resulting impact of these other processes could be important in 
determining the viability of the cancerous tissue. Presently, there are two known 
impacts of MWA; these include microwave fixation and coagulative necrosis. 
Microwave fixed cells tend to maintain their structure but establish complete subcellular 
disruption and are no longer viable. This region is found in the area closest to 
microwave probe. Coagulative necrosis is found in cells further from the tip of the 
probe and again leads to death of cells [185].  
A potentially very important result is shown in a study by Dwivedi, et al., [186] which 
was concerned with low intensity microwave radiation and its impact on liver cells. The 
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significant finding of this study is that under low intensity microwave radiation there 
was significant disruption to cell membranes. This raises an interesting discussion point 
around the exact mechanism of this damage, since almost all studies previously focused 
on the heating effect, which is apparently contradictory to this research. The low power 
microwaves utilised would be expected to lead to only minor increases in the 
temperature, which is not sufficient to cause the damage quoted in other studies.  
Obviously, several assumptions have been made leading up to this conclusion, as there 
is no temperature quoted by the study author, and it can only be assumed this power 
level would not lead to a huge temperature rise. Furthermore, the cells used are not 
cancerous cells that have previously investigated. However, this observation, in 
combination with the unknown causes of microwave fixation, warrant further 
investigation and will form the focus of the remainder of this thesis. 
 Microwave Ablation – Theory 5.1.4
The basics behind microwave ablation are that electromagnetic radiation is delivered 
from an antenna into a tissue sample, with the fields involved being governed by 
Maxwell’s equations. The most influential part of this radiation is the electric field as a 
result of its interaction with polar molecules, such as water, and it is expected that it is 
the electric field that will still be the main factor behind cell necrosis. However, the 
more fundamental part is the requirement for energy to be delivered to the tissue in 
order to see the effect. The energy delivered is a function of the power delivered, which 
is best described in (5.1) [187]. 
 𝑆𝐴𝑅 =  
𝜎
2𝜌
𝐸2 (5.1) 
where σ is the conductivity of the tissue (S/m), E is the electric field amplitude (V/m), ρ 
is tissue mass density (kg/m
3
) and SAR is the rms specific absorption rate (W/kg). SAR 
is effectively a measure of the rate of power deposition in the tissue and will determine 
the power transferred to the tissue, consequently governing the damage inflicted to the 
tissue. Due to the SAR’s high dependence on electric field, more consideration to this 
aspect will be given in next section. 
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5.1.4.1 Electric Field Cellular Impact 
The microwave electric field is anticipated to interact with all the polar molecules 
within a cell and it is this interaction that is sought to be exploited for the purposes of 
this investigation.  COMSOL simulations of ideal applicator geometries are considered 
in the next section.  
In order to optimize the coaxial applicator design, a number of parameters were 
investigated and varied. The primary parameters studied were: the geometry of the 
aperture, the radius of the tip of the open-ended coaxial probe; and the axial position of 
the probe. The models were optimized to fulfill the requirements of the treatment 
process, in particular maximum delivered power to the cells at an operational frequency 
of 5.8 GHz. 
 Probe modelling in COMSOL 5.2
As a result of a comprehensive search of information obtained through the literature 
review, a range of simulations have been generated to better understand the electric field 
distribution within the tissue sample. FEM software was utilised, allowing for a range of 
models to be created with varying parameters, with the information being used to 
provide evaluation for the practical experiments. The software selected is COMSOL 
Multiphysics, which utilises advanced numerical methods for modelling and simulating 
physics based problems. This software has been chosen (ahead of EMPro) because of its 
ability to couple EM and thermal problems, utilising its “Multiphysics” approach and 
using its specialist RF Module. 
 Determination of the model parameters 5.2.1
One of the important parameters utilised is the frequency. The frequency selected is 5.8 
GHz, which has been selected for a number of reasons. Firstly, based on the literature, 
higher frequencies tended to generate the best results. Additionally, there are equipment 
limitations, in that the signal generator available for the experiments has a maximum 
output frequency of 6 GHz, so that 5.8GHz is in the nearest ISM (Industrial-Sceintific-
Medical) band. Secondly, as mentioned previously, the microwave power levels dictate 
98 
 
the electric field levels (with 𝐸 ∝ √𝑃)  and consequently a range of power levels will be 
tested, this is again being limited by the available equipment and safety concerns to 
50W. Hence, a range of input power levels from 10W to 50W will be simulated. The 
dielectric properties of the materials being subjected to microwave radiation are 
required to be set, to guarantee accurate results will be generated. Three different 
materials have been simulated: water, normal breast tissue, and cancerous breast tissue. 
The dielectric properties of water are well known with relative permittivity being 
adjusted for temperature through equation (5.2) [188]. 
 𝜀𝑆(𝑇
′) = 78.54(1 − 4.579 × 10−3𝑇′ + 1.17 × 10−5𝑇′2 − 2.8
× 10−8𝑇′3) 
(5.2) 
where 𝜀𝑆 is the relative permittivity and 𝑇
′ is 𝑇 − 𝑇0, where 𝑇 is temperature and 𝑇0 is 
the ambient temperature, set to 25°𝐶 such that the relative permittivity was found to be 
78.54. The conductivity of water was set to 5.5 × 10−6 𝑆/𝑚. The normal and cancerous 
breast tissue dielectric properties were found in a large scale study conducted by 
Lazebnik, et al., [134] and are summarised in Table 5-1. 
Table 5-1 Dielectric properties of normal and cancerous breast tissues. 
 
 
The properties shown in Table 5-1 are measured at 5.8 GHz and will be utilised within 
the simulations. Finally, the other factor in the design of these simulations is the various 
geometries used; these reflect the available materials and have been created to the exact 
specifications to ensure the results of the simulation are accurate. 
 Geometry and Mesh Creation 5.2.2
COMSOL Multiphysics® 4.4 was used to design a new open-ended coaxial probe by 
attempting different geometric configurations based on different apertures. Then, 
different levels of excitation powers were applied to evaluate the electrical field 
distribution through different samples. The design was based on a drive frequency of 
5.8 GHz. To create the models COMSOL requires a number of steps to be followed. 
Parameter Normal Breast Tissue Cancerous Breast Tissue 
Relative Permittivity 4.5 57 
Conductivity (S/m) 0.2 5 
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This process will be described for one of the models and will be repeated in exactly the 
same manner for all remaining models. The geometry is created which reflects the shape 
and size of the probe used. The method of creating the object shown in Figure 5.4 is 
known as translational geometry, which is a method of representing 3D objects in 2D. It 
relies upon there being a constant cross-sectional shape which can be translated in a 
fixed direction, as is the case for Figure 5.4 and for all future models. 
 
 
Figure 5.4: Labelled diagram of the RG402 microwave probe and sample as generated by COMSOL. 
It shows the geometry of a simple open ended coaxial cable, which is acting as the 
antenna for the microwave radiation, as generated in COMSOL. It has been immersed 
into a water sample in this particular example. The model shown is an accurate 
representation of the probe that is expected to be utilized for the real experiments. 
Having created the geometry, material properties, frequency (5.8 GHz), and power level 
(initially 10W), are required to be entered and then the suitable mesh can be generated, 
as shown in Figure 5.5. This model contains one plane of symmetry. By using 
symmetry, only one-half of the structure, as shown in Figure, needs to be modelled by 
applying the symmetric boundary condition at the plane of symmetry to simplify their 
modelling process. 
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Figure 5.5: The mesh generated by COMSOL.  
The accuracy level of this mesh can be increased by changing the element size; this was 
deemed unnecessary due to the already detailed mesh, with little benefit being gained 
through increased refinement, given the increased computation time. Having completed 
these steps the model can now be solved. 
 
Figure 5.6: The solved model for 10W of radiation delivered into a water sample as generated by 
COMSOL. 
Figure 5.6 displays the electric field distribution for the previously created model, with 
the red regions displaying higher levels of electric field, which as expected can be seen 
to be concentrated near to the tip of the probe.  
V/m 
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Scattered electric field effects were investigated using an open-ended coaxial sensor, as 
the maxima of field is localized at the open-ended applicator aperture as demonstrated 
by: 
 2𝑉𝑜
+ = 𝑉𝑜𝑝𝑒𝑛−𝑒𝑛𝑑𝑒𝑑 (5.3) 
𝑉𝑜
+ is the input voltage and 𝑉𝑜𝑝𝑒𝑛−𝑒𝑛𝑑𝑒𝑑 is the voltage at the open-end of the applicator.  
 
 2𝑉𝑜
+ = 2√2𝑃𝑖𝑛𝑧𝑜 (5.4) 
where 𝑃𝑖𝑛 is the input power, and 𝑧𝑜is the characteristic impedance. The electric field at 
the applicator aperture is given by: 
 
𝐸 ≅
𝑉𝑂𝑝𝑒𝑛−𝑒𝑛𝑑𝑒𝑑
 𝑎  𝑙𝑛(𝑏 𝑎)⁄
 (5.5) 
 
𝐸 ≅
2√2𝑃𝑖𝑛𝑧𝑂
 𝑎  𝑙𝑛(𝑏 𝑎)⁄
 (5.6) 
where a and b are the inner and outer radius of the applicator respectively. 
 Simulation results 5.3
Using the methodology set out above a range of simulations has been conducted in 
order to generate reliable information upon which the experiments can be conducted.  
- Power Level Effect 
 
The impact of different power levels on the electric field distribution has been assessed, 
the results of which are shown in Figure 5.7. 
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Figure 5.7: The electric field distribution at different power levels. a) 10W, b) 30W & c) 50W. 
The electric field strength efficiency can be seen to increase as the power level is 
increased. When increasing the microwave power level, it can be seen from the 
COMSOL plot that the electric field magnitude everywhere increases, according to  ∝ 
√P . Owing to the deficiencies in using contour plots to illustrate electric field, it is not 
immediately apparent from Figure 5.7 that the field magnitude increases at the probe 
end (though it does), but the increases in the space around the probe is clear. 
 
- Sample container effect 
 
Having developed a general understanding of the electric field propagation 
characteristics in water, a range of realistic simulations can be produced to better reflect 
the sample containers that are expected to be used. These sample containers were 
provided by the European Cancer Stem Cell Research Institute and are commonly used 
for experimental procedures being carried out on cancerous cells. The first sample 
container is shown in. Figure 5.8. 
 
V/m 
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Figure 5.8: The geometry, a), and results of a simulation, b), at 50W for water in the sample container. 
It shows poor field distribution with the electric not propagating the full length of the 
container. Consequently the decision was made to use only a partially full container 
with the results of this shown in Figure 5.9 This shows the results of placing the probe 
into the middle of container that is only partially of water, the remainder being air. The 
electric field does not propagate the whole length of this container at the highest 
available power level of 50W. In spite of this, this container was used for the initial 
water based experiments. 
Finally, the experiments to be carried out with the cancer cells will be done in a 
different container. This final container was used for several reasons; it maximises the 
number of experiments that can be carried out and additionally it allows for a more 
uniform electric exposure field to be generated. 
V/m 
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Figure 5.9: Electric field distribution of sample container filled with water and air at 50W. 
 
Figure 5.10: Simulated model of the cancerous sample in the container to be used experimentally, a) the 
geometry of the container, b) electric field at 10W, c) electric field at 30W & d) electric field at 50W. 
V/m 
V/m 
Air 
Water 
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Figure 5.10 shows the electric field distribution for the cancerous breast tissue with the 
parameters set out earlier. The electric field strength increases as the power level 
increases. It should also be noted that the 𝑆11 parameter for this tissue sample is much 
lower, recorded as 0.79, than was found for water, around 0.95 depending on the 
geometry. This is consistent with equation (5.1), which shows that as the conductivity 
increases so too does the SAR. However, the increased conductivity has negative 
implications for the electric field, reducing the depth of propagation due to greater 
number of free electrons opposing the electric field; this is again shown in Figure 5.10, 
with the electric field propagation depth being reduced when compared to water. 
 
- Simulation Limitations 
 
These simulations are not going to be completely accurate for the experiments that will 
be carried out. The biggest potential issue is a result of the unknown dielectric 
properties of the cancerous samples being provided. The samples provided are 
glioblastoma cells which will have different properties to those of the breast tissue 
modelled. Consequently, for the experiments to be carried out the simulations will not 
be a completely accurate representation. These will need to be improved by providing 
practical information of the cells under test.  
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 EXPERIMENTAL SETUP FOR CHAPTER 6
MICROWAVE IRRADIATION OF CANCER CELLS 
 System overview 6.1
Experimental implementation of high power microwave devices, as described herein, is 
challenging. This requires a complex setup, in which every aspect of the system must be 
carefully designed and constructed. A conceptual diagram of the nonthermal microwave 
system and its supporting/auxiliary systems, based on the information from the 
literature review, is seen in Figure 6.1. 
 
Figure 6.1: Schematic of the high power microwave system from source to probe (applicator). 
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The fundamental components necessary for the operation of this technique are: 
a) Signal generator 
b) High power amplifier 
c) Circulator 
d) Directional coupler 
e) Power meters 
f) Microwave applicator 
g) Temperature sensor  
An overview of this entire system is warranted so as to demonstrate how these various 
components are integrated into a whole. This chapter aims to contribute towards an 
understanding of the components shown in Figure 6.1 and their function within the 
system. The signal generator is the source of microwave signal for the open-ended 
coaxial applicator; it produces a microwave pulse with the appropriate period, width and 
duration, fed to a high power amplifier, at the output of which an amplified microwave 
signal is produced. The high power signal then travels through the circulator. 
Simultaneously, the directional coupler drives a signal to the applicator which is 
injected into the cancer tissue. The coupler allows the transmitted and reflected powers 
to be measured by the power meters. Now, a more detailed description of these major 
subsystems components of the experiment will be presented. 
 Signal Generator 6.1.1
An RF signal generator was used to generate the 5.8 GHz in the study, although there 
are many different types of RF signal generator designs available, the building blocks 
are essentially the same. For the purpose of this investigation the MXG 9 kHz – 6 GHz 
signal generator was used [189], which is ideal for the study. The generator had many 
useful inbuilt features: as well as continuous waves it offers a range of different 
modulation schemes such pulse modulation (PM), frequency modulation (FM), and 
amplitude modulation (AM) operation; it has built in software limiters of frequency and 
amplitude; the ability to generate several different periodic waveforms from built in 
standard libraries or user defined input; and built in VISA and GPIB interface to 
provide easy automation. The MXG signal generator has a maximum power output of 
19 dBm (0.0794 W) and was unable to output the powers required for our research. A 
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dedicated power amplifier was used to boost signals from the signal generator to useful 
levels. 
 High Power Amplifier 6.1.2
The power amplifier is at the center of all of our experiments. This device is the source 
of the high-quality magnified microwave power signal that will be used for microwave 
cancer treatment. The amplifier used in this study was the Class A MILMEGA 1.8 GHz 
to 6 GHz solid state amplifier.  
Class (A) is one of several different topologies of power amplifiers; the classification of 
amplifiers depends on several different factors such as: the configuration of the 
amplifier, how it processes input signals and the relationship between its input and 
output signals. Each classification has different advantages associated with it. For class 
(A) amplifiers the two main advantages are their ability for reproducing signals with 
low distortion and outputs that are directly proportional to the input, which are the two 
main criteria for this study. 
A Class (A) amplifier is biased to operate within its active region and is usually not 
driven into its cut-off or saturation regions. In its simplest setup, a class (A) amplifier 
uses a single transistor connected in common emitter (CE) configuration, as seen in 
Figure 6.2, for both halves of its waveform. 
 
Figure 6.2: Simple diagram of class A amplifier circuit [190]. 
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Since the transistor is always on and having current always flowing through it, it 
generates a lot of heat which can have an adverse effect on its self as well as other 
components within the amplifier, leading to varying performance and even temperature 
failure. The MILMEGA amplifier used in this research employs heat sinks and a fan 
system to help it shift this heat away from its casing. For high amplification a single 
transistor doesn’t provide enough gain so most high power amplifiers adopt multi stage 
designs, where the gain is the product of the gains of all the transistor stages. 
Additionally the stages provide a certain level of isolation that contributes towards 
stable operation during mismatch condition [191]. 
6.1.2.1 MILMEGA AS1860 Amplifier 
As a type (A) amplifier, the MILMEGA as1860 is perfect for the needs of this 
investigation; the signal generator will be driving the power amplifier towards the high 
end operational frequency limit (i.e. 5.8GHz), so it’s ideal that it can maintain a high 
level of fidelity. An amplifier maintains a constant gain for low-level input signals. 
However, at higher input levels, the amplifier goes into saturation and its gain 
decreases. The linear input output characteristic of the amplifier simplifies the 
calibration process, discussed in Section 6.2. Table 6-1 below details some of the other 
features of the amplifier. 
Table 6-1 Standard specification for MILMEGA amplifier taken from its datasheet [192]. 
Specifications 
( 1 dB Gain compression point) P1dB 50 dBm 
Gain 46 dB 
Gain Variation with frequency ±3.0 dB 
Operating Temperature range 0 to 40 
o
C 
Maximum Input Power 15 dBm 
VSWR (Input and output) for 50 Ω 
Impedance 
2:1 
RF connector style Type N female 
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Despite its advantages, there are some limitations when using the amplifier:  
- The maximum input power limitation means that an attenuator had to be placed 
between the signal generator feed and the input port of the amplifier, as a 
failsafe to limit the risk of damage to the power amplifier input port. 
- A second limitation that was observed is a drift in the amplifier gain when it is 
initially turned on. Whilst it is true that the amplifier can be used from switch 
on, the circuits within the amplifier need time to become thermally stable for 
accurate power delivery. The drifting gain can have an important effect in 
system calibration, discussed in Section 6.2, especially at higher power levels 
where the deviation in delivered power can be as much as 10 W different from 
that expected. To compensate for this drift, the amplifier was left running over a 
long time period whilst its output power was monitored directly using a power 
meter. It was found that after a period of approximately 40 minutes of operation 
the amplifier gain typically settled on a value of around 46.1 dB. 
- Looking at Table 6-1, the power amplifier is limited to a transmitted output 
power of 50 dBm. Gain compression occurs when the input power of an 
amplifier is increased to a level that reduces the gain of the amplifier by 1 dB; 
Figure 6.3 gives an example of the change in input and output powers when the 
power amplifier is driven into compression. 
 
 
Figure 6.3: Example gain compression plot, in this case the P1dBm level is set at 20dBm output [193].  
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- As previously mentioned, power amplifiers have been known to fail due to 
excessive temperature rise caused by low impedance mismatch. To mitigate 
against this possibility the MILMEGA amplifier employed the use of fans to 
help keep operational temperatures at acceptable levels. In addition extra care 
was taken to make sure the components (i.e. wires, attenuators, devices etc.) 
connected to the input and output ports of the power amplifier are rated at 50 Ω, 
to minimise the chance of impedance mismatch and to use effectively the 
generated microwave power. 
 Circulator 6.1.3
The primary function of the circulator within the experimental set up is to ensure that 
any reflections from the probe tip do not feed back into the power amplifier. The 
interaction with forward travelling waves propagating from the amplifier can lead the 
amplifier to see an apparent impedance mismatch; this can have a range of 
consequences such as: reduced power output, waveform distortion and the increased 
stress on the output transistors of a high power amplifier can lead to premature failure 
[191]. 
The circulator consists of a three port device formed by a y- junction strip line coupled 
to a magnetically biased ferrite material [194]. The output of the power amplifier travels 
through a circulator (which provides protection from large reflections coming from the 
open-ended applicator), and through a 30 dB dual-directional coupler. Both sampling 
ports of this coupler are fitted with power meters that allow us to measure the forward 
(towards the sensor) and reflected (back from the sensor) power. By this way, it’s 
possible to make careful measurements of the power as well as scan the radial pattern of 
the microwave radiation. 
When one of its ports is terminated, the circulator can act as an isolator for the incident 
and reflected signals. The HF signal propagates into the circulator at port 1 and exits at 
port 2. The returning reflected signal enters at port 2 and is terminated at port 3. Due to 
the bias magnetic field produced by the ferrite material there is minimum coupling 
between ports 1 and 3 (transmitted signal) and between ports 2 and 1 (reflected signal). 
Although in general circulators have very low losses and are capable of handling large 
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amounts of power, there a few limitations concerning their operation: since reflected 
power can flow from port 3 back into port 1, a 50 Ω termination placed at port 3 needs 
enough dissipative capacity to ensure no residual signal is transferred back to port 1. A 
second limitation is the reliance on the resonance of the ferrite material, making the 
operation of a circulator very frequency specific; most circulators are designed only to 
operate within a narrow frequency band, outside of which there are increased losses and 
isolation cannot be guaranteed. For the purpose of this thesis the Altan Tec AS7122 
circulator (5.4 to 6.6 GHz) was chosen, as illustrated in Figure 6.4.  
 
 
Figure 6.4: Photograph of used circulator.  
 Directional Coupler 6.1.4
Two of the key parameters of measurement within the study are the measurement of the 
reflection (Rx) and incident powers (Tx) at the probe. These measurements can be used 
to work out the power injected into samples, as well as scattering parameters; indeed, 
such measurements can be used to understand how the properties of the tissue sample 
change during microwave radiation exposure. Unfortunately the reflected and incident 
powers cannot be measured directly, but the directional coupler provides a way for the 
Rx and Tx signals to be sampled simultaneously without the need for adjustment. 
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Figure 6.5: Four port directional coupler diagram [195]. 
The principle of how the directional coupler operates is quite simple; looking at the 
operational diagram presented in Figure 6.5, a signal is fed through port 1 in the 
mainline and outputs through port 2. A fraction of this signal appears in the coupled 
port. Reciprocal circuits within the coupler work to isolate the Tx and Rx so that when 
energy is injected from port 2 it will not be seen in the coupled port. In real life, 
however, there is always some Rx signal leaking into the coupled port. The directivity is 
a measure of the Tx and Rx coupling and is strongly affected by the impedance match 
provided by termination at the isolated port. During calibration it is essential to 
terminate the unused port otherwise a leaking Rx signal will cause inaccuracies to be 
introduced to the measurements taken from the coupled port.  
The coupler used in the study is a four port bidirectional coupler with a rated coupling 
factor of 30dB between the main line and the coupled ports as shown in Figure 6.6. 
Since there are two coupling ports and no true isolation, the directivity of the coupler 
can be compromised, meaning that the signal seen from each of the coupled ports is 
likely to be slightly different from the rated value. Additionally the coupler is unlikely 
to have a flat performance level (not 30dB coupling) across its operational bandwidth; 
calibration of the system was used to determine the correct values of coupling factors 
with respect to the probe position. This point will be discussed further in the next 
section. 
 
Figure 6.6: Photograph of used directional coupler. 
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 Open-ended coaxial applicator 6.1.5
The primary treatment tool for cancer treatment experiments is the open-ended coaxial 
probe, only considered as an “applicator” at these high powers, as opposed to a “sensor” 
at low powers (chapters 2-4). Since this is an applicator problem, for these first 
experiments we decided to use the flat coaxial probe since its electric field distribution 
was more uniform compared with that of the needle probe. A view of the probe can be 
seen in Figure 6.7 This is RG402 open-ended coaxial cable with 5cm length, whose 
SMA female connector end is connected to high power microwave signal, and the other 
flat open end (𝑖. 𝑒. 𝜑 = 0°) is immersed into suspension cancer cells or pressed into in 
vivo tissue. The design of the sensor aperture was later altered based on data from real 
experiment. 
 
Figure 6.7: Photograph of used RG402 open-ended coaxial applicator. 
Other instruments are of note here: attenuators and the thermocouple for temperature 
measurement. Additionally, a very sensitive fibre optic temperature probe and infrared 
thermo-camera were used in later experiments for precise temperature measurement. 
 System Calibration 6.2
To calibrate the power meters, a double ended probe was attached to the output of the 
coupler; its use allowed the reading from the Tx coupled port to be referenced to the 
probe tip. Additionally, using the double ended probe also meant the losses in the probe 
connector could be accounted for. To provide isolation and keep the coupler matched to 
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the system impedance a 50Ω terminator was attached to port 4. This configuration can 
be seen in Figure 6.8.  
When power is injected through port 1, the calibration factor for port 3 is defined as: 
 𝐾1 = 𝑃3 − 𝑃2 (6.1) 
where 𝑃2 and 𝑃3 are the power meter readings (in dBm) at ports 2 and 3 respectively.  
 
 
 
 
 
 
 
 
 
 
 
 
In a similar fashion the calibration for the coupled reflection, shown in Figure 6.9, can 
be found this time with the power injected through the double ended probe and 
measurement taken from port 1 and the Rx coupled port. 
 
Figure 6.9: Diagram of reflection signal calibration process. 
The calibration factor for port 4 is defined as: 
P2 
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Figure 6.8: Diagram of forward signal calibration process. 
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 𝐾2 = 𝑃4 − 𝑃1 (6.2) 
 
 
- Calibration Limitations 
 
The power meters used in the study are complex devices and have a limited level of 
direct power they can withstand (+23 dBm), however since the elements between the 
amplifier and the probe are assumed to be passive, the calibration process took place at 
lower output power levels than the levels used experimentally (40 dBm - 47 dBm); the 
assumption being that the coupling factors are constant and that there is a linear scaling 
when powers are increased.  
After calibration is performed, two power meters were connected to the coupled ports P3 
and P4 to allow simultaneous measurement of the Tx and Rx powers; the two power 
meters also act to provide isolation for each other, respectively. In general the power 
meters’ impedance ZL is not exactly equal to the system impedance Z0, so the power 
meters have a non-reflection coefficient [196]. As a consequence some errors in 
readings could be introduced due to cross coupling between forward and reflected 
signals. 
 
 
Figure 6.10: Cascade coupler setup for measuring Rx and Tx. 
Bramall [197] suggests using a set-up of two directional couplers to mitigate mismatch 
in the power meters. In Figure 6.10 each coupler is dedicated to just measuring either 
the forward power or the reflected power. Good terminators (more closely matched to 
50Ω) are used to provide isolated ports with better impedance matching, so there is little 
to no cross coupling between the coupled ports.  
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Unfortunately for the investigation, we were unable to source an additional directional 
coupler that was fit for purpose (i.e. working well in range of 5.8 GHz), instead 
attenuators were added to the input of the coupled ports in series with the power meters; 
the attenuators were used to protect the power meters from damage in the event wrong 
amplitude selection at the signal generator but they also improve the termination of the 
coupler. Since the reflected signal had to travel through an attenuator its level becomes 
sufficiently low enough to prevent any cross coupling in the forward port and helps 
improve the calibration.  
 Electromagnetic Radiation Meter 6.2.1
During the experiment it is expected that the test sample will be exposed to microwave 
radiation up to 50W from the applicaror. This radiation can propagate far beyond the 
samples., a HF meter was used and placed next to sensor to monitoring the risk of 
exposure. It is shown in Figure 6.11.  
 
Figure 6.11: HF meter. 
 Measurements and Instrumentations 6.3
The measurements and instrumentation for this study consist of automation to detect 
and control the instruments and probes for measurement. Several parameters are needed 
to understand the properties of the tissue sample when they are exposed to microwaves 
radiation. These properties include the strength of the microwave signal, the 
transmission and reflection of the microwaves signal as well as the scattering 
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parameters. These parameters are important to be determined because they describe the 
propagation of the microwaves between the sample materials.  
 Peripheral Hardware  6.3.1
The additional hardware used for the measurement and detection of signals from the 
applicators consists of two identical power meters, temperature sensor and DAQ device.  
 Power meter  
The power meter shown in Figure 6.12, is a USB connected power meter that senses the 
strength of the microwave signal ranging from 50 MHz to 18 GHz [198]. The power 
meter reads either peak or average signal, depending on its triggering configuration. For 
peak signal detection, the power meter can be triggered from positive edge of each 
signal coming from the signal generator. This configuration is useful for the power 
measurement during microwave pulsing. On the other hand, the power meter can be set 
to take average measurement at interval sets of measurements, which is more 
convenient for our configuration. The Agilent U2021XA power meter has maximum 
input of +23 dBm, therefore, several precautions were made during direct measurement 
to ensure its protection. This precaution includes the use of low power microwaves (less 
than -10 dBm output from microwave signal generator) for equipment calibrations and 
additional 10 dB attenuator at Port 3 and Port 4 where the power meter reads the 
measurements from the coupler. 
 
 
Figure 6.12: Agilent U2021XA Power Meter with USB connection. 
 Temperature sensor 
 
Figure 6.13 shows the temperature sensor that was used to measure the temperature 
changes within the tissue sample. It is a J-type thermocouple [199] with small 
temperature sensitive part at the tip, giving it the advantage of accessing the small space 
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within the container of the cancer cells culture. Also, the thermocouple is insulated with 
glass along the 2 m length of its two-wire connection. The range of temperature that this 
thermocouple can measure is between -40 ⁰C to 400 ⁰C. 
 
 
Figure 6.13: J-type thermocouple insulated with glass. 
 DAQ device 
 
A compact DAQ device NI 9219, manufactured by National Instruments, was chosen to 
sample and measure the current changes within the thermocouple and convert it into 
temperature measurement. The DAQ device is connected through USB and controlled 
by a LabVIEW program. Since the thermocouple required excitation current to 
determine the current and resistance along the wire with the change of temperature, this 
DAQ device has a built-in internal excitation current that is fed into the thermocouple 
wires. Also, the DAQ device has 4 input ports, which makes it suitable for the 
experiment that has been done with a water sample in a long container, where two 
thermocouples were used to measure temperature nearby and far from the probe. 
 Software 6.3.2
All the equipment and applicators are measured and monitored by using LabVIEW 
software.  
LabVIEW implementation: All the instruments and measurement used in this study 
were controlled in a single LabVIEW program, which was written by help of Syed 
Muhammad Hilmi. LabVIEW or Laboratory Virtual Instrument Engineering 
Workstation is National Instrument’s software for graphical programming to control 
and measure instruments. The software can take any input or output data and displays 
the measurements in any graphical form [200]. The software consists of Virtual 
Temperature sensitive 
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Instrument, or VI, that has a front panel and block diagram. Mihura [200] differentiates 
the front panel and block diagram of the VI by writing that the block diagram is used for 
the programmable flow of data acquired, while front panel is used for user interface for 
the program. The Agilent U2021XA power meter is configured within LabVIEW to 
perform specific functions during the measurement. Each setting for the power meter 
has been given in the LabVIEW library by Agilent in form of VI, however, further 
programming and reconstructing of the VI was made. Figure 6.14 and Figure 6.15 
below show the flowchart and block diagram of the power meter configuration. 
 
 
Figure 6.14: Flowchart of power meter's configuration in LabVIEW 
Figure 6.15: Block diagram of power meter's configurations in LabVIEW. 
All the codes were written based on the programming manual given by Agilent [198] 
for this power meter. VISA or Virtual Instrument Software Architecture is a standard 
for configuring, programming and troubleshooting instrumental systems such as GPIB 
or USB interface [201]. The frequency of the measurement was configured by setting 
the frequency for the measurement at 5.8 GHz.  
After all the configurations were made, the power meter was ready to take signal 
strength reading, and it was tested by connecting it directly to the RF signal generator. 
Initialise  Set measurement 
mode 
Set unit of 
measurement 
Set frequency  Set mode 
Measurement 
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Set triggering 
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Get 
measurement Close 
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LabVIEW – Main VI: After the configurations for the power meters were made, the 
measurement sub-VI was reconstructed within a ‘while loop’ for continuous 
measurement. Within this loop, continuous measurement from two power meters and 
thermocouple were made as well as manipulations of data taken from the power meter 
measurement to give reading of power dissipated into the sample, reflection coefficient 
and 𝑆11 parameter. The flowchart for the main VI for this research’s measurement and 
instrumentation are shown in Figure 6.16  
One power meter measured at Port 3 while the other measured at port 4 of the coupler, 
and were given an offset value which was obtained from the calibration procedures 
mentioned in section 6.2 to give readings of transmission signal, Tx into the sample and 
reflection signal, Rx from the sample in dBm units. 
 𝑇𝑥(𝑑𝐵𝑚) = 𝑃𝑜𝑤𝑒𝑟 𝑚𝑒𝑡𝑒𝑟𝑃𝑜𝑟𝑡 3 + 𝑘1(𝑑𝐵𝑚) (6.3) 
 𝑅𝑥(𝑑𝐵𝑚) = 𝑃𝑜𝑤𝑒𝑟 𝑚𝑒𝑡𝑒𝑟𝑃𝑜𝑟𝑡 4 + 𝑘2(𝑑𝐵𝑚) (6.4) 
Subtraction was made between transmission and reflection signal strength to give value 
of reflection coefficient |r|. 
 |𝑟|(𝑑𝐵) = 𝑇𝑥 − 𝑅𝑥 (𝑑𝐵𝑚) (6.5) 
Both values at Port 3 and Port 4 after corrected with offset values were converted into 
Watts by using the usual equation below: 
 
𝑃𝑜𝑤𝑒𝑟 𝑊𝑎𝑡𝑡  =  0.001 × (10
(
𝑑𝐵𝑚
10 )) (6.6) 
The power dissipated (in Watts) into the sample was found from: 
 𝑃𝐷 (𝑊) = 𝑇𝑥 − 𝑅𝑥 (𝑊) (6.7) 
The S11 parameter of the travelling microwaves into the sample was measured by 
equation below 
 
𝑆11 =
𝑏
𝑎
 (6.8) 
where a and b were calculated from the equations below: 
 
𝑇𝑥(𝑊) =
1
2
|𝑎2| (6.9) 
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𝑅𝑥(𝑊) =
1
2
|𝑏2| (6.10) 
Also, the temperature reading from thermocouples was configured by using the DAQ 
assist palette. Within Labview the palette recognised the DAQ device used and directly 
converts the measurement from the connected thermocouples into temperature reading, 
in units of degrees Celsius. The complete main panel for measurement is shown in the 
flowchart of Figure 6.16. 
 
 
Figure 6.16: Flowchart of main measurement VI in LabVIEW. 
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The main panel VI shows the comparison of reflection coefficient, power dissipated into 
sample, S11 and the temperature within the sample, which is more interesting to look at 
for this research. Each measurement was divided into several tabs for easy access. Each 
power meter at Port 3 and Port 4 can be configured in the main panel, such as 
initialising the resource name as well as the offset at each port on the coupler. The 
temperature of the sample, both near the probe and far away from it, can be easily read 
at the thermometer or on digital view as shown in Figure 6.17. The actual reading of the 
power meters (in dBm units) are shown in main panel. These values are monitored for 
safety precaution in case it exceeds the maximum input rating (+23dBm). 
 
 
Figure 6.17: Main panel of the main measurement VI in LabVIEW. 
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 EXPERIMENTS AND RESULTS FOR CHAPTER 7
MICROWAVE IRRADIATION OF CANCER CELLS 
The experimental setup and procedure for preliminary measurements have just been 
discussed in CHAPTER 6. A wide range of cancer cells samples have been tested in 
suspended medium and in vivo form, which will now be described here.  
 Equipment Calibration and Preliminary Measurement at 5.8 GHz 7.1
For correct measurement of power meter readings a system calibration was performed 
based on the procedure described in Section 6.2, prior to the first experiment and after 
extended periods of equipment being idle; appropriate offsets were set in the user 
created LabVIEW program. The LabVIEW program was used to coordinate 
measurement, limit the experiment run time, log temperature, measure the power 
delivered to applicator probe and power reflected back from the probe. The calculations 
of the reflection coefficient and the dissipated power back have been implemented into 
the LabVIEW program. 
 Methodology 7.2
An initial baseline test was carried out to determine the minimum energy needed to be 
delivered at the probe tip to achieve death in the cancerous cell cultures. A sample of 1 
mL of water was placed in a container (an Eppendorf tube) of the dimensions defined 
in. Figure 7.1. Water was used since the cancer cell samples were in solution (called 
‘N2 cell culture medium and it is water-based) and it provided a good first 
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approximation of what behaviour to expect with the cell cultures. The components list 
of this solution can be found in [202]. 
The initial experiment was done in the School of Engineering to test the full system 
performance. The microwave probe was immersed into the water sample and centred 
within the container, so the probe tip was just below the meniscus of the water sample. 
Two thermocouples were also inserted into the container to measure temperature 
difference: one was placed in close proximity to the probe tip and the other placed near 
the bottom of the container. 
 
10 Watts of microwave radiation at 5.8 GHz was delivered to the applicator. The 
exposure time to cause a temperature rise in the water (i.e. measured by the 
thermocouple nearest to the applicator end) was recorded. The selection of 10 W and 55 
⁰C is based on a literature review of conventional values of powers used in microwave 
treatment. It is understood that at temperatures above 42 ⁰C the process of cell death 
begins [33], therefore 55 ⁰C was taken as a good baseline temperature to expect 
complete cell death in the cell samples.  
Based on the result from the baseline test, the energy being delivered at the applicator’s 
tip was determined using (7.1): 
 𝐸𝑛𝑒𝑟𝑔𝑦 = 𝐷𝑒𝑙𝑖𝑣𝑒𝑟𝑒𝑑 𝑃𝑜𝑤𝑒𝑟 ∗ 𝐷𝑢𝑡𝑦 𝐶𝑦𝑐𝑙𝑒 ∗ 𝐸𝑥𝑝𝑜𝑠𝑢𝑟𝑒 𝑇𝑖𝑚𝑒 (7.1) 
A focus on the delivered energy was taken based on practicality; it was more simple to 
keep this as a constant than the power being injected into the sample, which is expected 
to change in line with the changes in the dielectric properties of the cancer cell culture 
as it is irradiated. The dielectric properties have a direct relationship to the ability of a 
sample to absorb microwave radiation.  
15 
mm 
20 
mm 
10 
mm 
Figure 7.1: Dimensions for container used in preliminary experiment. 
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The total energy delivered to the applicator and the temperature were kept as control 
variables; the other quantifiable variables such as the duty cycle, power delivered to the 
probe and exposure time were varied in order to maintain a constant energy and 
temperature profile. This decision to minimise the number of input variables was done 
in order to make the conclusions more manageable and allow the answering of the main 
questions posed in the research:  
1) Is there a temperature independent mechanism of cell death?  
2) What is the impact of EM field levels on cell death?  
Duty cycle effect: The duty cycle was changed in accordance with Figure 7.2, the 
intention being to use short intervals of microwave radiation to reduce heat transfer into 
the sample, since the temperature change needs a period of time after continuous heat 
transfer to build up. By changing the power delivered to the probe tip, a change in the 
magnitude of EM field is demonstrated; this was discussed in the literature review and 
observed in simulation.  
 
 
 
Using the baseline result of 0.5Wh (i.e. 1.8 kJ) as the reference value of energy 
delivered, an iterative method was used for applying different duty cycles for different 
50 % duty 
cycle 
75 % duty 
cycle 
25 % duty 
cycle 
5 % duty 
cycle 
Pulse period  
Pulse width  
Figure 7.2: Pulse signal with different duty cycles. 
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power levels whilst maintaining a maximum temperature of 40
o
C over the course of the 
expected exposure time. A suitable pulse regime was achieved for use in the main 
experiment, as presented in Figure 7.3. 
 
Figure 7.3: Different duty cycle and delivered power effects with temperature on a water sample. 
 
The range of powers was selected to give a wide spread of results in which to test our 
hypothesis about the relationship between power and electric field propagation. Chosen 
duty cycles were arrived at experimentally as a compromise between having a short 
duty cycle to minimise temperature changes and making sure the exposure time was not 
unduly long. 
 Lab Study 1  RG402 applicator - Flat aperture 7.2.1
A smaller container of 10.9 mm depth and 7 mm diameter (i.e. it is called 96 well F-
bottom / polystyrene) was used to carry out the experiments with cancer cell cultures. 
The plate containing the relevant sample was prepared and an RF power meter was used 
as a safety measure. The microwave probe was centred and immersed into the relevant 
well containing the cancerous cell culture, as shown in Figure 7.4. The well was filled 
with 50−100 𝜇𝑚 of cell culture. 
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Figure 7.4: (a) Dimensions of each well. (b) Showing the 96-F-bottom wells that are used for cell 
insertion. 
 
Limitations: Since it was difficult in this set up to observe the meniscus and based on 
simulations the EM radiation was deemed large enough to envelope the container, care 
was taken to make sure the probe wasn’t touching the sides or the bottom of the 
container and the probe was manually secured into position by means of a clamp stand. 
Also there wasn’t enough space for the insertion of two thermocouple sensors, however, 
based on simulation profile for the propagation of EM Field it was deemed acceptable 
for the use of just one thermocouple in the sample. The experiments carried out were the 
ones identified in Figure 7.4. For each sample optical microscope images were recorded 
both before and after microwave treatment. For consideration of the possibility of latent 
effects, images 24 hours post treatment were also recorded. 
 
The temperature profiles from the main experiment didn’t accurately match the 
expected results based on the preliminary investigation. Whilst the energy transfer due 
to the incident microwave radiation stayed largely the same, due to the change in the 
container the volume of sample was reduced. Heat transfer is an extensive property and 
depends on volume of material [203], so for the same heat transfer the temperature 
change becomes greater for smaller volume. To compensate for the unintended 
temperature rises there was a deviation from the proposed experiments to using lower 
than predicted duty cycles. Table 7-1 below documents the experiments carried out 
during this stage of the investigation. 
(a) (b) 
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Table 7-1 Showing the experiments carried out on tissue sample during the study  1. 
No. 
Power Delivered 
(W) 
Duty Cycle 
(%) 
Exposure Time 
(s) 
1 10 100.00 180 
2 10 25.00 720 
3 20 100.00 90 
4 20 25.00 360 
5 30 10.00 600 
6 30 5.00 1200 
7 40 5.00 900 
 
 Lab Study 2  RG402 applicator - Flat aperture 7.2.2
Exposure time effect: A secondary phase of the investigation involved applying 5% 
duty cycle and only allowing injection of microwave radiation into the sample until a 
temperature of 40
o
C was reached; the results from this part of the investigation were 
used to look at the effect of exposure time on cancer cell cultures (see Table 7-2). Since 
in this situation the control measurement was the temperature of the cell samples, two 
additional samples were placed in water baths at 40
o
C and 50
o
C, respectively. The 40
o
C 
sample provided a comparative temperature dependent only measure, for the other 
experiments carried out within this part of the study. The 55
o
C sample could be 
compared to the baseline results at 10W and 20W (100% duty cycle) from Figure 7.3. 
Both samples were placed in water baths for a period of 600s. It was assumed that after 
this time the average temperature in the samples should be the same as the water bath 
temperature. 
Table 7-2 Showing experiments carried out on tissue samples during study  2. 
No. Mode of Delivery 
Power Delivered 
(W) 
Duty Cycle 
(%) 
8 Microwave 20 5 
9 Microwave 30 5 
10 Microwave 40 5 
11 Water Bath @ 50
o
C - - 
12 Water bath @ 40
o
C - - 
 
130 
 
Tissue Sample Handling: The cancer cell cultures used are very sensitive to 
environmental changes. Due to the operation of the amplifier, the ambient temperature 
in the laboratory was noticeably warmer than normal. To minimise any changes that 
could influence results, the time between each sample being introduced into the 
laboratory and being treated, and subsequent reassessment under the microscope before 
incubation, was reduced as much as possible; to this end our aim was for a turnover 
time of 3 minutes. Also to prevent cross contamination between tissues samples, an 
alcohol swab was used to wipe clean the probe tip and thermocouple between each 
experiment. 
 Results of Study 1 and Study 2 7.2.3
This section will summarise the results generated through the experimental procedure 
described in sections 7.2.1and 7.2.2. The key values examined will include the power 
levels, duty cycle, 𝑆11 reflection coefficient, temperature of the cell culture and the 
visual impact observed on the cell culture. Microscopic images were recorded the 
viability of the cells determined. 
7.2.3.1 Experimental Results – Water Bath 
The cell cultures were placed in water baths heated to 40°C and 50°C for 600s, to 
investigate the sole impact of temperature on the cells. The resulting images from this 
experiment can be shown in Figure 7.5 and Figure 7.6 for 40°C, Figure 7.7 and Figure 
7.8 for 50°C  
 
 
 
Figure 7.5: Microscopic view of the cancer cells at 5x optical zoom (a) before heating (b) immediately 
after heating & (c) 24 hours after heating in a water bath at 40°C, with no microwave irradiation. 
(a) (b) (c) 
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Figure 7.6: Microscopic view of the cancer cells at 10x optical zoom (a) before heating (b) immediately 
after heating and (c) 24 hours after heating in a water bath at 40°C, with no microwave irradiation. 
 
 
The results of this initial test yielded no noticeable impact on the cell cultures, all of 
which remained viable. 
7.2.3.2 Experimental Results – Successful Tests 
Each of the following sets of the microscopic images is of the cell cultures that were 
deemed to be no longer viable 24 hours after the exposure to microwave radiation. In 
addition to the microscopic images, a graph has been created that shows the temperature 
rise during the exposure and the magnitude of S11, from which the power dissipated can 
(a) (b) (c) 
(a) (b) (c) 
 
Figure 7.8: Microscopic view of the cancer cells at 10x optical zoom (a) before heating (b) immediately 
after heating and (c) 24 hours after heating in a water bath at 50°C , with no microwave irradiation. 
(a) (b) (c) 
 
Figure 7.7: Microscopic view of the cancer cells at 5x optical zoom (a) before heating (b) immediately 
after heating & (c) 24 hours after heating in a water bath at 50°C, with no microwave irradiation. 
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be determined. The first result shown below is that of test No. 5 in which 30W was 
delivered using a 10% duty cycle. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
Figure 7.11: Temperature of the sample and S11 for 30 W microwave pulse radiation with 5% duty cycle. 
The cells that were exposed to this particular radiation protocol were found to be 
completely unviable, having sustained significant damage as is shown in the images 
displayed in Figure 7.9 and Figure 7.10. Figure 7.11 displays the S11 and temperature 
parameters throughout the duration of the experiment, with the temperature hitting a 
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Figure 7.10: Microscopic view of the cancer cells at 10x optical zoom (a) before radiation (b) after 
radiation (c) 24 hours after radiation. 
(a) (b) (c) 
 
Figure 7.9: Microscopic view of the cancer cells at 5x optical zoom (a) before radiation (b) after radiation 
(c) 24 hours after radiation. 
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maximum of 45°C. A second successful test, test No. 7, is shown below, which was 
taken at 30W and a 5% duty cycle. 
 
 
 
 
Figure 7.14: Temperature of the sample and the S11 for 30 W microwave pulse radiation with 5% duty 
cycles. 
Figure 7.12 and Figure 7.13 display the results of the 30W, 5% duty cycle exposure and 
it can be seen that catastrophic damage has been done to the cells with a complete 
breakdown in their structure, which leads to the cells being no longer viable. Figure 
7.14 details the temperature and S11 profile over the duration of the experiment, with 
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Figure 7.12: Microscopic view on the cancer cells at 5x optical zoom (a) before radiation (b) after 
radiation (c) 24 hours after radiation. 
(a) (b) (c) 
 
Figure 7.13: Microscopic view on the cancer cells at 10x optical zoom (a) before radiation (b) after 
radiation (c) 24 hours after radiation. 
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the temperature not increasing above 45°C. The final successful test, test No.10, was 
carried out under a different protocol in which the power delivered was turned off 
before a temperature of 43°C was reached. The regime used was 40W, 5% duty cycle 
and the results are shown below in Figure 7.15, Figure 7.16 and Figure 7.17. 
 
 
 
 
Figure 7.17: Temperature of the sample and S11 for 40 W microwave pulse radiation with 5% duty cycles. 
Figure 7.15 and Figure 7.16 show that after 24 hours significant damage has been done 
to the cells, resulting in complete cell death and, therefore, the cells are then found to be 
completely unviable. Figure 7.17 shows, critically, that the temperature never increases 
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Figure 7.15: Microscopic view of the cancer cells at 5x optical zoom (a) before radiation (b) after 
radiation (c) 24 hours after radiation. 
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Figure 7.16: Microscopic view of the cancer cells at 10x optical zoom (a) before radiation (b) after 
radiation(c) 24 hours after radiation 
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above 43°C and that this sample was subject to a particularly short dose of radiation of 
9 seconds. 
7.2.3.3 Experimental Results – Unsuccessful Results 
All of the experiments excluding tests No. 5, 7 and 10 yielded unsuccessful results in 
which the cell cultures were either completely unaffected or only partially affected. An 
example of an unsuccessful test, test No. 1, is shown below. 
 
 
 
 
 
Figure 7.20: Temperature of the sample and S11 for 40 W microwave pulse radiation with 5% duty 
cycles. 
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Figure 7.18: Microscopic view of the cancer cells at 5x optical zoom (a) before radiation (b) after 
radiation (c) 24 hours after radiation. 
(a) (b) (c) 
 
Figure 7.19: Microscopic view on the cancer cells at 10x optical zoom (a) before radiation (b) after 
radiation (c) 24 hours after radiation. 
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Figure 7.18 and Figure 7.19 show no obvious impact on the cell cultures with no impact 
on the viability of these cells. Figure 7.20, shows a significant temperature rise with 
values greater than 60°C being recorded.  
A final piece of recorded data is that of the total energy delivered to the cancerous cell 
culture. This was calculated using the power dissipated into the sample and as such 
should reflect the total energy actually delivered into the sample. The results are 
presented in Table 7-3. 
Table 7-3 Total energy delivered into the sample for each test. 
Test No. 
Energy delivered into 
cancer cells culture (W/h) 
1 0.0478 
2 0.0576 
3 0.1247 
4 0.1184 
5 0.1017 
6 0.1518 
7 0.0911 
8 0.0436 
9 0.0182 
10 0.0124 
 
7.2.3.4 Experimental Results – Summary 
A summary of the results for all tests has been presented in Table 7-4.  
Table 7-4 A summary of the results of all the conducted tests. 
Test 
no. 
Power 
Level 
(W) 
Duty 
Cycle 
(%) 
Peak 
Temperature 
(°C) 
Effect after 24hrs 
40ºC N/A N/A N/A No effect on cell viability 
50ºC N/A N/A N/A No effect on cell viability 
#01 10 100 65 No effect on cell viability 
#02 10 25 N/A 
Low effect: some cell death, but a 
large fraction of live cells remain 
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#03 20 100 49 
Low effect: some cell death, but a 
large fraction of live cells remain 
#04 20 25 75 No effect on cell viability 
#05 30 10 45 Complete cell death 
#06 40 5 60 
Low-intermediate effect; live cells 
remain (both small and large spheres) 
#07 30 5 46 Complete cell death 
#08 20 5 34 
Intermediate effect; live cells remain 
(small spheres only) 
#09 30 5 41 
Low effect: some cell death, but a 
large fraction of live cells remain 
#10 40 5 42 Complete cell death 
 
A summary of the results and the methodology used to obtain the results has been 
provided from a biological perspective by an expert in physiology and pathophysiology 
Dr.Florian Siebzehnrubl “Primary human glioblastoma cells were plated in single wells 
of 96-well plates in tumour sphere conditions. Once spheres had grown to 50-100 μm 
diameter, the cultures were subjected to microwave irradiation. Immediately, before and 
after treatment, as well as 24 hours after treatment, glioblastoma spheres were imaged 
using low- and high-power light microscopy. No differences were noticed between 
individual cultures before treatment. Furthermore, no effects of treatment on cell 
viability or morphology were apparent immediately after treatment. At 24 hours post 
treatment, some cultures showed varying degrees of necrosis, which lead to complete 
eradication of tumour cells in three paradigms. No further changes were noted between 
24 hours and 48 hours post treatment. Importantly, sphere cultures subjected to heat 
alone (40º or 50º C for 10 minutes) showed no signs of decreased viability, indicating 
that treatment effects were due to microwave radiation, rather than a transient increase 
in temperature”. The System set up measurement for the previous experiment is shown 
in Figure 7.21  
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Figure 7.21: System set up measurement. 
 Study 3  RG405 applicator  in vivo liver tissues 7.2.4
Two mouse liver samples were microwaved by pulsed microwave signals using the flat 
open-ended coaxial applicator made from RG405 cable. The applicator was placed in 
direct contact with the tissues, with the temperature during exposure not to exceed 40℃, 
with a minimum value of  30℃. The exposure protocols are as shown in Table 7-5. 
Some preliminary images of the irradiated and control liver samples are presented in  
Figure 7.22 and Figure 7.23.  
 
Table 7-5 showing experiments carried out on liver tissues samples during study  3. 
Sample 
No. 
Power 
Delivered (W) 
Duty Cycle 
(%) 
Exposure 
Time (s) 
1 30 4% 1200 
2 40 2.5% 900 
 
 
 
 
Temperature monitoring 
program by infrared thermal 
camera 
Temperature monitoring 
program by thermo- couple 
Movable XZ- stage 
The Probe and cancer culture 
Infrared-thermal camera 
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A consultant histopathologist at University Hospital of Wales Dr Fouad Alchami and Dr 
Florian Siebzehnrubl who is an expert within this field, have confirmed independently 
that the exposed cells are “clearly dead”. For the control tissues a and b, an area outside 
the zone where irradiation had occurred was selected; this could also be seen on the 
lower surface of the sample as a paler region of tissue. The structural preservation in the 
control tissue is not as good as preferred, but this probably represents autolysis, which is 
process of self-digestion caused by enzymes within the cells when the organism dies 
[204]. 
Also, it was suspected that mouse tissue is more prone to this, say, rat or sheep tissues. 
The outcomes certainly look encouraging. The comparison is striking between the 
preserved cytological structure, in the control tissue, and the disseminated structures, in 
the microwave exposed tissue. This gives a very good indication of cell death, 
associated with microwave exposure within the expected area. 
a) b) 
a) b) 
 
Figure 7.22: a) Liver - Control Area a b) Liver - Microwave a 
 
Figure 7.23: a) Liver - Control Area b b) Liver - Microwave b 
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Interestingly, some relevant changes that have occurred within the microwaved cells are 
related to 'larger' 3D electro-mechanical structures (e.g. organelles or nuclear 
membranes) and not some smaller molecules. Furthermore, it looks like a lot of cell 
organelles were ruptured during the microwave process. The big question here is why? 
Many individual questions have been considered, such as: does the cell membrane still 
look intact? Has the nuclear membrane been ruptured, as- it’s a hard to tell in the 
images of microwaved tissue? Is the higher density around the nuclear edges more 
condensed heterochromatin? The recommendations by Dr Fouad Alchami (i.e. it is for 
future work) were suggested to repeat this all over again, once we are able to get 
surgical biopsy tissue with analysis at different regions (distances) from the probe 
centre, and compare with the anticipated calculated field of tissue response to 
microwave affects. 
 
 Study 4  Use of Electric Cell-Substrate Impedance Sensing (ECIS) 7.2.5
technique 
System improvement: The mechnism of cancer cell death is still not clear, thus for 
more understanding, a number of system improvements were developed according to 
previous studies for improved investigation and analysis.  
a) The LabVIEW program was rebuilt, for more temperature measurement 
sensitivity by adding two new advanced sensors, i.e. fiber optic thermometry 
probes and infrared thermal camera. The two optical probes used are illustrated 
in Figure 7.24. 
 
 
 
 
 
Figure 7.24: Two fiber optic thermometry probes, (a) STF Probe. (b) MicroProbe. 
(a) 
(b) 
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b) New experiments were conducted with 1ms pulse period and 5% duty cycle.  
c) The experiment environment condition was changed, so that all of the new tests 
will be inside a special incubation chamber at 37 °C, as shown in Figure 7.25. 
 
 
Figure 7.25: Incubation chamber at 37 °C. 
d) A small metal piece with a screw and two holes was made. One hole is for the 
sensor to control the depth of the sensor tip inside the walls by help of the screw. The 
second is for the fibre optic thermometry probe, as illustrated in Figure 7.26. 
 Figure 7.26: Small metal piece for temperature probe movement control. 
A small metal 
piece 
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The next section will provide a summary of the procedure used to prepare the cells for 
the new experiments. 
7.2.5.1 Brief ECIS technique summary 
ECIS is a technique designed and licensed by Applied Biophysics Inc (NY, USA) 
which monitors cell attachment and migration, on gold electrodes in 96 well arrays, 
using changes in resistance and impedance over time. 
This study used 96W1E arrays (ECIS culture ware, Applied Biophysics Inc, NY, USA) 
which were stabilised by adding 200µl of stabilising solution (Applied Biophysics Inc, 
NY, USA) to each well and leaving them at room temperature for 20 minutes. This 
medium was aspirated off and replaced with 12104 cells/100µl of HEPES buffered 
medium and 100µl of media.  The array was then placed in the ECIS incubator at 37ºC 
connected to the Theta ECIS controller system (Applied Biophysics Inc, NY, USA). 
The software was configured so resistance of the current flow was measured at 4 kHz. 
Data was normalised using resistance from the first time point. Cells were left for 4 
hours to adhere to the gold electrodes before exposure to microwaves. 
Media Replacement: To assess the % kill rate using trypan blue, all the media from 
each well was removed either 12 hrs or 24 hrs after the event and diluted 1:2 with 
trypan blue. 200 µl of fresh media was added to each sample for the remainder of the 
experiment. A Countess™ II FL Automated Cell Counter was used to count the cell 
density of cell suspension by using a C-Chip disposable hemocytometer, as shown in 
Figure 7.27. 
 
 
 
 
 
 
 
 
 
 Figure 7.27: a) The Countess™ II FL Automated Cell Counter. b) C-Chip Disposable 
Hemocytometer 
a) 
b) 
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The supplier of the breast cancer cells provide all the details and images of what they 
look like under the microscope, and this is included as in Appendix I 
7.2.5.2 Study 4  Experiment 1 and Results 
Table 7-6 A summary of the protocol and results of all tests of study 4 – experiment1 after 24Hrs. 
Test 
No. 
Power 
Level 
(W) 
Exposure 
Time (s) 
Dead 
Cells rate 
– After 
24Hrs 
Notes 
1 30 300 79%  
2 30 300 84%  
3 30 900 57%  
4 40 180 56%  
5 40 300 67%  
6 50 180 75% 
Dead completely 
 7 50 300 64%  
8 - - 1% Control sample 
 
The exposure plan was followed as Table 7-6. The experiments were carried out inside 
the incubation chamber at 37 °C with the ECIS measurements running. All the samples 
were examined after approximately 24 hrs. The cell death rates were found to be both 
varied and high. Test No. 6 was clearly successful. Although the death rate was 75%, 
analysis using high resolution microscopy has shown that even the remaining live cells 
were not in good healthy state. A comparison between normal (i.e. No. 8) and irradiated 
(i.e. No. 6) cells was accomplished and is displayed in Figure 7.28. 
 
144 
 
 
Figure 7.28: Microscopic view of the cancer cells after 24Hrs.a) Non radiated - Healthy cancer cells 
(No.8), b) First exposure- cancer cells (No.6). 
The protocol used for test No. 6 was 50 W, 5% duty cycle for 180 s exposure time. The 
recorded measurements are shown below in Figure 7.29. 
 
Figure 7.29: Temperature of the sample and S11 for 50 W microwave pulse radiation with 5% duty cycles, 
for 180 s exposure. 
It is important to clarify that the measurement in off state when the reflection coefficient 
is > 1, which is noise measurement and should be ignore it. 
The ECIS measurements for all tests were recorded. For example, Figure 7.30 shows 
the resistance values against time starting before and during microwave exposure. It can 
be noticed that, after a small period of the exposure, the resistance of all the cells 
increases suddenly then decreases for all test except for test No. 6. 
a) b) 
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Figure 7.30: ECIS measurements 
 
The cell medium was refreshed as shown in Figure 7.31, and then a second exposure 
followed after 24 hours.  
 
 
Figure 7.31: Cells medium refresh after 24 hrs. 
 
Test No. 6 
Time (Hrs) 
R
es
is
ta
n
ce
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O
h
m
s)
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7.2.5.3 Study 4  Experiment 2 and Results 
Table 7-7 A summary of the protocol and results of all tests of study 4 – experiment 2 after 24 hrs 
observation. 
Test 
No. 
Power 
Level 
(W) 
Exposure 
Time 
(min) 
Dead Cells 
– After 
24Hrs 
Notes 
1 50 3 81%  
2 50 15 85%  
3 50 3 87%  
4 50 15 82%  
5 50 3 80%  
6 
No 
exposure, 
refresh 
medium 
- 96% 
Dead completely 
 7 50 15 80%  
8 - - 1% Control sample 
 
All the samples were examined after the second exposure and observed after 24 hrs, as 
shown in Table 7-7. The cell death rates were significantly increased, now in the range 
80-87%. Test No. 6 was clearly now successful. Although the medium was refreshed 
with no exposure, the cell death rate was found to be 96%, i.e. the cells were destroyed 
completely and dead. 
7.2.5.4 Study 4  Experiment 3 and Results 
 
The medium was refreshed again without new exposure. Then, observations were done 
after 24 hours as shown in Table 7-8. 
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Table 7-8 A summary of the protocol and results of all tests of study 4 – experiment 3 after 24Hrs. 
Test 
No. 
Power 
Level (W) 
Exposure 
Time (s) 
Dead Cells 
– After 
24Hrs 
Notes 
1 Non 
exposure 
- 46%  
2 Non 
exposure 
- 41%  
3 Non 
exposure 
- 63%  
4 Non 
exposure 
- 49%  
5 Non 
exposure 
- 52%  
6 Non 
exposure 
- 100% Dead 
7 Non 
exposure 
- 57%  
8 - - 1% Control 
 
It was noticeable that the cell death rate decreased to a range of 41-63%. This means 
some cells were able to recover in the presence of the fresh medium, however, this 
recovery rate is very low. Test No. 6 was 100% dead.  
7.2.5.5 Study 4  Experiment 4 and Results 
Following on from the previous results, the experiment was repeated with the applicator 
located deeper in the sample holder, i.e. 1 mm above the base of the wall. Then, 
observations were done after 24 hours as shown in Table 7-9. 
Table 7-9 A summary of the protocol and results of all tests of study 4 – experiment 4 after 24Hrs. 
Test 
No. 
Power 
Level 
(W) 
Exposure 
Time 
(min) 
Dead Cells 
After 
24Hrs 
Notes 
1 50 3 72% 
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2 50 3 75% 
 
3 50 3 84% 
 
4 50 15 85% Cook it till 60C 
5 50 3 88% 
 
6   100% Dead 
7 50 3 91% 
 
8 - - 0%  
 
Interestingly, all of the samples were destroyed and dead, and the death rate was 
significantly higher than before, with some interesting new observations. It was seen 
that clusters of cells have been formed, in which healthy cancer cells were surrounded 
by dead cancer cells. This new structure, in view of biology, will stop any new cells 
dividing. Eventually, this will lead to annihilation of the cancer completely. A 
comparison between the two exposure regimes was made to differentiate between 
thermal and non-thermal microwave mechanisms in terms of destroying cancer cells, as 
displayed in Figure 7.32. 
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Figure 7.32: Microscopic view of the cancer cells for microwave thermal and non-thermal effects. a) 
Temperature  42℃ - (DEAD)  b) Temperature  60℃ (DEAD). 
 
In terms of biological analysis, the two microscope views are the same, with 
confirmation that all the cells were dead. Consequently, no difference can be noticed 
between the two, other the different treatments.  
7.2.5.6 Study 4  Experiment 5 and Results 
To increase the efficiency of the applicator probe in terms of delivering power, new 
experiments, with a new, “pointed” RG402 head (as shown in Figure 7.33) were carried 
out. , The centre conductor extends by 2 mm from the end of the outer conductor. 
 
 
 
A study by Hancock, et al., [205] has suggested that improved performance of the probe 
could be achieved by using a pointed probe.  
 
a) b) 
SMA connector 
RG402 
Probe 
2 mm 
 
Figure 7.33: New RG402 pointed applicator with 2 
mm distance from the outer conductor end. 
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Table 7-10 A summary of the protocol and results of all tests for study 4 – experiment 5 after 48 hrs. 
Test No. 
Power 
Level 
(W) 
Exposure 
Time 
(minute) 
Dead Cells 
– after 48 
hrs  
Notes 
Left two days 
without refreshing 
medium 1 50 15 87% DEAD – Cluster 
2 50 15 87% DEAD – Cluster 
3 50 15 90% DEAD – Cluster 
4 50 15 88% DEAD – Cluster 
5 50 3 95% DEAD – Cluster 
6 50 3 93% DEAD – Cluster 
7 - - - - 
8   1% 
Probe was left in 
sample without 
radiation for 24 
hrs.  
Successfully experimental results were observed from the first exposure by using the 
pointed probe, as presented in Table 7-10. Test No. 8 confirms that there is no effect of 
the copper conductors on the cells. However, further investigations must be carried out 
to explore if there are any possible effects of metal ions released during the microwave 
exposure process. 
7.2.5.7 Study 4  Experiment 6 and Results 
7.2.5.7.1 Biological effect of microwaves on human cells 
Non-thermal Microwave Treatment of Breast Cancer: Recent experiments in 
collaboration with University Hospital of Wales (both Heath and Llandough sites) and 
the School of Engineering at Cardiff University has uncovered evidence that microwave 
radiation can affect cancer cells, while maintaining low temperatures below 42 degrees 
Celsius. 
 
The set-up consisted of a pulsed-microwave generator and a series of power amplifiers 
to provide pulsed MW signals with power levels up to 50W. The temperature control 
was established by pulsing the MW signal. In essence, the MW pulsed signal was only 
on for a short percentage during the experiment with significant off periods. The off 
periods allowed for any thermal heat to be dissipated through convection cooling. 
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Initial experiments, involved the injection of microwave radiation into a liquid with 
suspended cancer cells within a well with around 5 mm diameter. Before irradiating the 
sample, a sufficient amount of time was given for the cells to ‘settle down’ and attached 
together. The microwave radiation was introduced using a standard RG402 microwave 
coaxial cable with an outer diameter of 2.97 mm with the probe tip being positioned a 
couple of millimeters above the bottom of the well. The set-up also included an optical 
sensor to monitor the temperature of the cell suspension to ensure temperatures below 
42 degrees Celsius during the experiments. Typical duration of the MW irradiation was 
4-10 mins. 
Trypan blue staining: it can be used to discriminate between viable and non-viable 
cells, and was utilised to investigate the condition of the cells. It was found out that 
immediately after the microwave treatment the cancer cell looked relatively healthy, 
however, the cell death setting in only after a few hours. After about 24 hours the cell 
death rate typically increased to 60-80%. A number of experiments were conducted, 
showing consistent results. Control samples with the same cells suspended in the liquid 
didn't show any significant cell death rate. 
Effect of microwave treatment on peroxidase production: A standard peroxidase 
assay was carried out. From the triplicate repeats of the positive controls we can clearly 
see that the peroxidase concentration decreases. Our results do not follow this trend and 
taking into account margin for error are consistent throughout the time period studied. 
Therefore it can be concluded that it is highly unlikely peroxidase is the main 
mechanism of causing these breast cancer cells to die. 
 
Investigation of 945 proteins of cells: To expand on these investigations, a scan was 
conducted on about 945 proteins of cells immediately after the microwave irradiation 
and a waiting period of few hours. The scan has revealed a significant impact on the 
signal path within the cells affecting proteins within cell membranes and part of the cell 
cycles management and apoptosis process. The investigations show a completely new 
aspect of how microwaves can affect cancer cells and new methods to treat cancer 
tumours. 
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a) Effect on distribution of membrane associated proteins: To investigate the 
condition of the cells, the effect on the distribution of membrane associated 
proteins by non-thermal MW irradiation were analysed, as shown in Figure 7.34. 
b) Figure 7.34Error! Reference source not found. . 
 
The two things that stand out here are: 
1- The lack of any green in the control compared to the intense green seen after 
exposure. This green stain is representative of one of the key molecules for a 
common pathway which causes cells to die (Caspase 9). 
2- The blue staining is redistributed between the two images and therefore may 
show why we are seeing a change in the cell shape. 
 
c) Changes in protein expression: Matched protein was sent for analysis to 
Kinexus for microarray analysis from control and microwaved cells (n = 2). The 
results showed interesting differences between the treated and control cells, 
particularly in regard to signalling and proteins involved in cell cycle control, as 
shown in Figure 7.35 and Table 7-11. 
 
Figure 7.34: Effect on distribution of membrane associated proteins. (a) Staining of the 
control cells, (b) Staining of cells for 50W, 15 minute microwave exposure. 
a) b) 
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Figure 7.35: Changes in protein expression after non-thermal irradiation. 
 
 
Table 7-11 A summary of the results of %CFC Microwave vs control. 
Protein Target 
Name 
%CFC Microwave 
vs control 
APP -33 
CSF1R (Fms) 52 
EFNB2 65 
IRS1 43 
-17 -16 -16 
-13 
-33 
-12 
-14 
-19 
-14 
-12 -12 -13 
-24 
-18 
-17 
-15 
-23 
-18 
-30 
-24 
-14 
-24 
-28 
-21 
-14 
-26 
-19 
-21 
-25 
-13 
-29 
-20 
-23 
-21 
-13 
-29 
-17 -17 -18 
-12 
-19 
-23 
-12 
-17 
-14 
-12 
-13 
-12 
-16 
-13 
-17 
-20 
-45 
-17 
-12 
-14 -14 
-18 
-13 
-15 
-23 
-17 -18 
-15 
-12 
-15 -15 
-18 
-22 
-16 
-25 
-14 
-24 
-12 
-24 
-37 
-21 -21 
-12 
-31 
-39 
-14 
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7.2.5.8 Study 4  Experiment 7 and Results 
Circles with diameter of 33 mm, which delivered in standard 6 well culture plates, were 
utilized in this new experiment, as shown in Figure 7.36.  
 
Figure 7.36: standard 6 well culture plate. 
Two 6-well culture plates were treated by two different regimes in a bio-safety cabinet:- 
1) The first protocol that uses a large diameter pointed probe, which was developed 
so that it was capable of handling higher total MW power over a larger radiation 
area, as displayed in Figure 7.37. This applicator was fabricated by using N-
female connector with outer diameter of about 1.57 cm. It was divided in half 
and machined to be pointed. This probe was centred and immersed into the 
cancer cells for treatment. It was used to deliver 50W of MW power at 5% duty 
cycle and 15 minutes exposure time. This design requires large volume and 
therefore produced short pulse width and high peak power. This created minor 
sub-surface micro-cracking. Interestingly, this pulsing regime also led to the 
appearance of micro-cracks in the surface of each culture well, visible under an 
optical microscope. The origin of this effect is unclear. This may be related to 
the acoustic emissions also observed when high power pulses are applied. 
 
 
 
 
 
 
 
 
 
 
 
 
Figure 7.37: large diameter pointed probe. 
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2) The second protocol by using RG402 pointed sensor at different contacted areas 
in single well. Additionally, a circular area was created as wound to separate the 
cells for exploring the importance of cell contact, as demonstrated in Figure 
7.38. 
 
Figure 7.38: Pointed RG402 probe for exploring the importance of cell contact. 
7.2.5.8.1 Results from Study 4  Experiment 7 
Plate 1 – Assessment of larger probe and the effectiveness of multiple treatments 
All wells were filled with 7 ml of medium: 
• Wells were treated with the large probe at different powers (50W and 100W) 
respectively for 15 minutes. Initial viewing immediately after exposure showed 
that the cell morphology under 50 W exposure had changed, implying that cell 
death would occur over the next 24 hrs. For the 100 W exposure, the well area 
directly under the probe had no cells left attached, and their morphology was 
different, suggesting that this power had killed them in a different way. Some 
Circle wound 
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morphological changes were seen in the cells beyond this area though they were 
not as evident as the 50W treated wells. 
• Using the pointed RG402 probe, one well was treated twice in differing areas of 
the well, with the other being treated 4 times. Immediately after exposure both 
monolayers of cells showed morphological changes, as previously observed with 
the large probe. In the well with 4 treatment sites, clumps of suspended cells 
were already present.  
• 24 hrs after treatment, in all the wells used with this probe, all attached cells 
(despite initial morphological changes) had recovered to restore a healthy cell 
monolayer. In the wells treated at multiple sites, cell death was evident as was 
the increasing number of suspended cell clumps. The rate was higher in the 4 
times exposed well.  
 
Plate 2 – Exploring the importance of cell contact 
• The monolayer was artificially damaged differing differences from the probe 
site. A well was left undamaged as an active comparison. 
• Wells where the created circle wound was far from the probe showed that the 
cells within the probe exposed area were clumping but complete detachment was 
yet to occur. Beyond the created circle wound edge no evidence of cellular 
damage was observed, and cells were found to be healthy. 
• Wells where wound was imminent from the exposed area showed a higher rate 
of cellular damage within the exposed area, and some small potential sites where 
it had crossed beyond the wound edge. This was not consistent round the whole 
wound circumference.  
• Wells exposed with no wound but for different times showed changes and cell 
death throughout the whole well. This indicates that cell to cell contact is one of 
the leading drivers in any subsequent cell death which occurs. 
7.2.5.9 Study 4  Experiment 8 and Results  
Frequency Effect on Non-thermal treatment process: This experiment has been 
performed on two different cancer cells with two different microwave frequencies and 
different pointed probes as follows. 
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1- Suspension cell cultures in two 6-well plates were treated by two different 
regimes in a bio-safety cabinet, as shown in Figure 7.39. 
 
 
 
 
 
 
 
 
 
The treatment protocol was demonstrated in Table 7 12: 
Table 7-12 A summary of the protocol and results of all tests of study 4 – experiment 8, after 24Hrs. 
Test 
No. 
Power 
Level (w) 
Exposure 
Time 
(minute) 
Applicator Type- 
Frequency  
Duty Cycle% 
Well – (a) 
1-(a) 30 15 RG405-5.8GHz 5% 
2-(a) 30 15 RG405-5.8GHz 7.5% 
3-(a) 30 15 RG405-5.8GHz 5% ,7.5%,5% 
Well – (b) 
1-(b) 40 15 RG405-2.2GHz 5% 
2-(b) 20 15 RG405-2.2GHz 5% 
3-(b) 10 15 RG405-2.2GHz 5% 
4-(b) 20 15 RG405-2.2GHz 2.5% 
Well – (c) 
1-(c) 30 15 RG405-2.2GHz 5% 
2-(c) 20 15 RG405-2.2GHz 7.5%, @ 200s 
switch to 30W 
 
The pointed RG405 was fabricated and utilized in this study as shown in Figure 7.40 , 
with zooming in for the tip as presented in Figure 7.41. 
Figure 7.39: Different exposure regimes on suspensions of cancer cells. 
(a) (b) (c) 
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Figure 7.40: Pointed RG405 probe, with double-ended RG405 for calibration procedures. 
 
 
 
 
Figure 7.41: Zooming in of the pointed RG405 tip. 
7.2.5.9.1 Results from Study 4  Experiment 8 
 
 
Figure 7.42: Microscope view for well – (a) of three exposure zones as demonstrated in Table 7-12 . 
 
 
 
1-(a)  2-(a) 
3-(a) 
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1-(b)2 1-(b) 
2-(b) 2-(b)2 
 
3-(b) 
 
3-(b)2 
 
4-(b) 
 
Figure 7.43: Microscope view for well – (b) of four exposure zones. Zones 1, 2, and 3 
divided to two images due to the small view field of the microscope. 
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1-(c)2 
2-(c) 2-(c)2 
1-(c) 
• Two wells using 2.2 GHz MW exposure and one using 5.8 GHz MW exposure 
for comparison using the smaller probe were performed. It was observed that the 
2.2 GHz exposure worked a bit differently. It produced most of the time an 
audible signal during the treatment. At 40W it was similar to the sound of 
‘boiling water’ around the probe. 
 
• In addition, there are two images for some as the field of view was too small to 
incorporate the killed clear area together with the healthy cells. The microscope 
images after 24hours were observed for all radiated zones of the three wells as 
shown in Figure 7.42, Figure 7.43, and Figure 7.44. In that case, the cleared area 
is for examples called 1-(c), the surrounding area with cells 1-(c)2. The kill area 
in well (b) and (c) were larger, apart from 4-(b) which was the same size as (a). 
This is explainable for 4-(b), owing to low level power 20W, 2.5% duty cycle 
and lower frequency 2.2 GHz. 
 
 
 
 
Figure 7.44: Microscope view for well – (c) of two exposure zones. Zones 1and 2 
divided to two images due to the small view field of the microscope. 
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 Discussion 7.3
Comprehensive treatment studies have demonstrated the unique capability of non-
thermal microwave irradiation for the annihilation of cancer cells. It is hoped that the 
results here will help pave the way for MWs to become a standard cancer treatment 
technique. The generic effect on organic molecules has been clearly illustrated. The cell 
molecules were radiated with 5.8 GHz and 2.2 GHz, different duty cycles and power 
levels (i.e. 10-50 W) with a limited peak temperature of 42°C that could be used to 
differentiate between thermal and non-thermal mechanisms of cell death. In order to 
create a full interpretation for the irradiation mechanism of cancer cell death, a search 
on irradiation effects has been conducted. A previous study by Porcellia et.al. [206] on 
the non-thermal effects of microwaves on proteins reported that with greater absorbance 
of radiation energy, the proteins lose more of their function (perhaps indicative of 
stronger changes in their structure). The effect is subtle for at least one of the enzymes 
that has been studied (no more than 50% activity loss at best), and takes more than an 
hour of radiation, for comparison, exposure times for our study are mostly in the 3-15 
minutes range and, additionally, a delayed effect 24 hours and 48 hours after radiation 
was observed.  
Figure 7.35 and Table 7 11 present results of study 4 – experiment 6 on changes in 945 
protein expressions by our technique. The results showed interesting differences 
between the treated and control cells, particularly in regard to signalling and proteins 
involved in cell cycle control. The scan was conducted immediately after the microwave 
irradiation and also after a waiting period of few hours. Consequently, the protein 
conformation was changed significantly by microwave radiation. The dataset here is 
huge, so only limited proteins comparison graphs were presented in this thesis. 
The unusual nonlinear responses that have been observed, both in terms of power and 
frequency dependences, often suggest non-thermal interaction of electromagnetic fields 
with biological rhythms in living tissue [207], cells in culture,[208] and also with 
components purified from cells (e.g. membranes,[209] and enzymes [210]). 
The literature is focused solely on temperature rise in the cells as the cause of necrosis. 
First of these is that the cause of the cell death appears to be due to a complete 
breakdown of the cell membrane and intracellular organelles which were undergoing 
significant changes , observed in all microscopic images in this research. Generally, the 
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animal cell membrane is composed of approximately 50% lipids and 50% proteins by 
mass, with the most common lipid being a phospholipid. The phospholipid is 
particularly interesting for the purposes of this side due its hydrophilic element. The 
structure of the phospholipid is shown in Figure 7.45. 
 
 
 
Figure 7.45: The lipid bilayer arrangement in a cell membrane [211]. 
 
Figure 7.45 shows an individual phospholipid, composed of a hydrophilic head and 
hydrophobic tail. The hydrophilic head is a polar molecule meaning that under an 
applied electric field it will subject force that will cause it to align in the direction of the 
field. The protein molecules will also contain charged amino acids, making these polar 
molecules, which again will be subject to a force from the applied electric field [212]. 
As a result of the significant amount of polar molecules forming the structure of the cell 
membrane, it is assumed that the energy provided by the electric field is sufficiently 
high to overcome the bonding energy holding these molecules together, resulting in the 
structure breaking down. Upon further investigation into the reported results it was 
discovered that the effect taking place as a direct result of the electric field has been 
termed electroporation and, as hypothesised above, directly impacts the cell membrane. 
A study published by Wang, et al. [213] has utilised electroporation to better deliver 
drugs to the cancerous tissue. This study also describes electroporation as the 
disorganisation of the lipids in the cell membrane much as set out above. In contrast to 
Polar heads 
Nonpolar tails 
heads 
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this study, cell necrosis was achieved with much lower field levels than those described. 
The simulations provide a good approximation of the peak field levels which are around 
2.5 kV/m. this study determines that field levels of a few kV/cm are required, an order 
higher than assumed to have been accomplished. Consequently, these results 
substantiate the claims made in this study that non-thermal irradiation is a viable 
alternative to thermal ablation and is capable of achieving cell death through a method 
that used in this research. 
To provide further detail on electroporation, a brief review of this technique will be 
presented. The concept of irreversible electroporation was theorised in 2005 in a study 
by Davalos, et al. [214], and looked to exploit the ability to change the permeability of 
the cell membrane under an applied electric field. The electric field will generate a large 
number of nanopores within the membrane leading to apoptosis and permanent cell 
death. Irreversible electroporation, prior to this study has been completely ignored in 
cancer therapy. On the other hand, this study showed, through mathematical analysis, 
that large ablation regions can be achieved. A further review of this technique 
conducted by Lee, et al.[215] stated that irreversible electroporation is a viable and safe 
technique for tumour ablation. Finally, the study by Wang, et al. [213] gives rise to the 
alternative application of electroporation which is to increase the number of pores into 
the cancerous tissue, allowing for toxic drugs to be delivered more efficiently. 
Limitations in Lab Study 1 and 2: As a result of the all findings after the unsuccessful 
experiments, it could be said that the reason of that is human error in setting the 
experiment up. In addition, there were significant limitations in Lab Study 1 and 2 
which could account for the inconsistent results seen. Firstly, the most significant effect 
that has impacted the results can be seen in the microscopic images shown in Figure 
7.18 and Figure 7.19 taken after the experiments, where a number of cracks can be seen. 
These micro fractures occurred throughout each experiment; whilst they were not 
visible an audible sound could be heard that corresponded with an increase in the 𝑆11 
parameter significantly altering the power delivered to the sample. displays this most 
clearly in Figure 7.20, at 10 seconds there is a significant increase in the 𝑆11 followed 
by another increase at 40 seconds at which point the power dissipated within the sample 
was very small. This decrease in dissipated power is reflected through the declining 
temperature from 40 seconds, which before this cracking effect was increasing 
exponentially. The reasoning for this cracking is unknown and is expected to be as a 
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result of the interaction of the microwaves with the plastic used. In addition to the 
cracking, the power delivered to sample varied by a large a degree due to the changing 
𝑆11 parameter, this results in the actual energy being delivered to the tissue varying 
significantly between each sample. 
Another limitation is relates to the high degree of variability between the different 
samples used. This includes the lack of exact replication of the position of the probe and 
temperature sensor in the sample, as this was all carried out manually. This could lead 
to variations in the electric field profile dependent on the positioning and orientation of 
the probe, a lack of consistent temperature measurements as the thermocouples position 
was not the same between each sample.  
The results may also not show the full extent of the damage due to the relatively low 
optical magnification used in Lab Study 1 and 2. The levels used do not show any 
intracellular components that could have been disrupted by the radiation and 
consequently in samples reported as “No effect on cell viability”, these cells could have 
undergone microwave fixation as described in Section 5.1.3 and be disrupted but not 
appear to have been. 
A final limitation is in regards to the samples heated in the water bath. Whilst these 
were exposed to the higher temperatures for 10 minutes, the temperature the sample 
reached was not measured. This could result in the temperature not reaching the 50°C or 
only reaching that temperature for a short period of time not giving a perfect reflection 
of the heating effect, it could be argued that this is a closer representation of the results 
found within the experiments as the maximum temperature is only realised for a short 
period of time. 
Briefly, the breast cancer cells gave reproducible death rate for non-thermal pulsed 
electric field exposure. In addition, the pointed probe constitutes a significant 
improvement over previous designs, increasing the cell death to reach 60-80% with first 
exposure.  
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 CONCLUSIONS AND FUTURE WORK CHAPTER 8
This chapter summarises the main conclusions, discusses the pertinent challenges that 
have been faced during the research, and finally provides suggestions for future work 
and possible improvements that can be implemented. This thesis has been focused on 
two main studies, for cancer diagnosis and treatment, by using various open-ended 
coaxial sensor/applicator geometries.  
 Conclusions 8.1
 Cancer detection 8.1.1
In this thesis, it has been shown that it is possible to design, simulate and built small 
sized microwave sensors with high sensitivity for use on realistic cancer detection, as 
shown in chapters 3 and 4. Such microwave sensors are more sensitive for cancer 
detection at low microwave frequencies (i.e. between 0.1 to 3 GHz), and greater 
sensitivity enhancements can be achieved using a needle type probe with a sharp tip, 
which is also suitable for injecting into the tissue sample under test.  
Chapter three gives a survey of the principles, theory, and simulation of open-ended 
coaxial sensors. The new, needle-type open-ended sensors are adopted here and are used 
to measure the dielectric permittivity of liquids, with the results showing significantly 
better sensitivity for the needle aperture compared to conventional flat sensor. The 
sensor was simulated by EMPro Software and optimized to improve its performance. 
Significant contrasts between various samples have been registered both in the 
simulations and experiments, with good agreement between the two. The dielectric 
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contrast is far greater when the angle of the aperture, φ, is stepped from 0° to 80°, 
meaning a sharper probe. The measured data for the amplitude of the reflection 
coefficient |S11| are less precise than for the phase of S11 when measuring low loss 
materials. It is also observed that the data for |S11| are less sensitive than the phase to the 
change of permittivity at low frequency. Therefore, it is suggested that the phase of the 
reflection coefficient is the most flexible and reliable parameter at low frequency, low 
permittivity, and low aperture angle. In general, as probes become more needle-like, the 
magnitude and phase both decrease significantly and as result the sensitivity increases 
since the sensing area increases distinctly for high angle probes, e.g.  φ=800. 
In chapter four, the needle-type sensors have been applied as diagnosis device with high 
spatial resolution at low frequency based on complex permittivity measurement of 
normal and cancerous tissues. Simulation results using EMPro software are provided 
here and demonstrated the potential of microwave needle probes for breast cancer 
diagnostics. Experimental results demonstrate their promising ability to detect breast 
cancer, making them adaptable and attractive tool for cancer diagnosis. Experimental 
results on normal and cancer tissues clarify the different nature of these tissues and also 
illuminate the dependence of complex reflection on operating frequency and sensor 
aperture geometry. The contrast in the sensitivity of the reflection coefficient for water-
borne materials is found to increase with end angle. For example, compared with 𝜑= 0°, 
simulations for 𝜑= 80°, at the low frequency end (0.1 GHz) show that the magnitude 
increases by 13.8% and the phase increases by 163%.  
 Cancer treatment 8.1.2
In chapter five, a novel microwave applicator technique based on non-thermal 
microwave irradiation was developed and tested for its application for cancer treatment. 
A number of high frequency treatment techniques have been considered in this work, 
including cryoablation, RF ablation and microwave ablation. All three methods are 
minimally invasive, with treatment being delivered laparoscopically. However, the 
microwave (MW) ablation method is preferable, mainly for its ability to achieve an 
active heat transfer. Active heat transfer is a significant merit over passive heat transfer 
due to its ability to overcome heat sinks, a significant problem when trying to treat 
uniform lesion areas. Moreover, its capability to treat larger tumour regions compared 
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with passive heat transfer methods. Hence, MW ablation is considered to be the best 
treatment option of the three ablation techniques. It should also be noted that MW 
ablation shows the most clearly defined ablation regions with no viable tissue.  
Microwave ablation was found to be the most beneficial and with the most scope to be 
improved upon as detailed through several research papers that were looking to exploit 
various parameters in an attempt to improve radiation delivery. Much of the literature 
was found to focus on thermal ablation, which was explained through the Debye model 
and some theory was presented on the potential for electric field to interfere with 
cancerous tissue. Following from this a range of simulations was conducted using 
COMSOL Multiphysics, which aimed to understand the electric field profile generated 
from the probes selected for this study. Further to this, the simulations aided the 
understanding of the impact various parameters had on the electric field profile, such as 
MW input power and the material properties of cancerous and normal breast tissues.  
Chapter six proposed equipment to build a complete system for non-thermal MW 
ablation. These include: the signal generator, power amplifier, circulator and directional 
coupler. Each piece of equipment has been explained in detail in order to fully 
understand how it has been utilised within the experimental set up. To obtain the 
measurements for this study a LabVIEW programme was built and utilised. The 
instruments and applicators were connected to LabVIEW via VISA and GPIB 
peripheral interface, allowing for additional control of the instrument when needed. The 
LabVIEW programme built in this research was able to provide an interface to the users 
allowing the parameters to be configured and provides an interface upon which a range 
of data could be presented. This flexibility in the control of the measurement gives us 
the ability to (a) control the level of the transmitted power, as well as (b) to adjust the 
exposure time. Control over these parameters helps us calculate and maximize the 
efficiency of the dissipated power. Also, it measures the sample temperature. These data 
were combined into a single graph shown in the main virtual instrument.  
Chapter seven presented a range of novel experiments that have been carried out, 
including preliminary experiments conducted on water to obtain a reference case. This 
reference case was utilised in the planning of the experiments for MW ablation of 
cancer cells. The cancerous cells were subject to microwave radiation at a range of 
power levels and pulsing protocols and, additionally, a set of cancerous cells were 
heated up in a water bath to provide a purely thermally-treated example for comparison. 
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These experiments yielded repeatable, successful results from the microwave radiation 
in which the cells were completely destroyed with no major heating effect. The 
microscopic images showed that the cell membranes were completely broken down and 
this resulted in the cells being no longer viable. The reasoning behind the cell deaths 
were attributed to strong interactions between the polar molecules within the cell 
membranes with the applied MW electric field. Even more importantly, the experiments 
have shown that the technique was successfully used in-vivo with cancer tissues with 
100% cancer destruction.  
These results may lead to new important treatment methods for cancer, which could 
involve a mixed treatment process such as microwave irradiation, followed by more 
conventional drug treatment.  In the field of cancer treatment, this technique now offers 
a new tool in the arsenal of weapons to fight cancer, providing new opportunities to 
save many lives.  
 Recommendations for Further Work 8.2
Despite important developments in this research, there is still ample room for further 
improvements in theory and simulation of the two studied parts (i.e. diagnosis and 
treatment). 
In terms of diagnosis, more breast cancer samples are needed for more needle-type 
sensor analysis. Also, it would be beneficial to test different types of cancer tissues. In 
addition, a hand-held, needle sensor based device has also been proposed and 
developed, which may prove useful for distinguishing skin cancers from healthy regions 
of skin for future work.  
 Microwave Handheld Skin Diagnostic Tool for clinic trail 8.1
In order to try to develop a hand-held diagnostic based on the successful findings from 
the needle probe for the differentiation between cancerous and normal tissue, initial 
efforts were made on developing a prototype tool to investigate (and possibly diagnose) 
skin cancer, shown in Figure 8.1 The main objective is to be handheld diagnostic tool to 
simplify and expedite skin cancer detection, specifically in early stage.  
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The engineering idea behind creating this instrument is to measure the dielectric 
properties of a small area of skin.  
 
Figure 8.1: Prototype Microwave Handheld Skin Diagnostic Tool for clinic trial. 
 
This proposed unit is collaboration between this research and Mr. Michael Casbon who 
is an expert in RF amplifier and system design and responsible for circuit design. The 
tool is still under development and improvement. This is an ongoing study for further 
work which considers the initial attempts to develop a microwave handheld skin 
diagnostic tool for future clinic trails. Diseased skin tissues, suspected of cancer, are 
irradiated and assessed by means of a coaxial probe with on-board microwave 
electronics. 
In the treatment study, it will be important to devise a way which adequately describes 
the dielectric properties of cancer cells under test before and through treatment process 
to address the challenges of operating the current probes in real environments. This 
should be possible within the current set-up, using the dynamic measurement of S11 to 
characterise the tissue and so adjust the power delivery accordingly. Other challenges 
mainly include clinical effectiveness, robustness, accuracy, and power efficiency for 
increasing the reliability and accuracy of the experiments conducted. 
The effects due to the change of dielectric properties of the cancer cells have not fully 
been explored in the treatment part of this thesis. Since the dielectric properties of 
cancer tissues vary considerably during treatment, it is suggested that the cavity 
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resonant applicator technique be used for this purpose, to enhance treatment reliability 
for the future investigation of non-thermal microwave treatments. Three cavities have 
already been designed for this purpose, at frequencies of 2.45, 4.2 and 5.8 GHz, and the 
finalised, fully tested structures are shown in Figure 8.2. Whilst time factors have not 
permitted their use within this thesis, they are ready for future work. Using these 
provides the opportunity to link the changes in the electrical properties of materials 
before the MW irradiation process to the changes in the properties during treatment. 
They also provided a much better-prescribed dose of MW irradiation since, rather than 
the electric field being high concentrated around the tip of the coaxial probe, since these 
cavities all operate in the TM010 mode there is a uniform electric field region along each 
of their axes. This gives a highly uniform, well-predicted MW electric field throughout 
the whole sample when placed in a standard Eppendorf tube on-axis.  
Such cavities also allow the effect of MW magnetic field on cancer cells to be studied. 
This is not possible in the coaxial probe applicator since the sample necessarily has to 
sit within a region of high electric field owing to the open circuit condition at the end of 
the probe. However, there is a region of high magnetic field around the outer perimeter 
of each cavity when operating in the TM010 mode, which will allow magnetic field 
interactions to be compared and contrasted with the equivalent electric field interactions 
on-axis, similar to what has already been done on the MW excitation of 
photoluminescent bacteria [216]. 
Figure 8.2: Three proposed cylindrical cavities with ability of separated 
electric and magnetic response for non-thermal cancer characterization 
applications. 
2.45GHz 
4.2GHz 5.8GHz 
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Moreover, an investigation is required to be carried out into the probe design with 
additional probe geometries, in order to achieve better propagation characteristics. 
Furthermore, additional simulations could be conducted modelling the heat transfer 
characteristics of the sample. This will provide a much more detailed view of the 
heating and any potential local variations.  
In addition, the measurement and instrumentation system for this research, utilised in 
LabVIEW could be improved through the use of a more robust controlling system. The 
main panel VI could be improved by creating an interface for the user’s to input 
configurations for the power meters such as the frequency of measurement, and 
triggering source. This can be done by connecting the output of the signal generator to 
the input trigger of the power meter. The LabVIEW programme could also be improved 
by monitoring the actual value of power meter’s reading, therefore, if it received a 
signal strength that is closed to its maximum power rating, the LabVIEW will 
automatically stop the measurement. This control practice will prevent the damaging of 
the power meter. It also can be implemented for the other equipment such as the RF 
power amplifier and signal generator by connecting LabVIEW with the equipment via 
number of different connections. 
Furthermore, the experimental procedures that have been carried out in this research 
could be further improved by having a more robust technique to monitor the microwave 
radiation into the tissue sample more efficiently. The biological assessment from the 
cancer cells culture through radiated with microwaves could be monitoring at real time 
by using higher power microscopy such as an electron microscope. This would allow 
for the intracellular organelles changes and any damage being done to these could be 
observed at certain power levels, providing information around suitable power level and 
exposure times.  
In addition, an array multiprobe topology is proposed that offers the ability to focusing 
on using microwaves for characterising cancer tissue, detecting cancer lesions, and 
treating a larger area of cancer. 
Finally, due to previous results (i.e. change of the protein conformation), one of the 
biologists has suggested using non-thermal microwave technique with 
neurodegenerative diseases. These are frequently caused by build-up of misfolded 
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proteins that eventually interfere with nerve cell function. The challenge would be to 
change the molecules without damaging any brain cells in the vicinity. 
A comprehensive microwave animal study currently underway at the University of 
Cardiff and the University Hospital of Wales involves applying the non-thermal 
microwave irradiation on animals (i.e. mice). 
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APPENDIX I The supplier sheet of the breast cancer cells 
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